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 Your Score Intended Result  Your Report

 Specimen 5841A  Plasmodium vivax nucleic acid detected  Plasmodium vivax nucleic acid detected  2

 Specimen 5841B  Plasmodium ovale nucleic acid detected  Plasmodium ovale nucleic acid detected  2

 Specimen 5841C  Plasmodium malariae nucleic acid detected  Plasmodium malariae nucleic acid detected  2

 Specimen 5841D  Plasmodium ovale nucleic acid detected  Plasmodium ovale nucleic acid detected  2

 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for Malaria (molecular) over the last 4 distributions is 16. 
  For these distributions specimen numbers 8747 8748 8749 8750 8901 8902 8903 8904 9053 9054 9055 9056 5841A 5841B 5841C 5841D have been analysed and
 scored. 
  Number of reports analysed 16 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 32 out of a possible total of 32 
  
  Performance rating 
  Your performance rating for UK NEQAS for Malaria (molecular) (i.e. the number of standard errors by which your cumulative score lies above or below the mean)
 for UK laboratories is 0.73. 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.
 Please note your performance rating may alter if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.
 
 

 
  Turn around time: The time taken to report your results was 19 day(s). This information is provided for your own use and does not form part of your performance
 assessment. 
  
  Comments 
  Results obtained by participants were in very good agreement with the intended results. Those participants who reported discrepant results are reminded to follow
 the manufacturers' instructions and to investigate the root cause of the discrepancy.
 We continue to award full score to the labs that use Genus only methods (e.g. LAMP users) if they submit correct results. 
  
  The figures in the histograms and those in the overall results tables may differ (1) due to exclusion of kits displayed in the histograms resulting in apparently lower
 numbers of data sets in the histograms or (2) due to participants using more than one kit resulting in higher numbers of data sets in the histograms. 
  
  Participants are reminded that the intended results are available on the UK NEQAS website usually on the day following the closing date. 
  
  Repeat specimens 
  Repeat specimens can be supplied on request from organiser@ukneqasmicro.org.uk and participants are asked to request these, quoting their laboratory number,
 as soon as the intended results are displayed on the web or on receipt of their report. 
  
  Enquiries 
  Telephone and written enquiries can be made to Mrs Agatha Christie Saez : +44(0)20 39081371 
  E-mail address: organiser@ukneqasmicro.org.uk 
  
  Participants who perform only genus identification or perform identification of specific species (e.g. P. falciparum only) are requested to inform us so
 they can be scored accordingly. 
  
  This report was authorised by Professor P L Chiodini, Parasitology Scheme Organiser and Dr Jaya Shrivastava, Parasitology Scheme Manager. 
  
  Participants are reminded to quote their Laboratory ID number in all correspondence. 
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 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841A  Plasmodium vivax 5x10^3 p/mL Overall Results

Number of Reports

 P. vivax nucleic acid detected
 Incorrect Plasmodium sp.

 Plasmodium nucleic acid detected
 Plasmodium NA detected (Genus labs)
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 Specimen: 5841A  Plasmodium vivax 5x10^3 p/mL Detection Method 1

UK (%) All (%)

3 (23.1) 16 (16.2)PCR: Multiplex
0 (0.0) 2 (2.0)PCR: single target
1 (7.7) 5 (5.1)PCR: Nested
1 (7.7) 8 (8.1)LAMP
1 (7.7) 11 (11.1)Altona: RealStar
2 (15.4) 15 (15.2)Real-Time Single target
5 (38.5) 42 (42.4)Meridian: Alethia/illumigene

Number of Reports
0 10 20 30 40 50

 Plasmodium vivax nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)

 Specimen: 5841A  Plasmodium vivax 5x10^3 p/mL Detection Method 2

UK (%) All (%)

0 (0.0) 1 (4.2)Sequencing
0 (0.0) 1 (4.2)PCR: single target
1 (100) 2 (8.3)PCR: Nested
0 (0.0) 3 (12.5)Real-Time Single target
0 (0.0) 3 (12.5)Meridian: Alethia/illumigene
0 (0.0) 4 (16.7)Altona: RealStar
0 (0.0) 4 (16.7)LAMP
0 (0.0) 6 (25.0)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Plasmodium vivax nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841A  Plasmodium vivax 5x10^3 p/mL Extraction Methods

UK (%) All (%)

2 (33.3) 13 (26.0)Qiagen: silica column
0 (0.0) 3 (6.0)Qiagen: QIAsymphony
2 (33.3) 4 (8.0)NucliSENS easyMAG
0 (0.0) 7 (14.0)Roche Compact extraction MagnaPure
2 (33.3) 23 (46.0)Other

Number of Reports
0 6 12 18 24 30

 Plasmodium vivax nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841B  Plasmodium ovale 2x10^4 p/mL Overall Results

Number of Reports

 P. ovale nucleic acid detected
 Plasmodium nucleic acid detected

 No Plasmodium nucleic acid detected
 Plasmodium NA detected (Genus labs)
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 Specimen: 5841B  Plasmodium ovale 2x10^4 p/mL Detection Method 1

UK (%) All (%)

3 (23.1) 16 (16.2)PCR: Multiplex
0 (0.0) 2 (2.0)PCR: single target
1 (7.7) 5 (5.1)PCR: Nested
1 (7.7) 8 (8.1)LAMP
1 (7.7) 11 (11.1)Altona: RealStar
2 (15.4) 15 (15.2)Real-Time Single target
5 (38.5) 42 (42.4)Meridian: Alethia/illumigene

Number of Reports
0 10 20 30 40 50

 Plasmodium ovale nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)

 Specimen: 5841B  Plasmodium ovale 2x10^4 p/mL Detection Method 2

UK (%) All (%)

0 (0.0) 1 (3.8)Sequencing
0 (0.0) 1 (3.8)PCR: single target
0 (0.0) 3 (11.5)Real-Time Single target
2 (100) 3 (11.5)PCR: Nested
0 (0.0) 4 (15.4)Altona: RealStar
0 (0.0) 4 (15.4)LAMP
0 (0.0) 4 (15.4)Meridian: Alethia/illumigene
0 (0.0) 6 (23.1)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Plasmodium ovale nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)

 Operated by UK Health Security Agency 
  National Infection Service 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Parasitology 
  The Halo Building, 1 Mabledon Place 
  London WC1H 9AZ  Published at 23:04 on Sunday 22 February 2026

of 9



Dispatch Date : 02-Jun-2025

Page 5

 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841B  Plasmodium ovale 2x10^4 p/mL Extraction Methods

UK (%) All (%)

2 (33.3) 13 (26.0)Qiagen: silica column
0 (0.0) 3 (6.0)Qiagen: QIAsymphony
2 (33.3) 4 (8.0)NucliSENS easyMAG
0 (0.0) 7 (14.0)Roche Compact extraction MagnaPure
2 (33.3) 23 (46.0)Other

Number of Reports
0 6 12 18 24 30

 Plasmodium ovale nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841C  Plasmodium malariae 5x10^4 p/mL Overall Results

Number of Reports

 P. malariae nucleic acid detected
 Plasmodium nucleic acid detected

 No Plasmodium nucleic acid detected
 Plasmodium NA detected (Genus labs)
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 UK(%)  All(%)  Score
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 Specimen: 5841C  Plasmodium malariae 5x10^4 p/mL Detection Method 1

UK (%) All (%)

3 (23.1) 15 (15.2)PCR: Multiplex
0 (0.0) 1 (1.0)Other
0 (0.0) 2 (2.0)PCR: single target
1 (7.7) 4 (4.0)PCR: Nested
1 (7.7) 9 (9.1)LAMP
1 (7.7) 11 (11.1)Altona: RealStar
2 (15.4) 14 (14.1)Real-Time Single target
5 (38.5) 43 (43.4)Meridian: Alethia/illumigene

Number of Reports
0 10 20 30 40 50

 Plasmodium malariae nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)

 Specimen: 5841C  Plasmodium malariae 5x10^4 p/mL Detection Method 2

UK (%) All (%)

0 (0.0) 1 (4.0)PCR: single target
0 (0.0) 1 (4.0)Other
1 (100) 2 (8.0)PCR: Nested
0 (0.0) 2 (8.0)Meridian: Alethia/illumigene
0 (0.0) 4 (16.0)Altona: RealStar
0 (0.0) 4 (16.0)LAMP
0 (0.0) 4 (16.0)Real-Time Single target
0 (0.0) 7 (28.0)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Plasmodium malariae nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841C  Plasmodium malariae 5x10^4 p/mL Extraction Methods

UK (%) All (%)

2 (33.3) 12 (24.5)Qiagen: silica column
0 (0.0) 3 (6.1)Qiagen: QIAsymphony
2 (33.3) 4 (8.2)NucliSENS easyMAG
0 (0.0) 7 (14.3)Roche Compact extraction MagnaPure
2 (33.3) 23 (46.9)Other

Number of Reports
0 6 12 18 24 30

 Plasmodium malariae nucleic acid detected  Plasmodium nucleic acid detected  No Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841D  Plasmodium ovale 2x10^4 p/mL Overall Results

Number of Reports

 P. ovale nucleic acid detected
 Incorrect Plasmodium sp.

 Plasmodium nucleic acid detected
 Plasmodium NA detected (Genus labs)
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 Specimen: 5841D  Plasmodium ovale 2x10^4 p/mL Detection Method 1

UK (%) All (%)

3 (23.1) 16 (16.2)PCR: Multiplex
0 (0.0) 2 (2.0)PCR: single target
1 (7.7) 5 (5.1)PCR: Nested
1 (7.7) 8 (8.1)LAMP
1 (7.7) 11 (11.1)Altona: RealStar
2 (15.4) 15 (15.2)Real-Time Single target
5 (38.5) 42 (42.4)Meridian: Alethia/illumigene

Number of Reports
0 10 20 30 40 50

 Plasmodium ovale nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)

 Specimen: 5841D  Plasmodium ovale 2x10^4 p/mL Detection Method 2

UK (%) All (%)

0 (0.0) 1 (4.0)Sequencing
0 (0.0) 1 (4.0)PCR: single target
1 (100) 2 (8.0)PCR: Nested
0 (0.0) 3 (12.0)Real-Time Single target
0 (0.0) 4 (16.0)Altona: RealStar
0 (0.0) 4 (16.0)LAMP
0 (0.0) 4 (16.0)Meridian: Alethia/illumigene
0 (0.0) 6 (24.0)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Plasmodium ovale nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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 Malaria (molecular)

 Distribution : 5841

 Laboratory :

 Specimens 5841A, 5841B, 5841C and 5841D were prepared from a single patient sample which had been diluted to the required parasite density using donor blood
 samples which were negative for malarial DNA. 
  
 
 
 Please note that we report the parasitaemia in parasites/mL. Participants wanting to know the parasitaemia in parasites/uL are advised to divide the figure by 1000.

 Specimen: 5841D  Plasmodium ovale 2x10^4 p/mL Extraction Methods

UK (%) All (%)

2 (33.3) 13 (26.0)Qiagen: silica column
0 (0.0) 3 (6.0)Qiagen: QIAsymphony
2 (33.3) 4 (8.0)NucliSENS easyMAG
0 (0.0) 7 (14.0)Roche Compact extraction MagnaPure
2 (33.3) 23 (46.0)Other

Number of Reports
0 6 12 18 24 30

 Plasmodium ovale nucleic acid detected  Incorrect Plasmodium sp.  Plasmodium nucleic acid detected

 Plasmodium NA detected (Genus labs)
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