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Intended Result Your Report Your Score

Specimen 5924A  Escherichia coli from urine

Amikacin S S 2
Amoxicillin-clavulanic acid (S/IR)/IR S Not scored
Ampicillin R R 2
Cephalexin S/ND S 2
Cefotaxime/non-meningitis S S 2
Cefpodoxime S/ND S 2
Ceftazidime S S 2
Ceftazidime-avibactam S S 2
Ceftriaxone/non-meningitis S S 2
Cefuroxime (oral) S/ S Not scored
Ciprofloxacin/non-meningitis R R 2
Fosfomycin (oral) S S 2
Gentamicin S S 2
Mecillinam (oral) S S Not scored
Meropenem/non-meningitis S S 2
Nitrofurantoin (oral) S S 2
Piperacillin-tazobactam S S Not scored
Temocillin (I/R)IND | Not scored
Trimethoprim (oral) S S Not scored
Trimeth-sulpha S S 2
ESBL negative negative 2
Carbapenemase negative negative 2
Specimen 5924B  Enterococcus faecalis from blood
Ampicillin S S 2
Daptomycin S/(S/) S Not scored
Gentamicin-HLR negative negative 2
Imipenem /S | 2
Linezolid S S 2
Teicoplanin R R 2
Vancomycin R R 2

Turn around time: The time taken to report your results was 17 days.

Comments:

- When two interpretations are present on page 1, the first is EUCAST and the second using CLSI guidelines. S- susceptible; |- susceptible,
increased exposure (EUCAST)/intermediate (CLSI); R- resistant; ND- not designated. CLSI participants are to report SDD as intermediate (1).
- To note version 15 of the EUCAST guidelines was used.

- To note version Ed35 of the CLSI M100 guidelines was used.

Scoring: - Scoring is based on the difficulty/complexity rating: please view our bacteriology and mycology specific scoring policy on our website for
further details.

- When agents are not scored, this is due to high level of difficulty or complexity of task. Please see scoring information on our website for more details
https://uknegasmicro.org.uk/participant-info/information-on-scoring/

- In the case where the MIC's reported by the two reference laboratories result in a difference in the interpretation of an antimicrobial agent, the result will not be
scored.

Acknowledgements: Expert comments by Dr Katie Hopkins & Dr Daniele Meunier can be found on the final pages of this report. We thank colleagues from the
Specialist Antimicrobial Chemotherapy Unit, Wales, for the provision of the isolates and confirmatory testing of the antimicrobial susceptibility results, and colleagues
from the EUCAST Development Laboratory, Sweden for confirmatory testing of the antimicrobial susceptibility results. We thank colleagues at the Antimicrobial
Resistance and Healthcare Associated Infections Reference Unit (AMRHAI) at UKHSA Colindale for confirmatory testing of identification.

Enquiries: For repeat specimens, please request using the web form (https://uknegasmicro.org.uk/participant-info/order-repeat-specimens)
stating your laboratory identification number, the distribution name and number, specimen number(s), and reason for request.

Please use the following links for information on:

1. Report format explained https://uknegasmicro.org.uk/participant-info/report-format-explained/

2. How to interpret your performance (cumulative score and performance rating) https://ukneqasmicro.org.uk/interpretation-of-performance-2/
3. Scoring https://uknegasmicro.org.uk/participant-info/information-on-scoring/

4. Bacteriology and mycology specific scoring https://ukneqasmicro.org.uk/participant-info/bacteriology-and-mycology-specific-scoring/

5. Homogeneity https://uknegasmicro.org.uk/?r3d=information-of-homogeneity

6. Stability https://uknegasmicro.org.uk/?r3d=information-on-stability.

For further information about the Service including confidentiality, please refer to the Directory & Participants Manual
https://uknegasmicro.org.uk/participant-info/directory-participants-manual/

Report authorised by: Dr Jennifer Henderson, Scheme Organiser.
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Cumulative score information

Total number of specimens sent to you for UK NEQAS for Antimicrobial susceptibility over the last 6 distributions was 12
Specimen numbers 5849A 5849B 5864A 5864B 5879A 5879B 5893A 5893B 5908A 5908B 5924A 5924B have been sent

Your cumulative score for the specimen/test combinations that you reported was 258 out of a possible 258
The mean score calculated from the results returned by UK laboratories testing the specimen/test combinations you examined was 251.44
with a standard error of 4.03.

Performance rating

Your performance rating for UK NEQAS for Antimicrobial susceptibility (i.e. the number of standard errors by which your cumulative score lies above or below the
mean for UK laboratories) is 1.63

A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.

Your performance rating may change if other participants' results are amended.

No score penalty is incurred for non return of reports, however non return of results may be used as a measure of poor performance.
The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round_only.

Your performance rating over the past 12 distributions Total score you achieved for each of the last 12 distributions

4 Your current performance rating is 1.63 84 Your total score for this distribution is 44
[
£ 34 =¥ 72 o o
B i — .\'_‘\./0—\_._.,,—9—’-0—0\._. > g 60 °

- o

g 0 § 48 — o o °
g 19 g 36 ° o o
L -2+ = 24 o °
& -3+ 12

-4 0

T T T T T T T T T T T 1 T T T T T T T T T T T 1
572957445760580258155831 58495864 5879 5893 5908 5924 572957445760580258155831 58495864 5879 5893 5908 5924
Distribution Distribution

Operated by UK Health Security Agency © Copyright. The data in UK NEQAS reports are confidential. Participants must
61 Colindale Avenue consult the scheme organiser before quoting data from the scheme.
Colindale UK NEQAS for Microbiology

London NW9 5EQ ROFICIEN PO Box 63003

TESTING

s London NW9 1GH Published at 12:25 on Wednesday 25 February 2026

oy




Antimicrobial susceptibility Laboratory :
UK NEQAS 75 ” .
o AN Distribution : 5924 Page 3 of 24
icrobiology )
Dispatch Date : 17-Nov-2025
Specimen : 5924A Escherichia coli from urine
ISO MIC mg/L Result Breakpoints
Reference Lab 1 2 EUCAST CLSI EUCAST CLSI
Amikacin 2 2 S S S<8R>8 S<4 R216
Amoxicillin-clavulanic acid 32 64 SIR R S<32R>32 S<8/4 R=32/16
Ampicillin >64 >64 R R S<8R>8 S<8 R=32
Cephalexin 8 8 S - S<16 R>16
Cefotaxime/non-meningitis 0.064 0.064 S S S<1R>2 S<1R=24
Cefpodoxime 0.5 0.5 S - S<1R>1
Ceftazidime 0.25 0.25 S S S<1R>4 S<4R=16
Ceftazidime-avibactam <0.125 0.125 S S S<8R>8 S<8/4 R=16/4
Ceftriaxone/non-meningitis 0.064 0.064 S S S<1R>2 S<1R=24
Cefuroxime (oral) 8 8 S | S<8R>8 S<4R=232
Ciprofloxacin/non-meningitis1 1 R R S<0.25R>0.5 S<0.25R =1
Fosfomycin (oral) 0.5 0.5 S S S<8R>8 S<64 R=256
Gentamicin 0.5 1 S S S<2R>2 S<2R=8
Mecillinam (oral) 4 4 S S S<8R>8 S<8R=32
Meropenem/non-meningitis 0.016 0.016 S S S<2R>8 S<1R=24
Nitrofurantoin (oral) 16 16 S S S<64 R>64 S<32 R=128
Piperacillin-tazobactam 8 4 S S S<8R>8 S<8/4 R=32/4
Temocillin 16 32 IIR - S<0.001 R>16
Trimethoprim (oral) 4 4 S S S<4R>4 S<8R216
Trimeth-sulpha 0.25 0.25 S S S<2R>4 S<2/38 R 24/76
ESBL - - neg neg
Carbapenemase - - neg neg
Amikacin - specimen 5924A
Intended result for guideline EUCAST : S Intended result for guideline CLSI : S
S [ R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 345 0 2 99.4 CLSI 47 6 0 88.7
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 392 6 2
UK 80 1 0
EUCAST methods: S | R CLSI methods: S | R
Automated 175 0 2 Automated 30 0 0
Disk diffusion EUCAST 118 0 0 Disk diffusion CLSI 12 4 0
Gradient strip 5 0 0 MIC broth microdilution 1 2 0
MIC broth microdilution 28 0 0 >1 method used 4 0 0
Other 4 0 0
>1 method used 15 0 0
n 1 6 6 28 25 20 20 21 10 3 2 1 5
Zone size (mm) 17 18 19 20 21 22 23 24 25 26 27 29 30
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Amoxicillin-clavulanic acid - specimen 5924A

Intended result for guideline EUCAST : not examined Intended result for guideline CLSI : R

S | R % concordance S | R % concordance
score score
EUCAST 97 0 379 0.0 CLSI 4 35 10 20.4

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 101 35 389
UK 29 1 114

EUCAST methods: | R CLSI methods: S | R
Automated 9 0 225 Automated 0 19 5
Disk diffusion EUCAST 62 0 102 Disk diffusion CLSI 2 13 4
Gradient strip 9 0 8 Gradient strip 1 0 1
MIC broth microdilution 7 0 18 MIC broth microdilution 0 1 0
Other 3 0 5 >1 method used 1 2 0
>1 method used 7 0 22
n 3 1 3 4 8 7 34 59 51 23 15 8 6 1
Zonesize(mm)6 9 10 11 12 13 14 15 16 17 18 19 20 22
Ampicillin - specimen 5924A
Intended result for guideline EUCAST : R Intended result for guideline CLSI : R
S | R % concordance S | R % concordance
score -1 0 2 score -1 0 2
EUCAST 2 0 457 99.6 CLSI 0 0 56 100
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 2 0 513
UK 0 0 139
EUCAST methods: S | R CLSI methods: S | R
Automated 2 0 231 Automated 0 0 25
Disk diffusion EUCAST 0 0 159 Disk diffusion CLSI 0 0 21
Gradient strip 0 0 10 MIC broth microdilution 0 0 3
MIC broth microdilution 0 0 28 Other 0 0 1
Other 0 0 7 >1 method used 0 0 5
>1 method used 0 0 23

n 194 4 1 1 3
Zonesize(mm)y6 7 8 9 10
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Cephalexin - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score 2 1 0
EUCAST 279 0 7 97.6
Results for all guidelines:

S | R
All 288 0 10
UK 135 0 2
EUCAST methods: S | R
Automated 113 0 4
Disk diffusion EUCAST 127 0 2
Gradient strip 1 0 0
MIC broth microdilution 15 0 0
Other 8 0 0
>1 method used 15 0 1

n 1 1 1 5 15 25 42 35 23 1
Zonesize(mm) 6 12 14 15 16 17 18 19 20 21

Intended result for guideline CLSI : not examined

S | R % concordance

score

CLSI 9 0 3 0.0

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 6 0 2
Disk diffusion CLSI 2 0 1
MIC broth microdilution 0 0 0
Other 1 0 0
>1 method used 0 0 0

Cefotaxime/non-meningitis - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score 2 1 0
EUCAST 352 1 1 99.4
Results for all guidelines:

S | R
All 386 1 1
UK 80 0 0
EUCAST methods: S | R
Automated 183 0 1
Disk diffusion EUCAST 102 1 0
Gradient strip 13 0 0
MIC broth microdilution 27 0 0
Other 5 0 0
>1 method used 22 0 0

15 21 22 16 11 16 4 4 1
31 32

n 1 2 4 4
Zonesize(mm) 19 22 23 24 25 26 27 28 29 30

Intended result for guideline CLSI : S

S | R % concordance
score 2 1 0
CLSI 34 0 0 100

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 19 0 0
Disk diffusion CLSI 13 0 0
MIC broth microdilution 1 0 0
>1 method used 1 0 0

1

33 34
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Cefpodoxime - specimen 5924A

Intended result for guideline EUCAST : S Intended result for guideline CLSI : not examined

S | R % concordance S | R % concordance
score 2 1 0 score
EUCAST 205 0 2 99.0 CLSI 7 0 1 0.0

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 212 0 3
UK 93 0 0
EUCAST methods: S | R CLSI methods: S | R
Automated 58 0 0 Automated 2 0 1
Disk diffusion EUCAST 121 0 2 Disk diffusion CLSI 4 0 0
Gradient strip 3 0 0 MIC broth microdilution 0 0 0
MIC broth microdilution 7 0 0 Other 1 0 0
Other 5 0 0 >1 method used 0 0 0
>1 method used 11 0 0
n 1 2 2 5 16 39 26 25 11 3 5 1
Zonesize (mm) 18 20 21 22 23 24 25 26 27 28 29 34
Ceftazidime - specimen 5924A
Intended result for guideline EUCAST : S Intended result for guideline CLSI : S
S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 441 0 0 100 CLSI 54 0 0 100
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 495 0 0
UK 100 0 0
EUCAST methods: S | R CLSI methods: S | R
Automated 247 0 0 Automated 30 0 0
Disk diffusion EUCAST 131 0 0 Disk diffusion CLSI 17 0 0
Gradient strip 3 0 0 MIC broth microdilution 3 0 0
MIC broth microdilution 29 0 0 >1 method used 4 0 0
Other 7 0 0
>1 method used 24 0 0
n 1 4 7 20 36 42 21 9 7 5 2 1 1

Zonesize(mm) 16 22 23 24 25 26 27 28 29 30 31 33 34
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Ceftazidime-avibactam - specimen 5924A

Intended result for guideline EUCAST : S Intended result for guideline CLSI : S

S [ R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 252 0 0 100 CLSI 28 0 0 100

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 280 0 0
UK 45 0 0
EUCAST methods: S | R CLSI methods: S | R
Automated 102 0 0 Automated 12 0 0
Disk diffusion EUCAST 64 0 0 Disk diffusion CLSI 7 0 0
Gradient strip 45 0 0 Gradient strip 3 0 0
MIC broth microdilution 24 0 0 MIC broth microdilution 3 0 0
Other 4 0 0 >1 method used 3 0 0
>1 method used 13 0 0
n 1 1 5 6 8 10 18 9 4 6 2
Zone size (mm) 17 20 23 24 25 26 27 28 29 30 31
Ceftriaxone/non-meningitis - specimen 5924A
Intended result for guideline EUCAST : S Intended result for guideline CLSI : S
S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 270 0 0 100 CLSI 30 0 0 100
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 300 0 0
UK 47 0 0
EUCAST methods: S | R CLSI methods: S | R
Automated 118 0 0 Automated 9 0 0
Disk diffusion EUCAST 82 0 0 Disk diffusion CLSI 13 0 0
Gradient strip 35 0 0 Gradient strip 1 0 0
MIC broth microdilution 13 0 0 MIC broth microdilution 3 0 0
Other 5 0 0 >1 method used 4 0 0
>1 method used 17 0 0
n 1 1 7 11 13 30 12 13 4 6 3 2 2 1 1

Zonesize (mm) 24 26 27 28 29 30 31 32 33 34 35 36 37 38 40

© Copyright. The data in UK NEQAS reports are confidential. Participants must
61 Colindale Avenue consult the scheme organiser before quoting data from the scheme.

Colindale UK NEQAS for Microbiology

London NW9 5EQ ROFIIENT PO Box 63003

TESTING

s London NW9 1GH Published at 12:26 on Wednesday 25 February 2026

Operated by UK Health Security Agency

oy




UK NEQAS 7971

Microbiology

Antimicrobial susceptibility

Laboratory :

Distribution : 5924

Page 8 of 24

Dispatch Date : 17-Nov-2025

Cefuroxime (oral) - specimen 5924A

n

Intended result for guideline EUCAST : S

Intended result for guideline CLSI : |

S | R % concordance S | R % concordance
score score
EUCAST 273 55 6 81.7 CLSI 36 4 1 9.8
Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated

Your method: MIC broth microdilution

All 309 59 7
UK 65 15 1
EUCAST methods: S | R CLSI methods: S | R
Automated 144 35 4 Automated 23 1 0
Disk diffusion EUCAST 87 13 1 Disk diffusion CLSI 10 2 1
Gradient strip 4 0 0 Gradient strip 1 0 0
MIC broth microdilution 14 4 1 MIC broth microdilution 0 1 0
Other 4 3 0 >1 method used 2 0 0
>1 method used 19 0 0

1 2

10 30 37 23 14 3 4 1 1

Zone size (mm) 14 18 19 20 21 22 23 24 25 28 30

Ciprofloxacin/non-meningitis - specimen 5924A

Intended result for guideline EUCAST : R

Intended result for guideline CLSI : R

S | R % concordance S | R % concordance
score -1 0 2 score -1 0 2
EUCAST 17 24 434 91.4 CLSI 2 1 43 93.5
Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated

Your method: MIC broth microdilution
All 19 25 477
UK 7 5 118
EUCAST methods: S R CLSI methods: S | R
Automated 1 2 237 Automated 1 0 27
Disk diffusion EUCAST 11 14 126 Disk diffusion CLSI 1 0 10
Gradient strip 1 5 15 MIC broth microdilution 0 0 3
MIC broth microdilution 0 0 30 Other 0 1 0
Other 2 0 5 >1 method used 0 0 3
>1 method used 2 3 22
n 1 1 2 3 8 13 32 38 31 25 9 6 10 10 5

Zone size (mm) 11 13 14 15 16 17 18 19

20 21 22 23 24 25 26
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Fosfomycin (oral) - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score 2 1 0
EUCAST 341 1 5 98.3

Results for all guidelines:

S | R
All 382 1 5
UK 111 0 1
EUCAST methods: S | R
Automated 132 0 1
Disk diffusion EUCAST 151 0 3
Gradient strip 13 1 0
MIC broth microdilution 17 0 1
Other 15 0 0
>1 method used 14 0 0

n 1 2 1 4 6

Intended result for guideline CLSI : S

S | R % concordance
score 2 1 0
CLSI 41 0 0 100

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC gradient

CLSI methods: S | R
Automated 17 0 0
Disk diffusion CLSI 20 0 0
MIC broth microdilution 0 0 0
>1 method used 4 0 0

21 26 17 27 16 25 12 16 9 7 3 1

Zone size (mm) 18 21 22 23 24 25 26 27 28 29 30 31 32 33 34 35 36

Gentamicin - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score 2 1 0
EUCAST 479 0 3 99.4

Results for all guidelines:

S | R
All 537 2 3
UK 148 0 0
EUCAST methods: S | R
Automated 242 0 2
Disk diffusion EUCAST 166 0 1
Gradient strip 10 0 0
MIC broth microdilution 30 0 0
Other 9 0 0
>1 method used 22 0 0

n 3 8 17 36 45 26 23 14 21 11 5
Zonesize(mm) 16 17 18 19 20 21 22 23 24 25 26

Intended result for guideline CLSI : S

S | R % concordance
score 2 1 0
CLSI 58 2 0 96.7

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 35 0 0
Disk diffusion CLSI 15 2 0
MIC broth microdilution 3 0 0
>1 method used 5 0 0
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Mecillinam (oral) - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score
EUCAST 171 0 60 74.0
Results for all guidelines:

S | R
All 172 0 61
UK 87 0 34
EUCAST methods: S | R
Automated 36 0 16
Disk diffusion EUCAST 116 0 38
Gradient strip 6 0 0
MIC broth microdilution 1 0 1
Other 5 0 0
>1 method used 8 0 5

n 100 1 5 4 7
Zonesize(mm)6 8 11 12 13 14 15 16 17 18

20 46 41 28 7 2 1 1

Intended result for guideline CLSI : S

S | R % concordance

score

CLSI 1 0 1 50.0

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC gradient

CLSI methods: S | R
Automated 0 0 0
Disk diffusion CLSI 1 0 0
MIC broth microdilution 0 0 0
>1 method used 0 0 0

1

19 20 22 27

Meropenem/non-meningitis - specimen 5924A

Intended result for guideline EUCAST : S

S | R % concordance
score 2 1 0
EUCAST 467 0 2 99.6
Results for all guidelines:

S | R
All 517 0 2
UK 123 0 1
EUCAST methods: S | R
Automated 239 0 1
Disk diffusion EUCAST 156 0 1
Gradient strip 6 0 0
MIC broth microdilution 31 0 0
Other 8 0 0
>1 method used 27 0 0

31 15 6
34 35

n 1 1 2 1 6 8 29 21 44 26
Zonesize(mm) 21 23 25 26 28 29 30 31 32 33

Intended result for guideline CLSI : S

S | R % concordance
score 2 1 0
CLSI 50 0 0 100

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R

Automated 31 0 0

Disk diffusion CLSI 13 0 0

MIC broth microdilution 3 0 0

>1 method used 3 0 0
2 1 2

36 37 39 40
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Nitrofurantoin (oral) - specimen 5924A

Intended result for guideline EUCAST : S Intended result for guideline CLSI : S

S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 465 0 0 100 CLSI 52 1 0 98.1

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

All 517 1 0

UK 147 0 0

EUCAST methods: S | R CLSI methods: S | R
Automated 218 0 0 Automated 27 0 0
Disk diffusion EUCAST 194 0 0 Disk diffusion CLSI 22 1 0
Gradient strip 3 0 0 MIC broth microdilution 1 0 0
MIC broth microdilution 20 0 0 >1 method used 2 0 0
Other 9 0 0

>1 method used 22 0 0

n 1 3 5 7 8 11 19 25 59 45 30 15 6 6 2 1

Zone size (mm) 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 28

Piperacillin-tazobactam - specimen 5924A

Intended result for guideline EUCAST : S Intended result for guideline CLSI : S

S | R % concordance S | R % concordance

score score

EUCAST 353 1 96 78.4 CLSI 36 3 7 78.3

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

All 389 4 103
UK 96 2 26
EUCAST methods: S | R CLSI methods: S | R
Automated 199 0 22 Automated 20 1 3
Disk diffusion EUCAST 97 0 48 Disk diffusion CLSI 9 2 4
Gradient strip 8 1 11 MIC broth microdilution 3 0 0
MIC broth microdilution 28 0 4 >1 method used 4 0 0
Other 3 0 3
>1 method used 19 0 8

n 1 3 30 37 41 30 25 9 4 7 4 1 1
Zone size (mm) 13 17 18 19 20 21 22 23 24 25 26 28 30
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Temocillin - specimen 5924A
Intended result for guideline EUCAST : not examined

S | R % concordance

score

EUCAST 9 160 8 0.0

Results for all guidelines:

S | R
All 11 160 8
UK 5 83 4
EUCAST methods: S | R
Automated 2 86 1
Disk diffusion EUCAST 6 55 5
Gradient strip 0 1 2
MIC broth microdilution 0 11 0
Other 0 4 0
>1 method used 1 4 0

n 1 1 1 1 1 6 6 16 10 9 7 1

Zonesize(mm) 6 14 15 16 17 18 19 20 21

Intended result for guideline CLSI : not examined

S | R % concordance

score

CLSI 2 0 0 0.0

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 2 0 0
Disk diffusion CLSI 0 0 0
MIC broth microdilution 0 0 0
>1 method used 0 0 0

2

22 23 24 25 26

Trimethoprim (oral) - specimen 5924A
Intended result for guideline EUCAST : S

S | R % concordance

score

EUCAST 269 2 37 0.0

Results for all guidelines:

S | R
All 275 2 37
UK 128 0 16
EUCAST methods: S | R
Automated 107 2 6
Disk diffusion EUCAST 126 0 25
Gradient strip 2 0 3
MIC broth microdilution 12 0 1
Other 7 0 1
>1 method used 16 0 1

n 3 1 1 2 2 10 11 35 34 32 20 8

Zonesize(mm)y6 7 9 10 12 13 14 15 16 17

Intended result for guideline CLSI : S

S | R % concordance
score 2 1 0
CLSI 6 0 0 100

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 4 0 0
Disk diffusion CLSI 1 0 0
MIC broth microdilution 0 0 0
>1 method used 0 0 0

3 1 1

18 19 20 21 22 30
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Dispatch Date : 17-Nov-2025

Trimeth-sulpha - specimen 5924A

Intended result for guideline EUCAST : S Intended result for guideline CLSI : S

S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 397 0 1 99.7 CLSI 58 0 0 100

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

All 455 0 1

UK 81 0 0

EUCAST methods: S | R CLSI methods: S | R
Automated 203 0 1 Automated 32 0 0
Disk diffusion EUCAST 139 0 0 Disk diffusion CLSI 19 0 0
Gradient strip 8 0 0 MIC broth microdilution 3 0 0
MIC broth microdilution 27 0 0 >1 method used 4 0 0
Other 4 0 0

>1 method used 17 0 0

n 2 1 6 4 5 11 18 24 37 28 27 6 1 2 1

Zone size(mm) 15 16 17 18 19 20 21 22 23 24 25 26 27 28 32

ESBL - specimen 5924A

Intended result for guideline EUCAST : negative Intended result for guideline CLSI : negative
POS NEG % concordance POS NEG % concordance

score 0 2 score 0 2

EUCAST 3 322 99.1 CLSI 2 41 95.3

Results for all guidelines:

POS NEG Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 5 363
UK 0 78

EUCAST methods: R S CLSI methods: R S
Automated 1 156 Automated 0 18
Disk diffusion EUCAST 0 119 Disk diffusion CLSI 0 14
Gradient strip 0 1 MIC broth microdilution 1 1
MIC broth microdilution 0 18 >1 method used 1 8
Other 2 14

>1 method used 0 15
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Dispatch Date : 17-Nov-2025

Carbapenemase - specimen 5924A

Intended result for guideline EUCAST : negative Intended result for guideline CLSI : negative
POS NEG 9% concordance POS NEG % concordance

score 0 2 score 0 2

EUCAST O 276 100 CLSI 0 37 100

Results for all guidelines:

POS NEG Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

All 0 313
UK 0 63
EUCAST methods: YES NO CLSI methods: YES NO
Automated 0 126 Automated 0 18
Disk diffusion EUCAST 0 99 Disk diffusion CLSI 0 10
Gradient strip 0 1 MIC broth microdilution 0 0
MIC broth microdilution 0 16 Other 0 3
Other 0 20 >1 method used 0 6
>1 method used 0 14
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Distribution : 5924 Page 15 of 24

Dispatch Date : 17-Nov-2025

Enterococcus faecalis from blood

Specimen : 5924B

ISO MIC mg/L Result Breakpoints
Reference Lab 1 2 EUCAST CLSI EUCAST CLSI
Ampicillin 2 1 S S S<4R>4 S<8 R=16
Daptomycin 1 4 S S/ ECOFF=4 S<2 R=8
Gentamicin-HLR 16 8 neg neg Neg< 128 Pos>128 R=500
Imipenem 2 1 | S S<0.001 R>4 infer from amp
Linezolid 2 1 S S S<4R>4 S<2 R=8
Teicoplanin >64 >64 R R S<2R>2 S<8 R=32
Vancomycin >64 >64 R R S<4R>4 S<4R=232
Ampicillin - specimen 5924B
Intended result for guideline EUCAST : S Intended result for guideline CLSI : S
S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 507 0 2 99.6 CLSI 59 0 0 100
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 566 0 2
UK 150 0 0
EUCAST methods: S | R CLSI methods: S | R
Automated 250 0 1 Automated 28 0 0
Disk diffusion EUCAST 186 0 0 Disk diffusion CLSI 22 0 0
Gradient strip 9 0 1 MIC broth microdilution 3 0 0
MIC broth microdilution 30 0 0 Other 1 0 0
Other 9 0 0 >1 method used 5 0 0
>1 method used 24 0 0

n 2 1 5 4 10 19 24 38 45 44 18 4 2 6 6 3 3 1 1
Zone size (mm) 10 11 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27 28 29
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Microbi SR Distribution : 5924 Page 16 of 24
icrobiology =y 12021
Dispatch Date : 17-Nov-2025
Daptomycin - specimen 5924B
Intended result for guideline EUCAST : S Intended result for guideline CLSI : not examined
S | R % concordance S I R % concordance
score score
EUCAST 68 4 5 0.0 CLSI 51 1 0 0.0
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 119 5 5
UK 25 1 1
EUCAST methods: S | R CLSI methods: S | R
Automated 32 4 3 Automated 14 1 0
Disk diffusion EUCAST 18 0 0 Disk diffusion CLSI 2 0 0
Gradient strip 18 0 0 Gradient strip 16 0 0
MIC broth microdilution 6 0 1 MIC broth microdilution 3 0 0
Other 0 0 0 Other 1 0 0
>1 method used 4 0 1 >1 method used 5 0 0
n
Zone size (mm)
Gentamicin-HLR - specimen 5924B
Intended result for guideline EUCAST : negative Intended result for guideline CLSI : negative
POS NEG % concordance POS NEG % concordance
score 0 2 score 0 2
EUCAST 11 388 97.2 CLSI 6 38 86.4
Results for all guidelines:
POS NEG Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 17 426
UK 4 113
EUCAST methods: YES NO CLSI methods: YES NO
Automated 6 179 Automated 6 20
Disk diffusion EUCAST 4 136 Disk diffusion CLSI 0 8
Gradient strip 0 22 Gradient strip 0 1
MIC broth microdilution 0 24 MIC broth microdilution 0 1
Other 0 7 >1 method used 0 6
>1 method used 1 23
n 1 2 1 3 11 17 24 41 20 14 7 2 1 4 1 1 1 1
Zonesize(mm)y6 8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 30

© Copyright. The data in UK NEQAS reports are confidential. Participants must
61 Colindale Avenue consult the scheme organiser before quoting data from the scheme.

Colindale UK NEQAS for Microbiology

London NW9 5EQ ROFIIENT PO Box 63003

TESTING

s London NW9 1GH Published at 12:26 on Wednesday 25 February 2026

Operated by UK Health Security Agency

oy




Antimicrobial susceptibility Laboratory :

UK NEQAS 7971

Distribution : 5924 Page 17 of 24

Microbiology % \ /:’01

Dispatch Date : 17-Nov-2025

Imipenem - specimen 5924B

Intended result for guideline EUCAST : | Intended result for guideline CLSI : S

S | R % concordance S | R % concordance
score 1 2 0 score 2 1 0
EUCAST 30 271 2 89.4 CLSI 8 1 1 80.0

Results for all guidelines:

S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 38 272 3
UK 1 26 0
EUCAST methods: S | R CLSI methods: S | R
Automated 21 135 1 Automated 3 1 0
Disk diffusion EUCAST 5 90 0 Disk diffusion CLSI 4 1 1
Gradient strip 0 14 0 MIC broth microdilution 0 0 0
MIC broth microdilution 1 18 0 Other 1 0 0
Other 1 4 0 >1 method used 0 0 0
>1 method used 2 9 1
n 1 1 1 4 2 15 33 23 12 10 1 1 1
Zone size (mm) 17 19 21 22 23 24 25 26 27 28 29 30 31
Linezolid - specimen 5924B
Intended result for guideline EUCAST : S Intended result for guideline CLSI : S
S | R % concordance S | R % concordance
score 2 1 0 score 2 1 0
EUCAST 497 1 2 99.4 CLSI 52 3 0 94.5
Results for all guidelines:
S | R Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution
All 549 4 2
UK 144 0 1
EUCAST methods: S | R CLSI methods: S | R
Automated 252 0 0 Automated 30 0 0
Disk diffusion EUCAST 172 1 1 Disk diffusion CLSI 13 2 0
Gradient strip 9 0 1 Gradient strip 1 0 0
MIC broth microdilution 30 0 0 MIC broth microdilution 2 0 0
Other 9 0 0 Other 1 0 0
>1 method used 25 0 0 >1 method used 6 1 0
n 1 2 12 36 49 48 25 19 12 1 2 1

Zonesize(mm) 18 19 20 21 22 23 24 25 26 27 28 30
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Microbiology

Dispatch Date : 17-Nov-2025

Teicoplanin - specimen 5924B

Intended result for guideline EUCAST : R

S | R % concordance
score -1 0 2
EUCAST 3 0 465 99.4
Results for all guidelines:

S | R
All 9 6 487
UK 1 0 145
EUCAST methods: S | R
Automated 1 0 229
Disk diffusion EUCAST 0 0 121
Gradient strip 1 0 44
MIC broth microdilution 0 0 33
Other 0 0 8
>1 method used 1 0 30

n 4 6 10 11 27 17 10 4 1 2

Zonesize(mm)6 7 8 9

1

1

10 11 12 13 14 15 17 19

Intended result for guideline CLSI : R

S | R % concordance

score

CLSI 6 6 22 0.0

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 5 3 8
Disk diffusion CLSI 0 2 7
Gradient strip 0 0 3
MIC broth microdilution 0 0 0
Other 0 1 0
>1 method used 1 0 4

Vancomycin - specimen 5924B

Intended result for guideline EUCAST : R

S | R % concordance
score -1 0 2
EUCAST 2 1 509 99.4
Results for all guidelines:

S | R
All 3 1 568
UK 0 0 152
EUCAST methods: S | R
Automated 2 0 224
Disk diffusion EUCAST 0 1 159
Gradient strip 0 0 51
MIC broth microdilution 0 0 34
Other 0 0 11
>1 method used 0 0 31

n 184 5 5 1 1 1
Zonesize(mm)y6 7 8 9 12 13

Intended result for guideline CLSI : R

S | R % concordance
score -1 0 2
CLSI 1 0 59 98.3

Your guideline: EUCAST/ EUCAST affiliated
Your method: MIC broth microdilution

CLSI methods: S | R
Automated 1 0 30
Disk diffusion CLSI 0 0 15
Gradient strip 0 0 4
MIC broth microdilution 0 0 2
Other 0 0 1
>1 method used 0 0 7
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Distribution 5924

Specimen 5924A

This Escherichia coli from urine was Susceptible (S) to amikacin, cephalexin, cefotaxime,
cefpodoxime, ceftazidime, ceftazidime-avibactam, ceftriaxone, cefuroxime, fosfomycin,
gentamicin, mecillinam, meropenem, nitrofurantoin, piperacillin-tazobactam, trimethoprim and
trimethoprim-sulphamethoxazole. Resistant (R) to ampicillin and ciprofloxacin.

Breakpoints for uncomplicated UTI were used to interpret amikacin, amoxicillin-clavulanate,
cephalexin, cefuroxime, cefpodoxime, fosfomycin, gentamicin, mecillinam, nitrofurantoin and
trimethoprim. For cefotaxime, ceftriaxone, and meropenem the breakpoints for indications
other than meningitis were used.

The table below shows the level of difficulty for each agent tested and resistance mechanisms

present:
Whole Genome
Agent Ref MIC Ref L_e\_/el of | Complexity Sequenc_ing (WGS)
(mg/L) SIR difficulty of task / Resistance
mechanism
Amikacin (UTI BPs) 2 S LOW LOW
Amoxicillin-clavulanate 64 R LOW LOW Resistance to
(oral) ampicillin and
amoxicillin-
clavulanate,
is conferred by
production of the
B-Lactamase
TEM-1
Ampicillin > 64 R LOW LOW
Cefalexin (UTI BPs) 8 S LOW LOW
Cefotaxime (non-men 0.064 S LOW LOW
BPs)
Cefpodoxime (UTI BPs) 0.5 S LOW LOW
Ceftazidime 0.25 S LOW LOW
Ceftazidime-avibactam 0.125 S LOW LOW
Ceftriaxone (non-men 0.064 S LOW LOW
BPs)
Cefuroxime (oral BPs) 8 S HIGH LOW
1 R LOW LOW Fluoroquinolone
resistance is
. . caused by mdfA
Ciprofloxacin .
efflux conferring
resistance to
fluoroquinolones
Fosfomycin (oral) 0.5 S LOW HIGH
Gentamicin (UTI BPs) 1 S LOW LOW
Mecillinam (UTI BPs) 4 S HIGH LOW
Meropenem (non-men 0.016 S LOW LOwW
BPs)
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Nitrofurantoin (UTI 16 S LOW LOW

BPs)

Piperacillin/tazobactam 4 S HIGH LOW

Temocillin 32 R HIGH LOW

Trimethoprim (UTI BPs) 4 S HIGH LOW

Trimethoprim- 0.25 S LOW LOW

sulphamethoxazole

Concordance was excellent (295%), very good (90-94%) or good (85-89%) for all agents
tested, except amoxicillin-clavulanate, cefuroxime, mecillinam and piperacillin/tazobactam.

For amoxicillin-clavulanate, reference MICs were 32 and 64 mg/L. Categorisation was affected
by the breakpoints used. Using the clinical breakpoints for infections originating from the
urinary tract (0.001 mg/L and 8 mg/L), the isolate would have been categorised as Resistant
whereas using the clinical breakpoint for uncomplicated UTI only (32 mg/L) the isolate would
have been categorised as Resistant for MIC > 32 mg/L and Susceptible for MIC < 32 mg/L.
This agent was not scored, as it spanned the breakpoint.

For cefuroxime, reference MICs were 8 mg/L; the concordance was 81.7%. The cefuroxime
oral breakpoints for uncomplicated UTI (8 mg/L) should have been used. Using the cefuroxime
IV breakpoints (0.001 mg/L and 8 mg/L) would have resulted in categorisation of the isolate
as Susceptible, increased exposure (I). This agent was not scored.

For mecillinam the concordance was 74%. The reference MICs were 4 mg/L, interpreted as
susceptible and below the clinical breakpoint of S < 8 mg/L. Low concordance could therefore
be due to the MIC being near to the breakpoint. The EUCAST recommended method for
mecillinam MIC determination is agar dilution; however, participants using disk diffusion or
automated methods were most likely to report the intended result of Susceptible (Table 1).
Laboratories are reminded that when reading mecillinam susceptibility tests, colonies inside
the zone of inhibition should be ignored. Participants reporting Resistant (R), particularly those
using automated methods, should review their methods and clinical breakpoints employed for
interpretation.

Table 1: Susceptibility of E. coli (5924A) to mecillinam reported by participants using
EUCAST guidelines and different methods.

Method No. participants responding

S I R
Automated 36 (69.2%) 0 (0%) 16 (30.8%)
Disk diffusion 115 (75.2%) 0 (0%) 38 (24.8%)
MIC* 7 (87.5%) 0 (0%) 1 (12.5%)
Other 13 (72.2%) 0 (0%) 5 (27.7%)
Total 171 (74.0%) 0 (0%) 60 (26.1%)

*primarily gradient strip testing; The correct result is shaded; percentages only provided
where the total number of participants using a method is =20.
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For piperacillin/ftazobactam the concordance was 78.4%. The reference MICs were 8 and 4
mg/L and interpreted as Susceptible (breakpoint = 8 mg/L). Participants using automated
methods were most likely to report the intended result of Susceptible (Table 2). Low
concordance could therefore be due to the MIC and zone diameters being near to the
breakpoints.

Table 2: Susceptibility of E. coli (5924A) to piperacillin/tazobactam reported by participants
using EUCAST guidelines and different methods.

Method No. participants responding

S I R
Automated 199 (90%) 0 (0%) 22 (9.9%)
Disk diffusion 96 (66.6%) 0 (0%) 48 (33.3%)
MIC* 36 (69.2%) 1 (1.9%) 15 (28.8%)
Other 22 (66.6%) 0 (0%) 11 (33.3%)
Total 353 (78.4%) 1 (0.2%) 96 (21.3%)

*primarily gradient strip testing. The correct result is shaded; percentages only provided
where the total number of participants using a method is =20.

There were no methodological or interpretive issues for specimen 5924A. Overall level
of difficulty: HIGH***
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Specimen 5924B

This Enterococcus faecalis from blood was Susceptible (S) to ampicillin and linezolid but
Resistant (R) to teicoplanin and vancomycin. This isolate was categorised as Susceptible,
increased exposure (l) to imipenem based on the ‘off-scale’ S breakpoint*. The isolate was
also ‘negative’ in the high-level gentamicin resistance test, meaning that the isolate is wild-
type for gentamicin (i.e. the isolate does not produce an aminoglycoside-modifying enzyme).
Formal categorisation of the daptomycin MIC cannot be given as there is insufficient evidence
to set a clinical breakpoint (‘'IE’ in the EUCAST v.15.0 breakpoint tables). The daptomycin MIC
is in the range observed in isolates without acquired resistance (ECOFF** = 4 mg/L); however,
correlation with treatment outcome is unknown.

The table below shows the level of difficulty for each agent tested and resistance mechanisms

resent:
Whole Genome
Agent Ref MIC Ref L'e\./el of | Complexity Se(%'gg():'/ng
(mg/L) SIR difficulty of task Resistance
mechanism
Ampicillin 1 S LOW LOW
Daptomycin (ECOFF) 4 S HIGH LOW
HLR Gentamicin 8 LLR, LOW LOW
Negative
test
Imipenem 1 I LOW LOW
Linezolid 1 S LOW LOW
Teicoplanin > 64 R LOW LOW Resistance to
Vancomycin > 64 R LOW LOW both
vancomycin and
teicoplanin is
associated with
vanA

Concordance was excellent (295%), very good (90-94%) or good (85-89%) for all agents
tested.

Concordance was 89.7% for daptomycin with the lowest % concordance seen amongst
laboratories using automated methods. Variability between laboratories and daptomycin
susceptibility tests has been observed, even for reference MIC tests (see
Daptomycin_guidance note - revised 20250423.pdf).

Table 3: Susceptibility of E. faecalis (5924B) to daptomycin reported by participants using
EUCAST guidelines and different methods.

Method No. participants responding

S I R
automated 32 (82.1%) 4 (10.3%) 3 (7.7%)
Disk diffusion 18 0 0
MIC* 24 (96%) 0 1 (4%)
Other 4 0 1
Total 78 (89.7%) 4 (4.6%) 5 (5.7%)
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*primarily gradient strip testing. The correct result is shaded; percentages only provided
where the total number of participants using a method is =20.

Concordance for imipenem was 89.4% with 9.9% of participants reporting this isolate as
Susceptible (S) despite the S breakpoint being <0.001 mg/L, which categorises wildtype
(typical of the species) organisms as Susceptible, increased exposure (I). Participants
reporting as Susceptible (S) (who were also more likely to be using automated methods)
should review the breakpoints utilised.

Table 4: Susceptibility of E. faecalis (5924B) to imipenem reported by participants using
EUCAST guidelines and different methods.

Method No. participants responding

S I R
automated 21 (13.4%) 135 (86%) 1 (0.6%)
Disk diffusion 5 (5.3%) 90 (94.7%) 0
MIC 1 (3%) 32 (97%) 0
Other 3 13 1
Total 30 (9.9%) 270 (89.4%) 2 (0.7%)

The correct result is shaded; percentages only provided where the total number of
participants using a method is =20.

There were no methodological or interpretive issues for specimen 5924B. Overall level
of difficulty: LOW***

* All “wild type” organisms of this species for this agent are categorised as Susceptible,
increased exposure (1), which highlights the need for increased doses or the most effective
mode of administration of the antimicrobial agent.

** Epidemiological Cut OFFs (ECOFFs) distinguish between organisms with and without
acquired resistance mechanisms. Breakpoints in brackets document:
https://www.eucast.org/fileadmin/src/media/PDFs/EUCAST _files/Guidance _documents/Brea
kpoints _in_brackets.pdf. Although clinical reporting of resistant is acceptable when
interpreting using ECOFFs, reporting of Susceptible or Susceptible, increased exposure
should be avoided. For NEQAS reporting participants are requested to continue to report as
S/IR.

*** Difficulty/Complexity Rating Criteria

LOW HIGH
[I)'i(:;?iﬁ; MIC >1x log2 of breakpoint MIC within 1x log2 of breakpoint
Methodological issues & reading
Complexity o difficulties.
of task No methodological issues - e..g..Method by Broth .
microdilution (BMD), fosfomycin/
mecillinam: colonies inside zone
Overall <2 agents with high difficulty or >2 with high difficulty or
level complexity complexity
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Only EUCAST and CLSI breakpoints are presented in the report. Performance is assessed
against EUCAST MIC breakpoints. Details of the EUCAST breakpoints and organisation are
available on the EUCAST website at www.eucast.org and details of CLSI breakpoints and
organisation are available at www.clsi.org

Reference MICs were determined by the ISO reference method, broth microdilution or agar
dilution where appropriate. MICs were interpreted according to current EUCAST guidelines
and CLSI guidelines.

Additional tests used by laboratories for confirmation e.g. mecA PCR are not scored. Users of
the Stokes method are included in the 'not specified' group under the guideline followed. Totals
in the 'result by guideline' tables include results for all participants including those who did not
state a guideline/method.

Scoring: For details please refer to the ‘bacteriology scoring’ document available on our
website; click on the ‘Scoring’ tab

Test results should be reported to UK NEQAS in accordance with the scheme
information and any relevant internationally agreed guidance (e.g. EUCAST or CLSI).
Test results should be reported as found in the test results fields. Where there is a
difference between test results obtained and results that you would report, the reported
results should be entered into the reported results fields following international
guidelines and NOT local policies.

Enquiries For repeat specimens please order using the web form or e-mail
organiser@uknegasmicro.org.uk stating your laboratory identification number, the distribution
name and number, and specimen numbers. For any technical enquires related to this
distribution, please contact Dr Jennifer Henderson using the email address above. In-house
test results are available should you experience a technical failure and wish to discuss the
results. Digital images of the isolates included in this distribution are only available on our
secure website; click on the DIST button to access intended results and images, usually
available on the day following the closing date.

END OF REPORT
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