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Intended Result Your Report Your Score

Specimen 5927A  Toxigenic Clostridioides difficile Toxigenic Clostridioides difficile 2

Specimen 5927B  Toxigenic Clostridioides difficile Toxigenic Clostridioides difficile 2

Cumulative score information
Total number of specimens sent to you for UK NEQAS for Clostridioides difficile over the last 4 distributions is 8
Specimen numbers 9026 9027 5835A 5835B 5881A 5881B 5927A 5927B have been analysed and scored.

Number of reports returned and scored 8

Number of specimens reported as not examined (not scored) 0

Number of specimens received too late for analysis (not scored) 0

Number of specimens for which no report was received (not scored) 0

Your cumulative score for these specimens was 16 out of a possible total of 16

The mean score calculated from the reports returned by UK laboratories was 15.63 with a standard error of 1.47.

Performance rating

Your performance rating for UK NEQAS for Clostridioides difficile (i.e. the number of standard errors by which your cumulative score lies above or below the
mean for UK laboratories) is 0.25.

A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.

Performance ratings may change if other participants' results are amended.

No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.

The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round_only.
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Turn around time: The time taken to report your results was 0 day(s). This information is provided for your own use and does not form part of your performance
assessment.

Comments
Specimen 5927A contained a toxigenic strain of Clostridioides difficile. A very good performance with 98.5% (388/394) of participants attaining the correct result.

Specimen 5927B contained a toxigenic strain of Clostridioides difficile. A very good performance with 98.2% (387/394) of participants attaining the correct result.

Results tables on page 2

In the histograms on page 2 and subsequent pages a maximum of 25 kit/test method results are displayed: this includes the most commonly used methods and the
method(s) used in your laboratory indicated by an arrow(s). The figures in the histograms and those in the overall results tables may differ 1) due to exclusion of kits
displayed in the histograms resulting in apparently lower numbers of data sets in the histograms or 2) due to participants using more than one kit resulting in higher
numbers of data sets in the histograms.

Techlab QuikChek Complete Users

Please note that the GDH results for this assay are entered against the assay name ‘QuikChek Complete (GDH)' and the toxin results for this assay against
‘QuikChek Complete (Tox)'.

Molecular platform Users

Participants using molecular methods which target the toxin genes only, upon obtaining a negative result should use one of the following reporting options: Specimen
CDT negative or toxigenic C. difficile negative (molecular users).

Acknowledgements: We thank colleagues at the UK Anaerobic Reference Unit (UKARU), Public Health Wales, Cardiff for the supply of strains and provision of
confirmatory testing.

Enquiries: For repeat specimens, please request using the web form, (https://uknegasmicro.org.uk/participant-info/order-repeat-specimens) stating your
laboratory identification number, the distribution name and number, specimen number(s), and reason for request.
Any technical enquiries related to this distribution, please contact organiser@ukneqasmicro.org.uk stating your laboratory identification number.

Please use the following links for information on:

1. Report format explained https://uknegasmicro.org.uk/participant-info/report-format-explained/

2. How to interpret your performance (cumulative score and performance rating) https://ukneqasmicro.org.uk/interpretation-of-performance-2/
3. Scoring https://uknegasmicro.org.uk/participant-info/information-on-scoring/

4. Bacteriology and mycology specific scoring https://uknegasmicro.org.uk/participant-info/bacteriology-and-mycology-specific-scoring/

5. Homogeneity https://uknegasmicro.org.uk/?r3d=information-of-homogeneity

6. Stability https://uknegasmicro.org.uk/?r3d=information-on-stability

For further information about the Service including confidentiality, please refer to the Directory & Participants Manual
https://uknegasmicro.org.uk/participant-info/directory-participants-manual/

Report authorised by: Dr Jennifer Henderson, Scheme Organiser
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Specimen: 5927A Faeces. The presence of Clostridioides difficile was queried. The specimen contained toxigenic Clostridioides difficile, Citrobacter koseri,
and Enterobacter cloacae.

UK (%) Al (%) Your Report : Toxigenic Clostridioides difficile

Techlab: C. diff Tox A/B Il Lo 14 (4.2) 21 (2.4) Your S 9
Meridian: ImmunoCard A+B + 10 (3.0 22 (2.5) our Score :
QuikChek Complete (Tox) | ¢ 47 (14.2) 106 (12.0)
QuikChek Complete (GDH) = 51 (15.4) 114 (12.9) OverallResults UK Al Score
Seegene: Allplex 1 (0.3) 5 (0.6) e )
. . C. difficile negative 0 0 -1
Cepheid: Xpert C. diff BT 1 (0.3) 5 (0.6) Specimen CE?T neaative 0 0 1
Real-Time Single target 0 (0.0) 6 (0.7) GFI)DH neqative 9 0 0 1
Meridian: P_re_m_ier A+B 5 (1.5) 6 (0.7) Non—toxiggenic C. difficile 0 0 1
Proflow C. difficile GDH 8 (2.4 8 (0.9 Toxigenic C diff.icile 86 235 2
Meridian: Prem_ier GI?H 12 (3.6) 14 (1.6) Specgimen C.DT posiive 28 68 5
Ridaquick 12 (3.6) 16 (1.8) Indeterminate 0 0
C. difficile QuikChek (GDH) 6 (1.8 16 (1.8) GDH pos & CDT neg 0 0 1
BD: MAX 4 (1.2) 16 (1.8) e o i )
Liaison C.difficile GDH 2 (06) 22 (25) TGOS'E"*”'C C&dggge_”gg‘:‘“"e 8 8 ‘11
Liaison C.difficile A&B 4 (12) 23 (26) oo pgz & CDT K}Te S 6 1
Meridian: ImmunoCard GDH 7 (2.1) 24 (2.7) Toxi snic C. difficile (mol) 28 85 5
Meridian: Alethia/illumigene 0 (0.0 25 (2.8) 9 :
SD Biosensor 0 (0.0) 28 (3.2)
BioMerieux: Vidas 16 (48 28 (32) 'o@ 143 394
C. diff Chek 24 (7.3) 29 (3.3)
Culture 2 (0.6) 36 (4.1)
Techlab: C. diff Tox A/B QuikChek 19 (5.7) 37 (4.2)
Serosep: EntericBio 29 (8.8) 38 (4.3)
Unspecified 2 (0.6) 39 (4.4)
Cepheid: Xpert | 45 (13.6) 131 (14.9)
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SDECimeni 5927B Faeces. The presence of Clostridioides difficile was queried. The specimen contained toxigenic Clostridioides difficile, Citrobacter freundii,
and Escherichia coli.

UK (%) Al (%) Your Report : Toxigenic Clostridioides difficile

Techlab: C. diff Tox A/B Il ¢+ 14 (42) 21 (24) oo,
Meridian: ImmunoCard A+B 4+ 10 (3.0) 22 (2.5) :

QuikChek Complete (Tox) | ¢+ 47 (14.2) 107 (12.1)
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Proflow C. difficile GDH 8 (2.4) 8 (0.9) Toxi eni?:C difficile 86 232 2
Meridian: Premier GDH 12 (3.6) 14 (1.6) S ec%men C.DT osiive 28 68 >

Ridaquick 12 (36) 16 (1.8) m%eterminate P 5 0
C. difficile QuikChek (GDH) 6 (1.8) 16 (1.8) Toxiqenic C. difficile negative 0 0 a
BD: MAX 4 12 16 (18 GDE! os&CDT neg 0 0 -1
Liaison C.difficile GDH 2 (06) 22 (25 o0 pos & CDT NTg 1 6 N
Liaison C.difficile A&B 4 (12) 23 (26) oo pos & CDTindet. O 0 1
Meridian: ImmunoCard GDH 7 (2.1) 24 (2.7) Toxi Enic C. difficile (n'10|) 28 87 5
Meridian: Alethia/illumigene 0 (0.0 25 (2.8) 9 )
SD Biosensor 0 (0.0 28 (3.2)
BioMerieux: Vidas 16 (48 28 (32) ‘ol 143 394
C. diff Chek 24 (7.3) 29 (3.3)
Culture 2 (0.6) 36 (4.1)
Techlab: C. diff Tox A/B QuikChek 19 (5.7) 37 (4.2)
Serosep: EntericBio 29 (8.8) 38 (4.3)
Unspecified 2 (0.6) 39 (4.4)
Cepheid: Xpert | 45 (13.6) 133 (15.0)
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