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 Your Report Intended Result  Your Score

 Specimen 5917A  CPO detected  CPO detected  2
 Acinetobacter baumannii complex  Acinetobacter baumannii complex  2
 IMP detected  IMP detected  2
 KPC not detected  KPC not detected  2
 NDM not detected  NDM not detected  2
 OXA-48-like not detected  OXA-48-like not detected  2
 VIM not detected  VIM not detected  2

 Specimen 5917B  CPO detected  CPO detected  2
 Klebsiella pneumoniae  Klebsiella pneumoniae  2
 IMP not detected  IMP not detected  2
 KPC detected  KPC detected  2
 NDM not detected  NDM not detected  2
 OXA-48-like not detected  OXA-48-like not detected  2
 VIM not detected  VIM not detected  2

 
  Turn around time: The time taken to report your results was 0 days. This information is provided for your own use and does not form part of your performance
 assessment. 
  
  Comments 
  Report format: In the method histograms on pages 3 to 14, a maximum of 12 instruments/methods are displayed; these include the most commonly used methods
 and the method(s) used in your laboratory indicated by an arrow(s). The figures in the histograms and those in the overall results tables may differ:
 (1) due to participants using more than one instrument/method resulting in higher numbers of data sets in the histograms, or,
 (2) due to exclusion of kits displayed in the histograms resulting in apparently lower numbers of data sets in the histograms.
 The method category described as 'other' contains a miscellaneous assortment of method responses that were not well defined. 
  
  Specimen 5917A: This specimen contained an Acinetobacter baumannii complex with an IMP carbapenemase.
  CPO detected: A good performance with 91.6% (175/191) of participants reporting 'CPO detected'.
  Pathogen ID: A good performance with 87.6% (149/170) of participants reporting the correct identification.
  Resistance mechanism: IMP: A good performance with 88.4% (153/173) of participants reporting 'IMP detected'. 
  
  Specimen 5917B: This specimen contained an Klebsiella pneumoniae with a KPC carbapenemase.
  CPO detected: A very good performance with 98.0% (191/195) of participants reporting 'CPO detected'.
  Pathogen ID: A very good performance with 96.1% (172/179) of participants reporting the correct identification. One participant reported an incorrect species of K.
 aerogenes, whilst three participants incorrectly reported the presence of Acinetobacter baumannii. Resistance mechanism: KPC: A very good performance with
 96.8% (184/190) of participants reporting 'KPC detected'. 
  
  Acknowledgments: We thank colleagues from the Specialist Antimicrobial Chemotherapy Unit, Wales and the Antimicrobial Resistance and Healthcare Associated
 Infections (AMRHAI), UK Health Security Agency (UKHSA) for the provision of the isolates and confirmatory testing for identification and CPO presence.
 
  Enquiries: For repeat specimens, please request using the web form (https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens) stating your laboratory
 identification number, the distribution name and number, specimen number(s), and reason for request.
 Repeat specimens will be available for 4 weeks after the publication of the intended results.
 Any technical enquiries related to this distribution, please contact organiser@ukneqasmicro.org.uk stating your laboratory identification number.
 
  Please use the following links for information on: 
 1. Report format explained https://ukneqasmicro.org.uk/participant-info/report-format-explained/
 2. How to interpret your performance (cumulative score and performance rating) https://ukneqasmicro.org.uk/interpretation-of-performance-2/
 3. Scoring https://ukneqasmicro.org.uk/participant-info/information-on-scoring/
 4. Bacteriology and mycology specific scoring https://ukneqasmicro.org.uk/participant-info/bacteriology-and-mycology-specific-scoring/
 5. Homogeneity https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity
 6. Stability https://ukneqasmicro.org.uk/?r3d=information-on-stability
 
 For further information about the Service including confidentiality, please refer to the Directory & Participants Manual
 https://ukneqasmicro.org.uk/participant-info/directory-participants-manual/ 
  
  Report authorised by: Dr Jennifer Henderson, Scheme Organiser
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 Cumulative score information 
  
  Total number of specimens sent to you for UK NEQAS for Carbapenemase-Producing Organisms over the last 3 distributions is 6 
  For these distributions specimen numbers 5826A 5826B 5875A 5875B 5917A 5917B have been sent. 
  
 Number of specimens reported too late for analysis (not scored) 0 
  
 Your cumulative score for the specimen/test combinations that you reported was 82 out of a possible total of 82 
  The mean score calculated from the reports returned by UK laboratories testing the specimen/test combinations you examined was 79.75 with a standard error of
 2.65.
  
  Performance rating 
  
 Your performance rating for UK NEQAS for Carbapenemase-Producing Organisms (i.e. the number of standard errors by which your cumulative score lies above
 or below the mean for UK laboratories) is 0.85.
 
 A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. 
  Your performance rating may change if other participants' results are amended. 
  
 No score penalty is incurred for non return of reports. However non reporting of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  CPO detected

CPO detected
CPO not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

(5.2)

96

(91.6)

____

291
165

____
(8.4) -1

175(94.8)

191

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  Acinetobacter baumannii complex (IMP)

Negative result

Number of Reports

 Acinetobacter baumannii complex

0 30 60 90 120 150

 UK(%)  All(%)  Score

____

(12.4)

85

(88.2)75
____

149
10 021

2(87.6)

170

(11.8)

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  Acinetobacter baumannii complex (IMP)

UK (%) All (%)

18 (21.7) 30 (17.9)CHROMID CARBA SMART
0 (0.0) 1 (0.6)Carba NP
0 (0.0) 1 (0.6)MIC evaluation (Micro broth dilution)
0 (0.0) 2 (1.2)Carbapenem inactivation method (CIM)
2 (2.4) 2 (1.2)CLED + meropenem
1 (1.2) 3 (1.8)MacConkey Agar
2 (2.4) 3 (1.8)MIC evaluation (Disk diffusion)
2 (2.4) 8 (4.8)Brilliance CRE
6 (7.2) 11 (6.5)Unspecified

21 (25.3) 28 (16.7)E&O: mSuperCARBA
31 (37.3) 79 (47.0)MALDI-TOF

Number of Reports
0 16 32 48 64 80

 Unexpected pathogen  Negative  Unnamed/unspecified microorganism

 Acinetobacter  Acinetobacter baumannii complex  Incorrect species

 Incorrect genus  Additional unexpected pathogen

 Your Report : Acinetobacter baumannii 
 complex

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
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  PO Box 63003 
  London NW9 1GH  Published at 12:33 on Wednesday 25 February 2026

of 14



Dispatch Date : 20-Oct-2025

Page 4

 Carbapenemase-Producing Organisms

 Distribution : 5917

 Laboratory :

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  IMP detected

IMP detected
IMP not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

20
79

87

(9.2)
(88.4)153
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____
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____
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(90.8)
(11.6)

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  IMP detected

UK (%) All (%)

22 (25.3) 47 (27.2)NG-Test CARBA 5
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.1) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.1) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
0 (0.0) 2 (1.2)Brilliance CRE
2 (2.3) 3 (1.7)EntericBio CPE Screen
3 (3.4) 6 (3.5)BD MAX Check-Points CPO
0 (0.0) 7 (4.0)Allplex Entero-DR
7 (8.0) 13 (7.5)Unspecified
7 (8.0) 21 (12.1)Coris: RESIST-5

44 (50.6) 70 (40.5)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 IMP detected  IMP not detected

 Your Report : IMP detected

 Operated by UK Health Security Agency 
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  KPC not detected

KPC detected
KPC not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

(95.7)
(6.3)

161
____

75
____
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80
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  KPC not detected

UK (%) All (%)

21 (26.3) 43 (26.7)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.3) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.3) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.5) 3 (1.9)EntericBio CPE Screen
2 (2.5) 5 (3.1)BD MAX Check-Points CPO
0 (0.0) 7 (4.3)Allplex Entero-DR
5 (6.3) 11 (6.8)Unspecified
7 (8.8) 21 (13.0)Coris: RESIST-5

41 (51.3) 66 (41.0)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 KPC detected  KPC not detected

 Your Report : KPC not detected

 Operated by UK Health Security Agency 
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  NDM not detected

NDM detected
NDM not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

1
163

(0.6)
(98.8)

80

2
1

____
79

0

____

(1.3)

164

(99.4)

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  NDM not detected

UK (%) All (%)

21 (26.3) 45 (27.4)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.3) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.3) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.5) 3 (1.8)EntericBio CPE Screen
2 (2.5) 5 (3.0)BD MAX Check-Points CPO
0 (0.0) 7 (4.3)Allplex Entero-DR
5 (6.3) 11 (6.7)Unspecified
7 (8.8) 22 (13.4)Coris: RESIST-5

41 (51.3) 66 (40.2)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 NDM detected  NDM not detected

 Your Report : NDM not detected

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
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  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 12:33 on Wednesday 25 February 2026
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  OXA-48-like not detected

OXA-48-like detected
OXA-48-like not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

(1.3)

162

(98.8)79
____

0

____
2

21
160

(1.2)
(98.8)

80

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  OXA-48-like not detected

UK (%) All (%)

21 (26.3) 43 (26.5)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.3) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.3) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.5) 3 (1.9)EntericBio CPE Screen
2 (2.5) 5 (3.1)BD MAX Check-Points CPO
0 (0.0) 7 (4.3)Allplex Entero-DR
5 (6.3) 11 (6.8)Unspecified
7 (8.8) 22 (13.6)Coris: RESIST-5

41 (51.3) 66 (40.7)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 OXA-48-like detected  OXA-48-like not detected

 Your Report : OXA-48-like not detected

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
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 Carbapenemase-Producing Organisms

 Distribution : 5917
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 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  VIM not detected

VIM detected
VIM not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

78
____

0

____

(3.7)

162

(97.5)
3

158
(2.5)

(96.3)

81
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4

 Specimen: 5917A  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Acinetobacter baumannii 
 complex (IMP), Enterococcus faecalis, Klebsiella pneumoniae, and Proteus mirabilis. 
  VIM not detected

UK (%) All (%)

21 (25.9) 43 (26.5)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.2) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.2) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.5) 3 (1.9)EntericBio CPE Screen
3 (3.7) 6 (3.7)BD MAX Check-Points CPO
0 (0.0) 7 (4.3)Allplex Entero-DR
5 (6.2) 11 (6.8)Unspecified
7 (8.6) 21 (13.0)Coris: RESIST-5

41 (50.6) 66 (40.7)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 VIM detected  VIM not detected

 Your Report : VIM not detected

 Operated by UK Health Security Agency 
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 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  CPO detected

CPO detected
CPO not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

4
97

(2.0)

99

(97.9)
-1

191 2

____
2

____

(98.0)

195

(2.1)

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  Klebsiella pneumoniae (KPC)

Unexpected pathogen
Negative result

Incorrect species

Number of Reports

 Klebsiella
 Klebsiella pneumoniae

0 40 80 120 160 200

 UK(%)  All(%)  Score

1

1

1
1

0
____

-1
(1.1)

89

(0.6)
172

(3.4)

179

(1.7)

83

(1.1)

1

3
2

(0.6)
(93.3) 2

0(1.1)

3
0

(1.1)
____

(96.1)

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  Klebsiella pneumoniae (KPC)

UK (%) All (%)

21 (24.1) 34 (19.2)CHROMID CARBA SMART
0 (0.0) 1 (0.6)Carba NP
0 (0.0) 2 (1.1)Carbapenem inactivation method (CIM)
2 (2.3) 2 (1.1)CLED + meropenem
1 (1.1) 2 (1.1)MIC evaluation (Micro broth dilution)
2 (2.3) 3 (1.7)MIC evaluation (Disk diffusion)
1 (1.1) 4 (2.3)MacConkey Agar
2 (2.3) 9 (5.1)Brilliance CRE
6 (6.9) 11 (6.2)Unspecified

21 (24.1) 28 (15.8)E&O: mSuperCARBA
31 (35.6) 81 (45.8)MALDI-TOF

Number of Reports
0 20 40 60 80 100

 Unexpected pathogen  Negative  Unnamed/unspecified microorganism

 Klebsiella  Klebsiella pneumoniae  Incorrect species

 Incorrect genus  Additional unexpected pathogen

 Your Report : Klebsiella pneumoniae

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Carbapenemase-Producing Organisms

 Distribution : 5917
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 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  IMP not detected

IMP detected
IMP not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

____

0
82

____
(96.6)

(4.7)

177

(95.3)

86

(3.4)
171

4
2

6

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  IMP not detected

UK (%) All (%)

21 (24.4) 50 (28.2)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.2) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.2) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.3) 3 (1.7)EntericBio CPE Screen
2 (2.3) 6 (3.4)BD MAX Check-Points CPO
0 (0.0) 8 (4.5)Allplex Entero-DR
5 (5.8) 10 (5.6)Unspecified
8 (9.3) 23 (13.0)Coris: RESIST-5

46 (53.5) 72 (40.7)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 IMP detected  IMP not detected

 Your Report : IMP not detected

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
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  London NW9 5EQ
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 Carbapenemase-Producing Organisms

 Distribution : 5917

 Laboratory :

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  KPC detected

KPC detected
KPC not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

____

2

____
5 (3.2)

(94.7)

190

(5.3)

94

(96.8)
6

89
0

184

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  KPC detected

UK (%) All (%)

22 (23.4) 53 (27.9)NG-Test CARBA 5
0 (0.0) 1 (0.5)eazyplex SuperBug CRE
1 (1.1) 1 (0.5)Luminex: VERIGENE BC-GN
1 (1.1) 1 (0.5)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.5)BioRad: B CARBA
0 (0.0) 2 (1.1)Brilliance CRE
2 (2.1) 3 (1.6)EntericBio CPE Screen
3 (3.2) 7 (3.7)BD MAX Check-Points CPO
0 (0.0) 8 (4.2)Allplex Entero-DR
8 (8.5) 14 (7.4)Unspecified
8 (8.5) 23 (12.1)Coris: RESIST-5

49 (52.1) 76 (40.0)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 KPC detected  KPC not detected

 Your Report : KPC detected
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 Carbapenemase-Producing Organisms

 Distribution : 5917

 Laboratory :

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  NDM not detected

NDM detected
NDM not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

1
2

(0.6)

86

(98.8)
1

176(99.4)

177

(1.2)

____
85

____

0

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  NDM not detected

UK (%) All (%)

21 (24.4) 50 (28.2)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.2) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.2) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.3) 3 (1.7)EntericBio CPE Screen
2 (2.3) 6 (3.4)BD MAX Check-Points CPO
0 (0.0) 8 (4.5)Allplex Entero-DR
5 (5.8) 10 (5.6)Unspecified
8 (9.3) 23 (13.0)Coris: RESIST-5

46 (53.5) 72 (40.7)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 NDM detected  NDM not detected

 Your Report : NDM not detected

 Operated by UK Health Security Agency 
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 Carbapenemase-Producing Organisms

 Distribution : 5917

 Laboratory :

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  OXA-48-like not detected

OXA-48-like not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

2
____

17886

(100)
____

86 (100)178

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  OXA-48-like not detected

UK (%) All (%)

21 (24.4) 50 (28.1)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.2) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.2) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.3) 3 (1.7)EntericBio CPE Screen
2 (2.3) 6 (3.4)BD MAX Check-Points CPO
0 (0.0) 8 (4.5)Allplex Entero-DR
5 (5.8) 11 (6.2)Unspecified
8 (9.3) 23 (12.9)Coris: RESIST-5

46 (53.5) 72 (40.4)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 OXA-48-like detected  OXA-48-like not detected

 Your Report : OXA-48-like not detected

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Carbapenemase-Producing Organisms

 Distribution : 5917

 Laboratory :

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  VIM not detected

VIM not detected

Number of Reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

(100)

86

2
____

177

177 (100)
____

86

 Specimen: 5917B  Rectal Swab: The presence of carbapenemase producing organisms was queried. Specimen contained Klebsiella pneumoniae (KPC), 
 Enterobacter cloacae, Escherichia coli, and Hafnia alvei. 
  VIM not detected

UK (%) All (%)

21 (24.4) 50 (28.2)NG-Test CARBA 5
0 (0.0) 1 (0.6)Brilliance CRE
0 (0.0) 1 (0.6)eazyplex SuperBug CRE
1 (1.2) 1 (0.6)Luminex: VERIGENE BC-GN
1 (1.2) 1 (0.6)MASTDISCS Combi Carba plus
0 (0.0) 1 (0.6)BioRad: B CARBA
2 (2.3) 3 (1.7)EntericBio CPE Screen
2 (2.3) 6 (3.4)BD MAX Check-Points CPO
0 (0.0) 8 (4.5)Allplex Entero-DR
5 (5.8) 10 (5.6)Unspecified
8 (9.3) 23 (13.0)Coris: RESIST-5

46 (53.5) 72 (40.7)Cepheid: Xpert Carba-R

Number of Reports
0 16 32 48 64 80

 VIM detected  VIM not detected

 Your Report : VIM not detected
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