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 Your Report Intended Result  Your Score

 Specimen 6022A  Past EBV infection  Past EBV infection  2
 Heterophile Ab negative  Heterophile Ab negative  2
 VCA IgM negative  VCA IgM negative  2
 VCA IgG positive  VCA IgG positive  2
 EA IgG negative  EA IgG negative  2
 EBNA IgG negative  EBNA IgG negative  2
 EBV DNA negative  EBV DNA negative  2

 Specimen 6022B  Past EBV infection  Past EBV infection  2
 Heterophile Ab negative  Heterophile Ab negative  2
 VCA IgM negative  VCA IgM negative  2
 VCA IgG positive  VCA IgG positive  2
 EA IgG negative  EA IgG negative  Not scored
 EBNA IgG positive  EBNA IgG positive  2
 EBV DNA negative  EBV DNA negative  2

 Specimen 6022C  No evidence of EBV infection  No evidence of EBV infection  2
 Heterophile Ab negative  Heterophile Ab negative  2
 VCA IgM negative  VCA IgM negative  2
 VCA IgG negative  VCA IgG negative  2
 EA IgG negative  EA IgG negative  2
 EBNA IgG negative  EBNA IgG negative  2
 EBV DNA negative  EBV DNA negative  2

 Specimen 6022D  Acute EBV infection  Acute EBV infection  2
 Heterophile Ab negative  Heterophile Ab negative  2
 VCA IgM positive  VCA IgM positive  2
 VCA IgG positive  VCA IgG positive  2
 EA IgG positive  EA IgG positive  Not scored
 EBNA IgG negative  EBNA IgG negative  2
 EBV DNA negative  EBV DNA negative  2

  Comments: 
  This scheme is not ISO/IEC 17043:2023 accredited at this moment. All principles and practices of the ISO 17043:2023 standard are followed in the
 delivery of this scheme. 

 Please refer to the histograms on subsequent pages for information concerning overall performance and results for each marker. Please refer to the Comments
 pages 15-19 for scheme specific information and further details concerning analytes not scored. 

  Participants using platforms that require more sample volume than provided should e-mail organiser@ukneqasmicro.org.uk to request extra volume. 

 In the histograms on page 3 and subsequent pages a maximum of 12 kit results are displayed: these include the most commonly used methods and the method(s)
 used in your laboratory indicated by an arrow(s). If no method is marked by an arrow it is likely that you did not indicate your method on the web reply form when
 submitting results, please ensure to record your method the next time you are submitting results following instructions on the web reply form. The figures in the
 histograms and those in the overall results tables may differ due to exclusion of kits displayed in the histograms resulting in apparently lower numbers of data sets in
 the histograms. 

 The time taken to report your results was 0-days. This information is provided for your own use and does not form part of your performance assessment.

  Enquiries: 
  Pre-distribution test results are available should you experience a technical failure and wish to discuss the results. Any technical queries about this distribution should
 be addressed to Dr Sanjiv Rughooputh at organiser@ukneqasmicro.org.uk. For repeat specimens in case of an EQA failure, please request using the web form at 
 https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens/. 

  Acknowledgments: 
  We thank colleagues at UKHSA Bristol, UKHSA Birmingham and Gloucestershire Hospitals for their assistance with pre-distribution testing.

  Report authorised by: Dr Sanjiv Rughooputh, Scheme Organiser.
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 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for EBV detection over the last 2 distributions is 8 
  For these distributions specimen numbers 5921A 5921B 5921C 5921D 6022A 6022B 6022C 6022D have been analysed and scored. 
  
  Number of reports analysed 2 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 100 out of a possible total of 100 
  
  The mean score calculated from the reports returned by UK laboratories was 96.44 (with a standard error of 2.33)
  
  Performance rating 
  Your performance rating for UK NEQAS for EBV detection (i.e. the number of standard errors by which your cumulative score lies above or below the mean) for 
 UK laboratories is 1.53. 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.
 Please note your performance rating may alter if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
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 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022A  
  Intended result: past EBV infection

Acute EBV infection
Past EBV infection

No EBV infection

Number of Reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(3.8) -1

3
(94.0)

133

56
(3.2) -1

4 (6.5) 5
125 2

2

____ ____

(90.3)

62

(2.3)

 Specimen: 6022A  
  Intended result: heterophile Ab negative

UK (%) All (%)

1 (50.0) 1 (5.0)Meridian: Monospot
0 (0.0) 1 (5.0)JusChek
0 (0.0) 1 (5.0)CITEST MONO Rapid
0 (0.0) 1 (5.0)Acro Biotech
0 (0.0) 1 (5.0)DIALAB
1 (50.0) 1 (5.0)Biokit: Monogen
0 (0.0) 2 (10.0)VIRapid MONO M&G
0 (0.0) 2 (10.0)Clearview MONO
0 (0.0) 2 (10.0)Other
0 (0.0) 8 (40.0)Clearview IM II

Number of Reports
0 2 4 6 8 10

 Positive  Equivocal  Negative

 Your Report : Heterophile Ab negative

0

Overall Results

2

20

Heterophile Ab negative
------------------------------------------------------------

100

0

All
------------------------------------------------------------

-10
Heterophile Ab equivocal

20
10

UK

% Correct 100

Score

2

Heterophile Ab positive

2

Total

 Your Score : 2

 Specimen: 6022A  
  Intended result: VCA IgM negative

UK (%) All (%)

16 (20.5) 37 (21.9)Abbott: Alinity
0 (0.0) 1 (0.6)Siemens: Immulite
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.2)IDS EBV VCA IgM
1 (1.3) 3 (1.8)Vircell: VirClia
1 (1.3) 3 (1.8)Other
0 (0.0) 5 (3.0)Roche: Elecsys
0 (0.0) 7 (4.1)Euroimmun
5 (6.4) 7 (4.1)Abbott: Architect

15 (19.2) 24 (14.2)bioMerieux: Vidas
39 (50.0) 77 (45.6)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgM negative

VCA IgM equivocal 0 1
175

-10

2

Total

UK Score

100% Correct
81

VCA IgM positive

VCA IgM negative

175
------------------------------------------------------------

0

Overall Results

81

------------------------------------------------------------

0

100

All

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026

of 19



Dispatch Date : 06-Apr-2026

Page 4

 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022A  
  Intended result: VCA IgG positive

UK (%) All (%)

14 (19.7) 34 (21.3)Abbott: Alinity
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 1 (0.6)bioMerieux: Vidas
0 (0.0) 2 (1.3)IDS EBV VCA IgG
1 (1.4) 3 (1.9)Vircell: VirClia
1 (1.4) 3 (1.9)Other
0 (0.0) 5 (3.1)Roche: Elecsys
5 (7.0) 6 (3.8)Abbott: Architect
0 (0.0) 7 (4.4)Euroimmun

12 (16.9) 19 (11.9)bioMerieux: Vidas VCA/EA
37 (52.1) 76 (47.5)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgG positive

All

0

100

------------------------------------------------------------
165

0

Overall Results

------------------------------------------------------------
VCA IgG negative

165

Score

% Correct 100

UK

VCA IgG positive

73Total

-1

273
VCA IgG equivocal 10

0

 Your Score : 2

 Specimen: 6022A  
  Intended result: EA IgG negative

UK (%) All (%)

1 (100) 2 (8.3)IDS EBV EA IgG
0 (0.0) 1 (4.2)Vircell: VirClia
0 (0.0) 1 (4.2)Other
0 (0.0) 5 (20.8)Euroimmun
0 (0.0) 15 (62.5)DiaSorin: Liaison

Number of Reports
0 4 8 12 16 20

 Positive  Equivocal  Negative

 Your Report : EA IgG negative

EA IgG positive

1

Score

% Correct 100

UK

2

Total

0 -1
10

24
EA IgG equivocal

All

0

92.3

------------------------------------------------------------

1

Overall Results

2

------------------------------------------------------------
EA IgG negative

26

 Your Score : 2

 Specimen: 6022A  
  Intended result: EBNA IgG negative

UK (%) All (%)

17 (22.1) 35 (22.3)Abbott: Alinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.3)IDS EBV EBNA IgG
2 (2.6) 2 (1.3)Virion Serion
0 (0.0) 2 (1.3)Siemens: Immulite
1 (1.3) 2 (1.3)Other
1 (1.3) 3 (1.9)Vircell: VirClia
0 (0.0) 4 (2.5)Euroimmun
5 (6.5) 6 (3.8)Abbott: Architect
1 (1.3) 7 (4.5)Roche: Elecsys

12 (15.6) 21 (13.4)bioMerieux: Vidas
38 (49.4) 72 (45.9)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : EBNA IgG negative

Score

% Correct 96.1

UK

EBNA IgG positive

77

2

Total

-10
EBNA IgG equivocal 6 1

153

All

3

95.6

------------------------------------------------------------
1

74

Overall Results

------------------------------------------------------------
EBNA IgG negative

160

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022A  
  Intended result: EBV DNA negative

UK (%) All (%)

1 (25.0) 1 (12.5)Altona: RealStar
2 (50.0) 2 (25.0)In house
1 (25.0) 5 (62.5)ELITech: ELITe MGB

Number of Reports
0 2 4 6 8 10

 Positive  Negative

 Your Report : EBV DNA negative

------------------------------------------------------------
EBV DNA negative

% Correct

210

6

-10

Overall Results

Total

0
------------------------------------------------------------

10
100

UK Score

100

6
EBV DNA positive

All

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022B  
  Intended result: past EBV infection

Past EBV infection

Number of Reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(100)
____

67 (100)

67

2

142

142
____

 Specimen: 6022B  
  Intended result: heterophile Ab negative

UK (%) All (%)

1 (50.0) 1 (5.3)Meridian: Monospot
0 (0.0) 1 (5.3)JusChek
0 (0.0) 1 (5.3)CITEST MONO Rapid
0 (0.0) 1 (5.3)Acro Biotech
0 (0.0) 1 (5.3)DIALAB
1 (50.0) 1 (5.3)Biokit: Monogen
0 (0.0) 2 (10.5)VIRapid MONO M&G
0 (0.0) 2 (10.5)Clearview MONO
0 (0.0) 2 (10.5)Other
0 (0.0) 7 (36.8)Clearview IM II

Number of Reports
0 2 4 6 8 10

 Positive  Equivocal  Negative

 Your Report : Heterophile Ab negative

100

0

All
------------------------------------------------------------
Overall Results

2

0

20

Heterophile Ab negative
------------------------------------------------------------

2

Heterophile Ab positive

UK

100% Correct

Score

2

Total

0 -1

20
10Heterophile Ab equivocal

 Your Score : 2

 Specimen: 6022B  
  Intended result: VCA IgM negative

UK (%) All (%)

17 (23.3) 38 (23.5)Abbott: Alinity
0 (0.0) 1 (0.6)Siemens: Immulite
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.2)IDS EBV VCA IgM
0 (0.0) 2 (1.2)Vircell: VirClia
0 (0.0) 2 (1.2)Other
3 (4.1) 4 (2.5)Abbott: Architect
0 (0.0) 5 (3.1)Roche: Elecsys
0 (0.0) 6 (3.7)Euroimmun

14 (19.2) 23 (14.2)bioMerieux: Vidas
38 (52.1) 76 (46.9)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgM negative

2

Total

VCA IgM positive

74

Score

100% Correct

UK

0 1
166

VCA IgM equivocal
0 -1

------------------------------------------------------------
All

0

100

------------------------------------------------------------
VCA IgM negative

166

74

Overall Results

0

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022B  
  Intended result: VCA IgG positive

UK (%) All (%)

14 (21.5) 34 (22.4)Abbott: Alinity
0 (0.0) 1 (0.7)Trinity
0 (0.0) 1 (0.7)Roche: Cobas e 801
0 (0.0) 1 (0.7)bioMerieux: Vidas
0 (0.0) 2 (1.3)IDS EBV VCA IgG
0 (0.0) 2 (1.3)Vircell: VirClia
0 (0.0) 2 (1.3)Other
3 (4.6) 3 (2.0)Abbott: Architect
0 (0.0) 5 (3.3)Roche: Elecsys
0 (0.0) 6 (3.9)Euroimmun

11 (16.9) 18 (11.8)bioMerieux: Vidas VCA/EA
36 (55.4) 75 (49.3)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgG positive

Total

-1

66

VCA IgG positive

UK Score

% Correct 100

10
0

VCA IgG equivocal
66 2

------------------------------------------------------------

0

100

All

VCA IgG negative

156
------------------------------------------------------------

Overall Results

0

156

 Your Score : 2

 Specimen: 6022B  
  Intended result: EA IgG negative

UK (%) All (%)

1 (100) 2 (8.3)IDS EBV EA IgG
0 (0.0) 1 (4.2)Vircell: VirClia
0 (0.0) 1 (4.2)Other
0 (0.0) 5 (20.8)Euroimmun
0 (0.0) 15 (62.5)DiaSorin: Liaison

Number of Reports
0 4 8 12 16 20

 Positive  Equivocal  Negative

 Your Report : EA IgG negative

1

EA IgG positive

UK

% Correct 100

Score

Total

NS

0 NS

10
NS13EA IgG equivocal

38.5

0

All
------------------------------------------------------------
Overall Results

1

3

26

EA IgG negative
------------------------------------------------------------

 Your Score : Not scored

 Specimen: 6022B  
  Intended result: EBNA IgG positive

UK (%) All (%)

17 (22.4) 35 (22.3)Abbott: Alinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.3)IDS EBV EBNA IgG
2 (2.6) 2 (1.3)Virion Serion
0 (0.0) 2 (1.3)Siemens: Immulite
1 (1.3) 2 (1.3)Other
1 (1.3) 3 (1.9)Vircell: VirClia
0 (0.0) 4 (2.5)Euroimmun
4 (5.3) 5 (3.2)Abbott: Architect
1 (1.3) 7 (4.5)Roche: Elecsys

12 (15.8) 21 (13.4)bioMerieux: Vidas
38 (50.0) 73 (46.5)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : EBNA IgG positive

0

Overall Results

160

------------------------------------------------------------
160

EBNA IgG negative

All

100

0

------------------------------------------------------------
76 2

0
0 1EBNA IgG equivocal

EBNA IgG positive

76
100% Correct

ScoreUK

-1

Total

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022B  
  Intended result: EBV DNA negative

UK (%) All (%)

1 (25.0) 1 (12.5)Altona: RealStar
2 (50.0) 2 (25.0)In house
1 (25.0) 5 (62.5)ELITech: ELITe MGB

Number of Reports
0 2 4 6 8 10

 Positive  Negative

 Your Report : EBV DNA negative

------------------------------------------------------------

10
83.3

ScoreUK All

EBV DNA positive
5

90.0% Correct

EBV DNA negative
------------------------------------------------------------

6

29
1 -11

Total

Overall Results

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022C  
  Intended result: no evidence of EBV infection

No EBV infection

Number of Reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

____
143

143

2

68

(100)68
____

(100)

 Specimen: 6022C  
  Intended result: heterophile Ab negative

UK (%) All (%)

1 (50.0) 1 (5.3)Meridian: Monospot
0 (0.0) 1 (5.3)JusChek
0 (0.0) 1 (5.3)CITEST MONO Rapid
0 (0.0) 1 (5.3)Acro Biotech
0 (0.0) 1 (5.3)DIALAB
1 (50.0) 1 (5.3)Biokit: Monogen
0 (0.0) 2 (10.5)VIRapid MONO M&G
0 (0.0) 2 (10.5)Clearview MONO
0 (0.0) 2 (10.5)Other
0 (0.0) 7 (36.8)Clearview IM II

Number of Reports
0 2 4 6 8 10

 Positive  Equivocal  Negative

 Your Report : Heterophile Ab negative

Overall Results

2

0

Heterophile Ab negative

20
------------------------------------------------------------

0

100

All
------------------------------------------------------------

0 -1
0 1
20

Heterophile Ab equivocal

2

Heterophile Ab positive

UK Score

% Correct 100

2

Total

 Your Score : 2

 Specimen: 6022C  
  Intended result: VCA IgM negative

UK (%) All (%)

17 (21.3) 38 (22.2)Abbott: Alinity
0 (0.0) 1 (0.6)Siemens: Immulite
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.2)IDS EBV VCA IgM
1 (1.3) 3 (1.8)Vircell: VirClia
1 (1.3) 3 (1.8)Other
0 (0.0) 5 (2.9)Roche: Elecsys
0 (0.0) 7 (4.1)Euroimmun
5 (6.3) 7 (4.1)Abbott: Architect

15 (18.8) 24 (14.0)bioMerieux: Vidas
40 (50.0) 78 (45.6)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgM negative

0 -1

174
10VCA IgM equivocal

VCA IgM positive

81
% Correct 100

ScoreUK

2

Total

81

Overall Results

1

------------------------------------------------------------
175

VCA IgM negative

All

99.4

0

------------------------------------------------------------

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
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  London NW9 1GH  Published at 16:06 on Monday 18 May 2026
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022C  
  Intended result: VCA IgG negative

UK (%) All (%)

14 (19.4) 34 (21.4)Abbott: Alinity
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 1 (0.6)bioMerieux: Vidas
0 (0.0) 2 (1.3)IDS EBV VCA IgG
1 (1.4) 3 (1.9)Vircell: VirClia
1 (1.4) 3 (1.9)Other
0 (0.0) 5 (3.1)Roche: Elecsys
5 (6.9) 6 (3.8)Abbott: Architect
0 (0.0) 7 (4.4)Euroimmun

12 (16.7) 19 (11.9)bioMerieux: Vidas VCA/EA
38 (52.8) 75 (47.2)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgG negative

73

VCA IgG positive

UK

% Correct 100

Score

Total

2

0 -1

163
10VCA IgG equivocal

100

0

All
------------------------------------------------------------
Overall Results

73

0

163

VCA IgG negative
------------------------------------------------------------

 Your Score : 2

 Specimen: 6022C  
  Intended result: EA IgG negative

UK (%) All (%)

1 (100) 2 (8.3)IDS EBV EA IgG
0 (0.0) 1 (4.2)Vircell: VirClia
0 (0.0) 1 (4.2)Other
0 (0.0) 5 (20.8)Euroimmun
0 (0.0) 15 (62.5)DiaSorin: Liaison

Number of Reports
0 4 8 12 16 20

 Positive  Equivocal  Negative

 Your Report : EA IgG negative

2

Total

UK Score

% Correct 100
1

EA IgG positive
EA IgG equivocal 10

26

-10
------------------------------------------------------------

0

100

All

EA IgG negative

26
------------------------------------------------------------

0

Overall Results

1

 Your Score : 2

 Specimen: 6022C  
  Intended result: EBNA IgG negative

UK (%) All (%)

17 (22.4) 35 (22.6)Abbott: Alinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.3)IDS EBV EBNA IgG
2 (2.6) 2 (1.3)Virion Serion
0 (0.0) 2 (1.3)Siemens: Immulite
1 (1.3) 2 (1.3)Other
1 (1.3) 3 (1.9)Vircell: VirClia
0 (0.0) 4 (2.6)Euroimmun
4 (5.3) 5 (3.2)Abbott: Architect
1 (1.3) 6 (3.9)Roche: Elecsys

12 (15.8) 21 (13.5)bioMerieux: Vidas
38 (50.0) 72 (46.5)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : EBNA IgG negative

0

76

Overall Results

------------------------------------------------------------
158

EBNA IgG negative

All

100

0

------------------------------------------------------------
-10

EBNA IgG equivocal
158
0 1

100% Correct

ScoreUK

EBNA IgG positive

76

2

Total

 Your Score : 2
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022C  
  Intended result: EBV DNA negative

UK (%) All (%)

1 (25.0) 1 (12.5)Altona: RealStar
2 (50.0) 2 (25.0)In house
1 (25.0) 5 (62.5)ELITech: ELITe MGB

Number of Reports
0 2 4 6 8 10

 Positive  Negative

 Your Report : EBV DNA negative

0 -1

Overall Results

0

Total

EBV DNA negative
------------------------------------------------------------

% Correct
6

10 2

UK Score

6

100

All

EBV DNA positive
------------------------------------------------------------

100
10

 Your Score : 2
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022D  
  Intended result: acute EBV infection

Acute EBV infection
Past EBV infection

Number of Reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

____
-13

68

68 142

(97.9)
(0.0) (2.1)

139
0

(100) 2

____

 Specimen: 6022D  
  Intended result: heterophile Ab negative

UK (%) All (%)

1 (50.0) 1 (5.0)Meridian: Monospot
0 (0.0) 1 (5.0)JusChek
0 (0.0) 1 (5.0)CITEST MONO Rapid
0 (0.0) 1 (5.0)Acro Biotech
0 (0.0) 1 (5.0)DIALAB
1 (50.0) 1 (5.0)Biokit: Monogen
0 (0.0) 2 (10.0)VIRapid MONO M&G
0 (0.0) 2 (10.0)Clearview MONO
0 (0.0) 2 (10.0)Other
0 (0.0) 8 (40.0)Clearview IM II

Number of Reports
0 2 4 6 8 10

 Positive  Equivocal  Negative

 Your Report : Heterophile Ab negative

0 -1

19
12Heterophile Ab equivocal

Heterophile Ab positive

2
% Correct 100

ScoreUK

Total

22

Overall Results

0

------------------------------------------------------------
21

Heterophile Ab negative

All

90.5

0

------------------------------------------------------------

 Your Score : 2

 Specimen: 6022D  
  Intended result: VCA IgM positive

UK (%) All (%)

17 (21.5) 38 (22.4)Abbott: Alinity
0 (0.0) 1 (0.6)Siemens: Immulite
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.2)IDS EBV VCA IgM
0 (0.0) 2 (1.2)Vircell: VirClia
1 (1.3) 3 (1.8)Other
0 (0.0) 5 (2.9)Roche: Elecsys
0 (0.0) 7 (4.1)Euroimmun
5 (6.3) 7 (4.1)Abbott: Architect

15 (19.0) 24 (14.1)bioMerieux: Vidas
40 (50.6) 78 (45.9)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgM positive

------------------------------------------------------------

98.3

0

All

174

VCA IgM negative
------------------------------------------------------------

Overall Results

0

171

Total

-1

80

VCA IgM positive

UK

% Correct 100

Score

2
11VCA IgM equivocal

80 2

 Your Score : 2
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022D  
  Intended result: VCA IgG positive

UK (%) All (%)

14 (19.7) 34 (21.3)Abbott: Alinity
0 (0.0) 1 (0.6)Trinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 1 (0.6)bioMerieux: Vidas
0 (0.0) 2 (1.3)IDS EBV VCA IgG
0 (0.0) 2 (1.3)Vircell: VirClia
1 (1.4) 3 (1.9)Other
0 (0.0) 5 (3.1)Roche: Elecsys
5 (7.0) 6 (3.8)Abbott: Architect
0 (0.0) 7 (4.4)Euroimmun

12 (16.9) 19 (11.9)bioMerieux: Vidas VCA/EA
38 (53.5) 77 (48.1)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : VCA IgG positive

164

VCA IgG negative
------------------------------------------------------------

Overall Results

0

162
------------------------------------------------------------

98.8

1

All

1
11VCA IgG equivocal

71 2

-1

Total 72

VCA IgG positive

UK

% Correct 98.6

Score

 Your Score : 2

 Specimen: 6022D  
  Intended result: EA IgG positive

UK (%) All (%)

1 (100) 2 (7.7)IDS EBV EA IgG
0 (0.0) 1 (3.8)Vircell: VirClia
0 (0.0) 1 (3.8)bioMerieux: Vidas VCA/EA
0 (0.0) 1 (3.8)Other
0 (0.0) 5 (19.2)Euroimmun
0 (0.0) 16 (61.5)DiaSorin: Liaison

Number of Reports
0 4 8 12 16 20

 Positive  Equivocal  Negative

 Your Report : EA IgG positive

------------------------------------------------------------
All

17.2

0

------------------------------------------------------------
29

EA IgG negative 0

Overall Results

5

Total

NS

EA IgG positive

1
100% Correct

ScoreUK

23
1 NSEA IgG equivocal

1 NS

 Your Score : Not scored

 Specimen: 6022D  
  Intended result: EBNA IgG negative

UK (%) All (%)

17 (22.4) 35 (22.2)Abbott: Alinity
0 (0.0) 1 (0.6)Roche: Cobas e 801
0 (0.0) 2 (1.3)IDS EBV EBNA IgG
2 (2.6) 2 (1.3)Virion Serion
0 (0.0) 2 (1.3)Siemens: Immulite
1 (1.3) 2 (1.3)Other
1 (1.3) 3 (1.9)Vircell: VirClia
0 (0.0) 4 (2.5)Euroimmun
4 (5.3) 5 (3.2)Abbott: Architect
1 (1.3) 7 (4.4)Roche: Elecsys

12 (15.8) 21 (13.3)bioMerieux: Vidas
38 (50.0) 74 (46.8)DiaSorin: Liaison

Number of Reports
0 16 32 48 64 80

 Positive  Equivocal  Negative

 Your Report : EBNA IgG negative

76

Overall Results

7

------------------------------------------------------------
EBNA IgG negative

162

All

0

94.4

------------------------------------------------------------
1 -1

12
153

EBNA IgG equivocal
EBNA IgG positive

77

Score

98.7% Correct

UK

Total

2

 Your Score : 2
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 EBV detection

 Distribution : 6022

 Laboratory :

 Four specimens derived from thrombinised human plasma (serum) donations were dispatched with a request to report on EBV infection, heterophile Ab, VCA IgM,
 VCA IgG, EA IgG, and EBNA IgG. Specimen 6022D was diluted 4x, in serum negative for EBV markers. Specimens 6022A, 6022B and 6022C were derived from
 neat donations. Bronidox at a final concentration of 0.05% was added as a preservative.

 Specimen: 6022D  
  Intended result: EBV DNA negative

UK (%) All (%)

1 (25.0) 1 (12.5)Altona: RealStar
2 (50.0) 2 (25.0)In house
1 (25.0) 5 (62.5)ELITech: ELITe MGB

Number of Reports
0 2 4 6 8 10

 Positive  Negative

 Your Report : EBV DNA negative

EBV DNA positive

All

6

70.0

ScoreUK

10
100

------------------------------------------------------------

Total

0

Overall Results

-13
7 2

6
% Correct

------------------------------------------------------------
EBV DNA negative

 Your Score : 2
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Comments on distribution 6022 

 

Overall performance in this distribution was very good with 96.9% of participants reporting the 
intended results for scored specimen.  This is an improvement of 0.3% compared to previous 
distribution 5921, where the performance was 96.6%. 

Accuracy in identifying specific Epstein-Barr Virus (EBV) markers was also high:  

• 98.0% correctly reported the EBV infection status compared to 98.4% in distribution 5921 
• 97.6% accurately reported heterophile antibody results compared to 95.8% in distribution 

5921 
• 99.4% for VCA IgM compared to 98.4% in distribution 5921 
• 99.7% for VCA IgG compared to 97.9% in distribution 5921 
•  96.2% for early antigen (EA) compared to 93.2% in distribution 5921 
• 97.5% for EBNA IgG compared to 97.6% in distribution 5921 
• 90.0% for EBV DNA status, compared to 95.0% in distribution 5921 

Return rate for this distribution was very good with 96.8% of participants returning results within 
the specified period.  This is an improvement of 1.9% on distribution 5921 where the return rate 
was 94.9%. 

This report marks the third distribution of the External Quality Assessment (EQA) scheme for 
Epstein-Barr Virus (EBV) detection. Scoring and performance evaluation are applicable. 

Currently, no reference laboratories in the UK offer Early antigen IgG (EA IgG) testing. 
Consequently, scoring for EA IgG is based on an 80% consensus among participating 
laboratories. 

EA IgG typically emerges during the acute phase of Epstein-Barr Virus (EBV) infection and usually 
declines to undetectable levels within three to six months. In many cases, the presence of EA IgG 
indicates active infection. However, it is important to note that up to 20% of healthy individuals may 
retain detectable EA IgG for years, limiting its specificity for current disease activity. 
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Specimen 6022B  and 6022D: EA IgG not scored.  

 

Specimen 6022B was prepared from a commercial donation from a single donor. Whilst specimen 
6022D was made from a neat donation that was subsequently diluted 4 times.  

Prior to distribution, these specimens were tested for all the EBV markers including heterophile Ab, 
VCA IgM and EBNA IgG. 

Table 1 summarises the pre-distribution testing results for all the markers for specimens 6022B 
(light green) and 6022D (light blue) 

Specimen number  EBV report Heterophile Ab VCA IgM VCA IgG EBNA IgG EBV DNA 

6022B  Past infection Negative  Negative  Positive  Positive Negative  

6022D Acute infection Negative  Positive  Positive Negative Negative  

Table 1: Overall interpretation of pre-distribution testing results for specimens 6022B and 6022D 

 

Of the 26 participants reporting EA IgG results for specimen 6022B, 38.5% (n=10) classified the 
sample as negative, 50% (n=13) as equivocal, and 11.5% (n=3) as positive. 

For specimen 6022D, among the 29 participants reporting EA IgG results, 79.3% (n=23) reported a 
negative result, 3.4% (n=1) equivocal, and 17.3% (n=5) positive. 

Scoring for EA IgG is determined using an 80% consensus threshold among participant results. As 
this level of agreement was not achieved for either specimen, no score has been assigned. 

VCA IgM and EA IgG exhibit similar temporal patterns during Epstein–Barr virus (EBV) infection 
(Figure 1: Kinetics of EBV antibodies and viral load), and VCA IgM may therefore serve as a 
surrogate marker for EA IgG. 

 

 

Figure 1: Kinetics of EBV antibodies and viral load in EBV infections 

Ref: Viruses 2023, 15(3), 656; https://doi.org/10.3390/v15030656  
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Table 2 below has been adapted from UK SMI V26i6 (January 2019), provides guidance on 
interpreting common Epstein-Barr Virus (EBV) serological profiles. 

 

VCA IgM VCA IgG EBNA IgG Interpretative Comment Comments 
Not 
detected 
  

Not 
detected 
  

Not 
detected 
  

No serological evidence of EBV infection 
at any time. 
  

Re-test if illness is of recent 
onset. Consider testing for 
HIV.  

Not 
detected 

Detected 
  

Detected 
  

Consistent with past EBV infection. 
  

Consider HIV testing if 
indicated.  

Detected 
 
  

Detected 
 
  

Not 
detected 
  

Consistent with recent acute EBV 
infection. 
  

Possibility of false-negative 
EBNA IgG; interpret 
accordingly.  

Detected 
 
  

Not 
detected 
  

Not 
detected 
  

Consistent with, but not diagnostic of, 
very early acute EBV infection. Repeat to 
confirm in 4–6 weeks.  

IgM may be false; EBV DNA 
PCR may be useful. 
  

Not 
detected 
  

Detected 
 
  

Not  
Detected 
  

May reflect distant past infection, though 
recent infection cannot be excluded. 
Repeat in 4–6 weeks if suspected.  

Consider EBV PCR and 
heterophile antibody testing. 
  

Detected 
 
 
 
 
 
  

Detected 
 
 
 
 
 
  

Detected 
 
 
 
 
 
  

Evidence of EBV infection at some time; 
profile difficult to interpret. Possible late 
primary infection, reactivation, or false-
positive IgM. 
 
 
  

Consider other acute 
viral/infectious causes (CMV, 
HAV, etc.). Review clinical 
context; repeat or perform 
PCR/heterophile test as 
needed. 
  

Table 2: EBV serology profiles interpretation 

 

Specimen 6022D: EBV DNA  Negative: scored.  

Specimen 

number and bulk number 

Altona RealStar EBV RT-PCR 
Kit 2.0 

Kit: 47586, exp: 30.01.26 

In-house assay 

QiaSymphony/AB Scientific 

Kit: 178029969, exp: 26.01.26 

IU/mL IU/mL 

6022D  
Negative  Negative  

Detection limit 1590 1000 

Table 3:Pre-distribution testing results for EBV DNA for specimen 6022D 

(Please note that both kits were in date at time of testing) 

The bulk material of specimen 6022D was tested for EBV DNA using two methods prior to 
distribution, as summarised in Table 3. 

Ten participants reported EBV DNA results for this specimen: 70% (n=7) reported a negative 
result, while 30% (n=3) reported the presence of EBV DNA. All positive results were obtained 
using the same assay. However, only 40% (2/5) of participants using this assay reported the 
expected result, suggesting potential assay-related performance issues. 

As the pre-distribution testing results were concordant, this analyte has been scored. 
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Investigating incorrect results and non-return of results 

Participants who did not obtain the intended results are requested to investigate and report the 
plausible root cause by completing an incident review form (IRF) online within 30 days of this 
report being published. IRFs are taken into considerations when poor performance analysis is 
carried out for the National Quality Assurance Advisory Panel (NQAAP).  

Non-return of results is considered as poor performance.  

Participants who did not return their results should also complete an IRF. IRFs are available on 
the following link: https://ukneqasmicro.org.uk/incident-review-form/ 

 

 
 

Please use the following links for information on 

Report format explained:      

https://ukneqasmicro.org.uk/participant-info/report-format-explained/ 

How to interpret your performance (cumulative score and performance rating):  

https://ukneqasmicro.org.uk/interpretation-of-performance-2/ 

Scoring:  

https://ukneqasmicro.org.uk/participant-info/information-on-scoring/ 

Homogeneity:  

https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity/ 

Stability: 

 https://ukneqasmicro.org.uk/?r3d=information-on-stability/ 

For further information about the Service including confidentiality, please refer to the 
Directory and Participants Manual: 

https://ukneqasmicro.org.uk/participant-info/directory-participants-manual 
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