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 Your Report Intended Result  Your Score

 Specimen 5956A  No faecal parasite nucleic acid detected  No faecal parasite nucleic acid detected  2

 Specimen 5956B  Entamoeba histoyltica nucleic acid detected  Entamoeba histoyltica nucleic acid detected  2

 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS Faecal parasites (molecular) over the last 2 distributions is 4. 
  Number of reports analysed 4 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 8 out of a possible total of 8 
  
  Performance rating 
  Your performance rating for UK NEQAS Faecal parasites (molecular) (i.e. the number of standard errors by which your cumulative score lies above or below the
 mean) for UK laboratories is 0.68. 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.
 Please note your performance rating may alter if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.
 
 

 
  Turn around time: The time taken to report your results was day(s). This information is provided for your own use and does not form part of your performance
 assessment. 
  
  Comments 
  The performance for specimen 5956A was very good with 98.3% of participants achieving the correct result of negative for faecal parasite nucleic acid. The
 performance for specimen 5956B was fair, with 69% of participants who examined for Entamoeba histolytica achieving the correct result of Entamoeba histolytica 
 nucleic acid detected.
  
  A total of 20% of participants did not examine for Entamoeba histolytica in this distribution. These laboratories reported the use of enteric PCR assays limited to the
 detection of Cryptosporidium spp. and Giardia duodenalis, and therefore lacked the analytical capability to detect E. histolytica. Participants are reminded to ensure
 that their selected diagnostic methods provide adequate coverage of the target organisms likely to present to their laboratories, as travel-related amoebiasis may
 present some time after overseas travel. 
  
  Those participants who reported discrepant results are reminded to follow the manufacturers' instructions and to investigate the root cause of the discrepancy. 
  
  The figures in the histograms and those in the overall results tables may differ (1) due to exclusion of kits displayed in the histograms resulting in apparently lower
 numbers of data sets in the histograms or (2) due to participants using more than one kit, resulting in higher numbers of data sets in the histograms. 
  
  Participants are reminded that the intended results are available on the UK NEQAS website usually on the day following the closing date. 
  
  Repeat specimens 
  For repeat specimens, please request using the web form (https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens) stating your laboratory identification
 number, the distribution name and number, specimen number(s), and reason for request. Any scientific or technical enquiries related to this distribution, please
 contact organiser@ukneqasmicro.org.uk. In-house test results are available should you experience a technical failure and wish to discuss the results. 
  
  Enquiries 
  Telephone and written enquiries can be made to Mrs Agatha Christie Saez: +44(0)20 39081371 
  E-mail address: organiser@ukneqasmicro.org.uk 
  
 This report was authorised by Professor P L Chiodini, Parasitology Scheme Organiser. 
  
  Participants are reminded to quote their Laboratory ID number in all correspondence. 
 

P
er

fo
rm

an
ce

 R
at

in
g

Distribution

Your performance rating over the past  12 distributions
Your current performance rating is 0.68

MICPERF

4742 4833 4965 5072 5223 5320 5432 5526 5650 5742 5860 5956
-4
-3
-2
-1
0
1
2
3
4

A
ll

U
K

T
ot

al
 s

co
re

Distribution

Total score you achieved each for the last 12 distributions
Your current total score is 4

MICPERFX

4742 4833 4965 5072 5223 5320 5432 5526 5650 5742 5860 5956
0

3

6

9

12

15

18

of 3



Dispatch Date : 05-Jan-2026

Page 2

 Faecal parasites (molecular)

 Distribution : 5956

 Laboratory :

 Operated by UK Health Security Agency 
  National Infection Service 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Parasitology 
  The Halo Building, 1 Mabledon Place 
  London WC1H 9AZ  Published at 22:54 on Sunday 22 February 2026

 Specimen 5956A 
  Faecal parasite nucleic acid not detected. This sample was prepared using a donor faecal sample which was negative for parasite DNA 
  
  
  Specimen 5956B 
  Entamoeba histolytica. This sample was prepared from cultured isolates. Parasites were diluted using a donor faecal sample which was negative for parasite DNA. 
 

 Specimen: 5956A  Faecal parasite nucleic acid not detected Overall Results

No faecal parasite nucleic acid detected

Number of Reports

 Giardia duodenalis NA detected

0 12 24 36 48 60

 UK(%)  All(%)  Score

59

60

0
226 (98.3)(100)

(1.7)1 -2

____

(0.0)

26
____

 Specimen: 5956A  Faecal parasite nucleic acid not detected Detection Method 1

UK (%) All (%)

1 (4.2) 1 (1.8)Ridagene
1 (4.2) 1 (1.8)PCR: Nested
1 (4.2) 2 (3.6)Real-Time Single target
1 (4.2) 2 (3.6)PCR: Single target
0 (0.0) 2 (3.6)Other

11 (45.8) 12 (21.8)Serosep: EntericBio
9 (37.5) 35 (63.6)PCR: Multiplex

Number of Reports
0 8 16 24 32 40

 Giardia duodenalis nucleic acid detected  No faecal parasite nucleic acid detected

 Specimen: 5956A  Faecal parasite nucleic acid not detected Detection Method 2

UK (%) All (%)

0 (0.0) 9 (100)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Giardia duodenalis nucleic acid detected  No faecal parasite nucleic acid detected

 Specimen: 5956A  Faecal parasite nucleic acid not detected Extraction Methods

UK (%) All (%)

0 (0.0) 1 (3.4)Qiagen: QIAsymphony
2 (28.6) 2 (6.9)NucliSENS easyMAG
1 (14.3) 3 (10.3)Qiagen: silica column
1 (14.3) 4 (13.8)Roche Compact extraction MagnaPure
3 (42.9) 19 (65.5)Other

Number of Reports
0 4 8 12 16 20

 Giardia duodenalis nucleic acid detected  No faecal parasite nucleic acid detected
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 Specimen 5956A 
  Faecal parasite nucleic acid not detected. This sample was prepared using a donor faecal sample which was negative for parasite DNA 
  
  
  Specimen 5956B 
  Entamoeba histolytica. This sample was prepared from cultured isolates. Parasites were diluted using a donor faecal sample which was negative for parasite DNA. 
 

 Specimen: 5956B  Entamoeba histolytica nucleic acid detected Overall Results

Number of Reports

 Entamoeba histoyltica NA detected
 Entamoeba histoyltica NA not detected
 Not examine for Entamoeba histolytica

0 8 16 24 32 40

 UK(%)  All(%)  Score

12

(50.0)

(42.3) 0
____

11
(25.0)(7.7)
(55.0)

60

33

26

213
-22 15

____
(20.0)

 Specimen: 5956B  Entamoeba histolytica nucleic acid detected Detection Method 1

UK (%) All (%)

1 (4.2) 1 (1.8)Ridagene
1 (4.2) 1 (1.8)Real-Time Single target
1 (4.2) 1 (1.8)PCR: Nested
1 (4.2) 2 (3.6)PCR: Single target
0 (0.0) 2 (3.6)Other

11 (45.8) 12 (21.8)Serosep: EntericBio
9 (37.5) 36 (65.5)PCR: Multiplex

Number of Reports
0 8 16 24 32 40

 Entamoeba histoyltica nucleic acid detected  Entamoeba histoyltica nucleic acid not detected  Not examine for Entamoeba histolytica

 Specimen: 5956B  Entamoeba histolytica nucleic acid detected Detection Method 2

UK (%) All (%)

0 (0.0) 1 (10.0)Real-Time Single target
0 (0.0) 9 (90.0)PCR: Multiplex

Number of Reports
0 2 4 6 8 10

 Entamoeba histoyltica nucleic acid detected  Entamoeba histoyltica nucleic acid not detected  Not examine for Entamoeba histolytica

 Specimen: 5956B  Entamoeba histolytica nucleic acid detected Extraction Methods

UK (%) All (%)

0 (0.0) 1 (3.7)Qiagen: QIAsymphony
2 (28.6) 2 (7.4)NucliSENS easyMAG
1 (14.3) 3 (11.1)Qiagen: silica column
1 (14.3) 4 (14.8)Roche Compact extraction MagnaPure
3 (42.9) 17 (63.0)Other

Number of Reports
0 4 8 12 16 20

 Entamoeba histoyltica nucleic acid detected  Entamoeba histoyltica nucleic acid not detected  Not examine for Entamoeba histolytica
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