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 Distribution : 5984
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  Colindale 
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  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:02 on Tuesday 7 April 2026

 Intended Result  Your Report  Your Score

 Specimen 5984A  Adenovirus negative  Adenovirus negative  2
 Norovirus negative  Norovirus negative  2
 Rotavirus negative  Rotavirus negative  2

 Specimen 5984B  Adenovirus positive  Adenovirus positive  2
 Norovirus negative  Norovirus negative  2
 Rotavirus negative  Rotavirus negative  2

 Specimen 5984C  Adenovirus negative  Adenovirus negative  2
 Norovirus negative  Norovirus negative  2
 Rotavirus positive  Rotavirus positive  2

 Specimen 5984D  Adenovirus negative  Adenovirus negative  2
 Norovirus positive  Norovirus positive  Not scored
 Rotavirus negative  Rotavirus negative  2

 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for Viral gastroenteritis over the last 2 distributions is 8 
  For these distributions specimen numbers 5935A 5935B 5935C 5935D 5984A 5984B 5984C 5984D have been analysed and scored. 
  
  Number of reports analysed 2 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 46 out of a possible total of 46 
  
  The mean score calculated from the reports returned by UK laboratories was 44.89 (with a standard error of 2.24)
  
  Performance rating 
  Your performance rating for UK NEQAS for Viral gastroenteritis (i.e. the number of standard errors by which your cumulative score lies above or below the mean)
 for UK laboratories is 0.50. 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.
 Please note your performance rating may alter if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
 

 
  Comments: 
 Overall performance for this distribution ranged from very good to excellent with 95.9% of participants reporting the intended results for adenovirus 40/41, 99.8% for
 norovirus and 98.4% for rotavirus. 
  Please refer to the Comments pages 14-16 for scheme specific information. 
  
 The top graph on each page displays results reported from laboratories in your country, if ten or more participate (shaded area), followed by results reported by all
 participants. The figures in the histograms and those in the overall results tables may differ due to exclusion of kits displayed in the histograms resulting in apparently
 lower numbers of data sets in the histograms.
  
  Turn around time: The time taken to report your results was 0 - days. This information is provided for your own use and does not form part of your performance
 assessment.
  
  Acknowledgements: We thank colleagues from the Ninewells Hospital at Dundee and the Enteric Virus Unit of the Virus Reference Department of UKHSA at
 Colindale for providing clinical material and UKHSA Birmingham, UKHSA Manchester and Gloucestershire Hospitals for help with pre-distribution testing.
  
  Enquiries: Pre-distribution test results are available should you experience a technical failure and wish to discuss the results. Written enquiries about this distribution
 should be addressed to Dr Sanjiv Rughooputh at organiser@ukneqasmicro.org.uk. For repeat specimens in case of an EQA failure, please order using the web form
 at https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens/. 
  
  Report authorised by: Dr Sanjiv Rughooputh, Scheme Organiser.
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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  PO Box 63003 
  London NW9 1GH  Published at 16:02 on Tuesday 7 April 2026

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984A  Clinical details: a 97-year-old hospitalised febrile male with pain in the stomach area and nausea.
 Intended result: Adenovirus negative

Adenovirus positive
Adenovirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

1

____

(0.8)

45

(0.0)0
121 2

-1
(100) (99.2)

____
122

45

 Specimen: 5984A  Adenovirus nucleic acid detection
 
 

UK (%) All (%)

1 (5.6) 2 (4.1)Ridagene
0 (0.0) 1 (2.0)PCR: Multiplex
1 (5.6) 1 (2.0)Roche: LightCycler
0 (0.0) 1 (2.0)Other
0 (0.0) 2 (4.1)Gerbion
1 (5.6) 2 (4.1)BD MAX
1 (5.6) 3 (6.1)In house
1 (5.6) 3 (6.1)BD MAX Enteric VP
3 (16.7) 4 (8.2)Serosep: EntericBio
3 (16.7) 5 (10.2)Qiagen: QIAstat-Dx
2 (11.1) 6 (12.2)bioMerieux: FilmArray
2 (11.1) 14 (28.6)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

Adenovirus negative

% Correct

------------------------------------------------------------
49

0

UK ScoreOverall Results

0

98.0
Total

18

------------------------------------------------------------
1

48

18

Adenovirus positive

100

Adenovirus equivocal
0

All

 Your Score : 2

 Specimen: 5984A  Adenovirus antigen detection
 
 

UK (%) All (%)

1 (3.8) 2 (2.4)Ridascreen
0 (0.0) 4 (4.8)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.8)SD Biosensor
2 (7.7) 4 (4.8)RIDAQUICK Rota/Adeno
4 (15.4) 4 (4.8)Pro-Lab: Proflow
1 (3.8) 5 (6.0)Other
2 (7.7) 6 (7.2)CerTest
1 (3.8) 6 (7.2)RIDAQUICK Rota/Adeno/Noro
0 (0.0) 6 (7.2)ImmunoCard 
4 (15.4) 9 (10.8)Coris Bioconcept
3 (11.5) 10 (12.0)CerTest Biotec
6 (23.1) 10 (12.0)Ridaquick

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

100

0

Overall Results Score

0

UK

83
------------------------------------------------------------

% Correct

Adenovirus negative

All

0Adenovirus positive

100

Adenovirus equivocal
83

27

0

Total

27

------------------------------------------------------------

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984A  Clinical details: a 97-year-old hospitalised febrile male with pain in the stomach area and nausea.
 Intended result: Norovirus negative

Norovirus positive
Norovirus negative

Number of reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

1

____

(0.6)

88

(1.1)
156

1 -1
2(98.9) (99.4)

____
87

157

 Specimen: 5984A  Norovirus nucleic acid detection
 
 

UK (%) All (%)

1 (1.5) 1 (0.9)Rida Gene
1 (1.5) 1 (0.9)Other
0 (0.0) 2 (1.8)Gerbion
1 (1.5) 2 (1.8)Real-Time Multiplex
1 (1.5) 3 (2.7)In house
2 (3.1) 3 (2.7)BD MAX
1 (1.5) 4 (3.6)BD MAX Enteric VP
3 (4.6) 5 (4.5)Qiagen: QIAstat-Dx
1 (1.5) 5 (4.5)bioMerieux: FilmArray
7 (10.8) 7 (6.4)Serosep: EntericBio
1 (1.5) 13 (11.8)Seegene: Allplex GI-V

41 (63.1) 56 (50.9)Cepheid: GeneXpert

Number of reports
0 12 24 36 48 60

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

Total

65

------------------------------------------------------------

66

109

1

98.5

Norovirus equivocal
Norovirus positive

All

1

------------------------------------------------------------
Norovirus negative

% Correct
110

Score

0

UK

0

99.1

Overall Results

 Your Score : 2

 Specimen: 5984A  Norovirus antigen detection
 
 

UK (%) All (%)

1 (6.3) 2 (4.5)Ridascreen
0 (0.0) 1 (2.3)Meridian: Premier
1 (6.3) 1 (2.3)Unspecified
1 (6.3) 2 (4.5)CerTest
1 (6.3) 2 (4.5)RIDAQUICK Noro
0 (0.0) 2 (4.5)R-biopharm
1 (6.3) 2 (4.5)Other
0 (0.0) 3 (6.8)STANDARD F Norovirus
0 (0.0) 3 (6.8)SD Biosensor
0 (0.0) 5 (11.4)ImmunoCard 
1 (6.3) 6 (13.6)RIDAQUICK Rota/Adeno/Noro
8 (50.0) 11 (25.0)Ridaquick

Number of reports
0 4 8 12 16 20

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

------------------------------------------------------------
Norovirus negative

% Correct
44

ScoreUK

0 1

95.5

Overall Results
------------------------------------------------------------

Total

16 42

16

1Norovirus positive

100

Norovirus equivocal

All

0

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984A  Clinical details: a 97-year-old hospitalised febrile male with pain in the stomach area and nausea.
 Intended result: Rotavirus negative

Rotavirus positive
Rotavirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

62

139

(99.3)
____

(100) 138
0 -1

2
(0.0)

____

(0.7)

62

1

 Specimen: 5984A  Rotavirus nucleic acid detection
 
 

UK (%) All (%)

1 (4.8) 2 (3.8)Rida Gene
1 (4.8) 1 (1.9)Roche
0 (0.0) 2 (3.8)Gerbion
1 (4.8) 2 (3.8)Real-Time Multiplex
0 (0.0) 2 (3.8)In house
2 (9.5) 3 (5.7)BD MAX
3 (14.3) 4 (7.5)Serosep: EntericBio
1 (4.8) 4 (7.5)BD MAX Enteric VP
3 (14.3) 4 (7.5)Other
3 (14.3) 5 (9.4)Qiagen: QIAstat-Dx
1 (4.8) 5 (9.4)bioMerieux: FilmArray
3 (14.3) 15 (28.3)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

% Correct

Rotavirus negative
------------------------------------------------------------

53

0

UK ScoreOverall Results

98.1

0

------------------------------------------------------------

21

Total

1

52

21

Rotavirus positive
Rotavirus equivocal

100

0

All

 Your Score : 2

 Specimen: 5984A  Rotavirus antigen detection
 
 

UK (%) All (%)

1 (2.6) 2 (2.1)Ridascreen
0 (0.0) 4 (4.2)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.2)SD Biosensor
2 (5.3) 4 (4.2)RIDAQUICK Rota/Adeno
1 (2.6) 4 (4.2)Other
5 (13.2) 5 (5.3)Pro-Lab: Proflow
2 (5.3) 6 (6.3)CerTest
1 (2.6) 6 (6.3)RIDAQUICK Rota/Adeno/Noro
3 (7.9) 10 (10.5)CerTest Biotec
5 (13.2) 11 (11.6)Coris Bioconcept
8 (21.1) 12 (12.6)Ridaquick
6 (15.8) 12 (12.6)ImmunoCard 

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

0

UK ScoreOverall Results

100

0

% Correct

Rotavirus negative
------------------------------------------------------------

95

Rotavirus equivocal

100

Rotavirus positive 0

All
------------------------------------------------------------

39

Total

0

39

95

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984B  Clinical details: a 3-month-old baby with diarrhoea and malaise for the past 3 days.
 Intended result: Adenovirus positive

Adenovirus positive
Adenovirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

5
47 2

-1(0.0) (4.0)
____

124

0
119

____

(96.0)

47

(100)

 Specimen: 5984B  Adenovirus nucleic acid detection
 
 

UK (%) All (%)

1 (5.0) 2 (3.9)Ridagene
0 (0.0) 1 (2.0)PCR: Multiplex
1 (5.0) 1 (2.0)Roche: LightCycler
0 (0.0) 2 (3.9)Gerbion
1 (5.0) 2 (3.9)BD MAX
1 (5.0) 2 (3.9)Other
1 (5.0) 3 (5.9)In house
1 (5.0) 3 (5.9)BD MAX Enteric VP
4 (20.0) 5 (9.8)Serosep: EntericBio
3 (15.0) 5 (9.8)Qiagen: QIAstat-Dx
2 (10.0) 6 (11.8)bioMerieux: FilmArray
2 (10.0) 14 (27.5)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus positive

ScoreUK

0 0

96.1

Overall Results

------------------------------------------------------------
Adenovirus negative

% Correct
51

Adenovirus equivocal

100

Adenovirus positive

All

20

Total

0

------------------------------------------------------------

20

2

49

 Your Score : 2

 Specimen: 5984B  Adenovirus antigen detection
 
 

UK (%) All (%)

1 (3.4) 2 (2.3)Ridascreen
0 (0.0) 4 (4.7)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.7)SD Biosensor
4 (13.8) 4 (4.7)Pro-Lab: Proflow
3 (10.3) 5 (5.8)RIDAQUICK Rota/Adeno
1 (3.4) 5 (5.8)Other
1 (3.4) 6 (7.0)RIDAQUICK Rota/Adeno/Noro
0 (0.0) 6 (7.0)ImmunoCard 
3 (10.3) 7 (8.1)CerTest
4 (13.8) 9 (10.5)Coris Bioconcept
6 (20.7) 10 (11.6)Ridaquick
4 (13.8) 11 (12.8)CerTest Biotec

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus positive

------------------------------------------------------------
Adenovirus negative

% Correct
86

ScoreUK

0 0

94.2

Overall Results

Total

0

------------------------------------------------------------

5

30

81Adenovirus positive

100

Adenovirus equivocal

All

30

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984B  Clinical details: a 3-month-old baby with diarrhoea and malaise for the past 3 days.
 Intended result: Norovirus negative

Norovirus negative

Number of reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

(100)
____

156

(100)

87

287 156
____

 Specimen: 5984B  Norovirus nucleic acid detection
 
 

UK (%) All (%)

1 (1.5) 1 (0.9)Rida Gene
0 (0.0) 2 (1.8)Gerbion
2 (3.1) 2 (1.8)EntericBio VP 2
1 (1.5) 2 (1.8)Real-Time Multiplex
1 (1.5) 3 (2.7)In house
2 (3.1) 3 (2.7)BD MAX
1 (1.5) 4 (3.6)BD MAX Enteric VP
3 (4.6) 5 (4.5)Qiagen: QIAstat-Dx
1 (1.5) 5 (4.5)bioMerieux: FilmArray
7 (10.8) 7 (6.4)Serosep: EntericBio
1 (1.5) 13 (11.8)Seegene: Allplex GI-V

40 (61.5) 55 (50.0)Cepheid: GeneXpert

Number of reports
0 12 24 36 48 60

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

0

All

Norovirus equivocal

100

Norovirus positive 0

66

110

Total

66

------------------------------------------------------------
Overall Results

100

0

UK

0

Score

110
% Correct

Norovirus negative
------------------------------------------------------------

 Your Score : 2

 Specimen: 5984B  Norovirus antigen detection
 
 

UK (%) All (%)

1 (6.3) 2 (4.5)Ridascreen
0 (0.0) 1 (2.3)Meridian: Premier
1 (6.3) 1 (2.3)Unspecified
1 (6.3) 2 (4.5)CerTest
1 (6.3) 2 (4.5)RIDAQUICK Noro
0 (0.0) 2 (4.5)R-biopharm
1 (6.3) 2 (4.5)Other
0 (0.0) 3 (6.8)STANDARD F Norovirus
0 (0.0) 3 (6.8)SD Biosensor
0 (0.0) 5 (11.4)ImmunoCard 
1 (6.3) 6 (13.6)RIDAQUICK Rota/Adeno/Noro
8 (50.0) 11 (25.0)Ridaquick

Number of reports
0 4 8 12 16 20

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

44
------------------------------------------------------------

% Correct

Norovirus negative

97.7

0

Overall Results Score

0

UK

43

16

1
------------------------------------------------------------

16

Total

All

0Norovirus positive

100

Norovirus equivocal

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 16:02 on Tuesday 7 April 2026

of 16



Dispatch Date : 02-Mar-2026

Page 7

 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984B  Clinical details: a 3-month-old baby with diarrhoea and malaise for the past 3 days.
 Intended result: Rotavirus negative

Rotavirus positive
Rotavirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(0.0) 1

____

(0.7)

68

(99.3)
____

68

145

144
0 -1

2(100)

 Specimen: 5984B  Rotavirus nucleic acid detection
 
 

UK (%) All (%)

1 (4.8) 2 (3.8)Rida Gene
1 (4.8) 1 (1.9)Roche
0 (0.0) 2 (3.8)Gerbion
1 (4.8) 2 (3.8)Real-Time Multiplex
0 (0.0) 2 (3.8)In house
2 (9.5) 3 (5.7)BD MAX
3 (14.3) 4 (7.5)Serosep: EntericBio
1 (4.8) 4 (7.5)BD MAX Enteric VP
3 (14.3) 4 (7.5)Other
3 (14.3) 5 (9.4)Qiagen: QIAstat-Dx
1 (4.8) 5 (9.4)bioMerieux: FilmArray
3 (14.3) 15 (28.3)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

Total

21

------------------------------------------------------------

21

53

0
Rotavirus equivocal

100

Rotavirus positive

All

0

------------------------------------------------------------

% Correct

Rotavirus negative

53

ScoreUK

0

100

0

Overall Results

 Your Score : 2

 Specimen: 5984B  Rotavirus antigen detection
 
 

UK (%) All (%)

1 (2.3) 2 (2.0)Ridascreen
0 (0.0) 4 (4.0)SD Biosensor
2 (4.5) 4 (4.0)Meridian: Premier
1 (2.3) 4 (4.0)Other
3 (6.8) 5 (5.0)RIDAQUICK Rota/Adeno
5 (11.4) 5 (5.0)Pro-Lab: Proflow
2 (4.5) 6 (5.9)CerTest
1 (2.3) 6 (5.9)RIDAQUICK Rota/Adeno/Noro
3 (6.8) 10 (9.9)CerTest Biotec
5 (11.4) 11 (10.9)Coris Bioconcept
8 (18.2) 12 (11.9)Ridaquick
9 (20.5) 15 (14.9)ImmunoCard 

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

Total

45

------------------------------------------------------------
1

100

45

Rotavirus positive
Rotavirus equivocal

100

0

All

Rotavirus negative

% Correct

------------------------------------------------------------
101

UK

0

ScoreOverall Results

0

99.0

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984C  Clinical details: a 2-week-old infant with reduced feeding and distress.
 Intended result: Adenovirus negative

Adenovirus positive
Adenovirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(2.1)

____

(3.3)

47

4
46

123

(96.7)
____

(97.9) 119
1 -1

2

 Specimen: 5984C  Adenovirus nucleic acid detection
 
 

UK (%) All (%)

1 (5.6) 2 (4.3)Ridagene
0 (0.0) 1 (2.1)PCR: Multiplex
1 (5.6) 1 (2.1)BD MAX
1 (5.6) 1 (2.1)Roche: LightCycler
0 (0.0) 1 (2.1)Other
0 (0.0) 2 (4.3)Gerbion
1 (5.6) 3 (6.4)In house
1 (5.6) 3 (6.4)BD MAX Enteric VP
3 (16.7) 4 (8.5)Serosep: EntericBio
3 (16.7) 5 (10.6)Qiagen: QIAstat-Dx
2 (11.1) 5 (10.6)bioMerieux: FilmArray
2 (11.1) 14 (29.8)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

Score

0

UK

0

91.5

Overall Results

------------------------------------------------------------

% Correct

Adenovirus negative

47

Adenovirus equivocal

94.4

Adenovirus positive

All

1
------------------------------------------------------------

17

Total 18

43

4

 Your Score : 2

 Specimen: 5984C  Adenovirus antigen detection
 
 

UK (%) All (%)

1 (3.6) 2 (2.4)Ridascreen
0 (0.0) 4 (4.7)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.7)SD Biosensor
4 (14.3) 4 (4.7)Pro-Lab: Proflow
3 (10.7) 5 (5.9)RIDAQUICK Rota/Adeno
1 (3.6) 5 (5.9)Other
1 (3.6) 6 (7.1)RIDAQUICK Rota/Adeno/Noro
0 (0.0) 6 (7.1)ImmunoCard 
3 (10.7) 7 (8.2)CerTest
4 (14.3) 9 (10.6)Coris Bioconcept
3 (10.7) 10 (11.8)CerTest Biotec
6 (21.4) 10 (11.8)Ridaquick

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

Overall Results

0

100

UK

0

Score

85

Adenovirus negative

% Correct

------------------------------------------------------------

0

All

100

Adenovirus equivocal
Adenovirus positive 0

29

85

------------------------------------------------------------

Total

29

 Your Score : 2

 Operated by UK Health Security Agency 
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  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984C  Clinical details: a 2-week-old infant with reduced feeding and distress.
 Intended result: Norovirus negative

Norovirus negative

Number of reports
0 40 80 120 160 200

 UK(%)  All(%)  Score

____
(100)

156

(100)

87

15687
____

2

 Specimen: 5984C  Norovirus nucleic acid detection
 
 

UK (%) All (%)

1 (1.5) 1 (0.9)Rida Gene
0 (0.0) 2 (1.8)Gerbion
2 (3.1) 2 (1.8)EntericBio VP 2
1 (1.5) 2 (1.8)Real-Time Multiplex
1 (1.5) 3 (2.7)In house
2 (3.1) 3 (2.7)BD MAX
1 (1.5) 4 (3.6)BD MAX Enteric VP
3 (4.6) 5 (4.5)Qiagen: QIAstat-Dx
1 (1.5) 5 (4.5)bioMerieux: FilmArray
7 (10.8) 7 (6.4)Serosep: EntericBio
1 (1.5) 13 (11.8)Seegene: Allplex GI-V

40 (61.5) 55 (50.0)Cepheid: GeneXpert

Number of reports
0 12 24 36 48 60

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

110
% Correct

Norovirus negative
------------------------------------------------------------

Overall Results

100

0

UK

0

Score

0

66

110

------------------------------------------------------------

Total

66

0

All

Norovirus equivocal

100

Norovirus positive

 Your Score : 2

 Specimen: 5984C  Norovirus antigen detection
 
 

UK (%) All (%)

1 (6.3) 2 (4.5)Ridascreen
0 (0.0) 1 (2.3)Meridian: Premier
1 (6.3) 1 (2.3)Unspecified
1 (6.3) 2 (4.5)CerTest
1 (6.3) 2 (4.5)RIDAQUICK Noro
0 (0.0) 2 (4.5)R-biopharm
1 (6.3) 2 (4.5)Other
0 (0.0) 3 (6.8)STANDARD F Norovirus
0 (0.0) 3 (6.8)SD Biosensor
0 (0.0) 5 (11.4)ImmunoCard 
1 (6.3) 6 (13.6)RIDAQUICK Rota/Adeno/Noro
8 (50.0) 11 (25.0)Ridaquick

Number of reports
0 4 8 12 16 20

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

44

Norovirus negative

% Correct

------------------------------------------------------------

Overall Results

97.7

0

UK

0

Score

1

43

16

------------------------------------------------------------

16

Total

0

All

Norovirus positive
Norovirus equivocal

100

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984C  Clinical details: a 2-week-old infant with reduced feeding and distress.
 Intended result: Rotavirus positive

Rotavirus positive
Rotavirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(98.6)

69

(97.9)

____

143
1

146
____

(2.1)(1.4) -1
268

3

 Specimen: 5984C  Rotavirus nucleic acid detection
 
 

UK (%) All (%)

1 (4.2) 2 (3.5)Rida Gene
1 (4.2) 1 (1.8)Roche
0 (0.0) 2 (3.5)Gerbion
1 (4.2) 2 (3.5)Real-Time Multiplex
0 (0.0) 2 (3.5)In house
2 (8.3) 3 (5.3)BD MAX
1 (4.2) 4 (7.0)BD MAX Enteric VP
4 (16.7) 5 (8.8)Serosep: EntericBio
3 (12.5) 5 (8.8)Qiagen: QIAstat-Dx
1 (4.2) 5 (8.8)bioMerieux: FilmArray
5 (20.8) 7 (12.3)Other
3 (12.5) 15 (26.3)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus positive

------------------------------------------------------------
Rotavirus negative

% Correct
57

ScoreUK

0

98.2

0

Overall Results
------------------------------------------------------------

0

Total 24

1

56

100

Rotavirus equivocal
Rotavirus positive

All

24

 Your Score : 2

 Specimen: 5984C  Rotavirus antigen detection
 
 

UK (%) All (%)

1 (2.3) 2 (2.0)Ridascreen
0 (0.0) 4 (4.0)SD Biosensor
2 (4.5) 4 (4.0)Meridian: Premier
1 (2.3) 4 (4.0)Other
3 (6.8) 5 (5.0)RIDAQUICK Rota/Adeno
5 (11.4) 5 (5.0)Pro-Lab: Proflow
3 (6.8) 6 (6.0)CerTest
1 (2.3) 6 (6.0)RIDAQUICK Rota/Adeno/Noro
4 (9.1) 11 (11.0)CerTest Biotec
5 (11.4) 11 (11.0)Coris Bioconcept
8 (18.2) 12 (12.0)Ridaquick
7 (15.9) 13 (13.0)ImmunoCard 

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus positive

2

Total

------------------------------------------------------------
96

45

4

95.6

Rotavirus equivocal
Rotavirus positive 43

All

% Correct

Rotavirus negative
------------------------------------------------------------

100

0

UK ScoreOverall Results

0

96.0

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984D  Clinical details: a 76-year-old female in a care home setting with vomiting, stomach cramps and a general feeling of unwell.
 Intended result: Adenovirus negative

Adenovirus positive
Adenovirus equivocal
Adenovirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

(91.8)

(4.4) 8

(95.6)43

(6.6)

____

(1.6)
112

____
2

0
2

2

122

1
-1

(0.0)

45

 Specimen: 5984D  Adenovirus nucleic acid detection
 
 

UK (%) All (%)

1 (5.6) 2 (4.1)Ridagene
0 (0.0) 1 (2.0)PCR: Multiplex
1 (5.6) 1 (2.0)Roche: LightCycler
0 (0.0) 1 (2.0)Other
0 (0.0) 2 (4.1)Gerbion
1 (5.6) 2 (4.1)BD MAX
1 (5.6) 3 (6.1)In house
1 (5.6) 3 (6.1)BD MAX Enteric VP
3 (16.7) 4 (8.2)Serosep: EntericBio
3 (16.7) 5 (10.2)Qiagen: QIAstat-Dx
2 (11.1) 6 (12.2)bioMerieux: FilmArray
2 (11.1) 14 (28.6)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

Adenovirus equivocal

88.9

Adenovirus positive

All

2
------------------------------------------------------------

Total

16

18

41

8

ScoreUK

0

83.7

0

Overall Results

------------------------------------------------------------
Adenovirus negative

% Correct
49

 Your Score : 2

 Specimen: 5984D  Adenovirus antigen detection
 
 

UK (%) All (%)

1 (4.0) 2 (2.4)Ridascreen
0 (0.0) 4 (4.9)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.9)SD Biosensor
2 (8.0) 4 (4.9)RIDAQUICK Rota/Adeno
4 (16.0) 4 (4.9)Pro-Lab: Proflow
1 (4.0) 5 (6.1)Other
2 (8.0) 6 (7.3)CerTest
1 (4.0) 6 (7.3)RIDAQUICK Rota/Adeno/Noro
0 (0.0) 6 (7.3)ImmunoCard 
4 (16.0) 9 (11.0)Coris Bioconcept
5 (20.0) 9 (11.0)Ridaquick
3 (12.0) 10 (12.2)CerTest Biotec

Number of reports
0 4 8 12 16 20

 Adenovirus positive  Adenovirus equivocal  Adenovirus negative

 Your Report : Adenovirus negative

Total

26

------------------------------------------------------------
2

80

26

Adenovirus positive
Adenovirus equivocal

100

0

All

Adenovirus negative

% Correct

------------------------------------------------------------
82

UK

0

ScoreOverall Results

97.6

0

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984D  Clinical details: a 76-year-old female in a care home setting with vomiting, stomach cramps and a general feeling of unwell.
 Intended result: Norovirus positive

Norovirus positive
Norovirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)

(86.4)

88
____

(80.9)127

157

12
____

(19.1)(13.6)
76

30

 Specimen: 5984D  Norovirus nucleic acid detection
 
 

UK (%) All (%)

1 (1.4) 1 (0.9)Rida Gene
0 (0.0) 2 (1.7)Gerbion
2 (2.8) 2 (1.7)EntericBio VP 2
1 (1.4) 2 (1.7)Real-Time Multiplex
1 (1.4) 3 (2.6)In house
2 (2.8) 3 (2.6)BD MAX
1 (1.4) 4 (3.4)BD MAX Enteric VP
3 (4.2) 5 (4.3)Qiagen: QIAstat-Dx
1 (1.4) 5 (4.3)bioMerieux: FilmArray

10 (13.9) 10 (8.5)Serosep: EntericBio
1 (1.4) 13 (11.1)Seegene: Allplex GI-V

44 (61.1) 59 (50.4)Cepheid: GeneXpert

Number of reports
0 12 24 36 48 60

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus positive

98.3

0

Overall Results Score

0

UK

117
------------------------------------------------------------
Norovirus negative

% Correct

All

71Norovirus positive

97.3

Norovirus equivocal
2

73

115

Total

2

------------------------------------------------------------

 Your Score : Not scored

 Specimen: 5984D  Norovirus antigen detection
 
 

UK (%) All (%)

1 (5.9) 2 (4.4)Ridascreen
0 (0.0) 1 (2.2)Meridian: Premier
1 (5.9) 1 (2.2)Unspecified
1 (5.9) 2 (4.4)CerTest
1 (5.9) 2 (4.4)RIDAQUICK Noro
0 (0.0) 2 (4.4)R-biopharm
0 (0.0) 3 (6.7)STANDARD F Norovirus
0 (0.0) 3 (6.7)SD Biosensor
2 (11.8) 3 (6.7)Other
0 (0.0) 5 (11.1)ImmunoCard 
1 (5.9) 6 (13.3)RIDAQUICK Rota/Adeno/Noro
8 (47.1) 11 (24.4)Ridaquick

Number of reports
0 4 8 12 16 20

 Norovirus positive  Norovirus equivocal  Norovirus negative

 Your Report : Norovirus negative

45

Norovirus negative

% Correct

------------------------------------------------------------

Overall Results

77.8

00

UK Score

10

17

35

------------------------------------------------------------

9

Total

8

All

Norovirus equivocal

52.9

Norovirus positive

 Your Score : Not scored

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Viral gastroenteritis

 Distribution : 5984

 Laboratory :

 Four simulated faeces specimens were dispatched with a request for gastroenteritis virus identification (Norovirus, Rotavirus and Adenovirus 40, 41). Specimen
 5984A was negative and prepared from negative faecal material. Specimen 5984B, positive for adenovirus type 40/41, was prepared from pooled clinical faecal
 donations and represented a 83.1x dilution of the source material. Specimen 5984C, positive for rotavirus G3P[8], was prepared from a single clinical faecal
 donation and represented a 12.3x dilution of the source material. Specimen 5984D, positive for norovirus genotype 1, was prepared from pooled clinical faecal
 donations and represented a 12.1x dilution of the source material.

 Specimen: 5984D  Clinical details: a 76-year-old female in a care home setting with vomiting, stomach cramps and a general feeling of unwell.
 Intended result: Rotavirus negative

Rotavirus positive
Rotavirus negative

Number of reports
0 30 60 90 120 150

 UK(%)  All(%)  Score

62

139
____

(97.1)(100)
-1
2135

0 (0.0)

62
____

(2.9)4

 Specimen: 5984D  Rotavirus nucleic acid detection
 
 

UK (%) All (%)

1 (4.5) 2 (3.6)Rida Gene
1 (4.5) 1 (1.8)Roche
0 (0.0) 2 (3.6)Gerbion
1 (4.5) 2 (3.6)Real-Time Multiplex
0 (0.0) 2 (3.6)In house
2 (9.1) 3 (5.5)BD MAX
3 (13.6) 4 (7.3)Serosep: EntericBio
1 (4.5) 4 (7.3)BD MAX Enteric VP
3 (13.6) 5 (9.1)Qiagen: QIAstat-Dx
1 (4.5) 5 (9.1)bioMerieux: FilmArray
4 (18.2) 6 (10.9)Other
3 (13.6) 15 (27.3)Seegene: Allplex GI-V

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

56

Rotavirus negative

% Correct

------------------------------------------------------------

Overall Results

89.3

00

UK Score

6

22

5021

Total

------------------------------------------------------------
1

All

Rotavirus equivocal

95.5

Rotavirus positive

 Your Score : 2

 Specimen: 5984D  Rotavirus antigen detection
 
 

UK (%) All (%)

1 (2.6) 2 (2.1)Ridascreen
0 (0.0) 4 (4.2)STANDARD Q Rota/Adeno
0 (0.0) 4 (4.2)SD Biosensor
2 (5.3) 4 (4.2)RIDAQUICK Rota/Adeno
1 (2.6) 4 (4.2)Other
5 (13.2) 5 (5.3)Pro-Lab: Proflow
2 (5.3) 6 (6.3)CerTest
1 (2.6) 6 (6.3)RIDAQUICK Rota/Adeno/Noro
3 (7.9) 10 (10.5)CerTest Biotec
5 (13.2) 11 (11.6)Coris Bioconcept
8 (21.1) 12 (12.6)Ridaquick
6 (15.8) 12 (12.6)ImmunoCard 

Number of reports
0 4 8 12 16 20

 Rotavirus positive  Rotavirus equivocal  Rotavirus negative

 Your Report : Rotavirus negative

0

100

Overall Results ScoreUK

0

95
------------------------------------------------------------

% Correct

Rotavirus negative

All

0
Rotavirus equivocal

100

Rotavirus positive

39

95

0

Total

39

------------------------------------------------------------

 Your Score : 2
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Comments on distribution 5984 

 

Overall performance in this distribution was very good with 98.0% of participants achieving 
the maximum score across the 4 specimens for scored analytes. This is an improvement of 
1.3% on the previous distribution 5935, where participants achieved an overall performance 
of 96.7%. 

The return rate in this distribution was good, with 94.0% returning their results within the 
specified turnaround time. This represents an improvement of 0.5% compared to distribution 
5935, where the return rate was 93.5%. 

Specimen  5984D – Norovirus  positive:   not scored  
 
The bulk material for specimen 5984D was prepared by pooling stool samples positive for 
norovirus genogroup I (GI), followed by a 12.1-fold dilution.   
 
Pre-distribution characterisation of this specimen included testing by rapid antigen assays 
and PCR methods as shown in Table 1 
 

Specimen 
number  

RidaScreen 
Norovirus  

22283Q 31.3.26 

RidaQuick 
Rota/Adeno/Noro 

Combi  
BH43-BI39.33 11.26 

RIDA®GENE 
Viral Stool 

Panel III 
23085N exp 

19.02.27 

Norovirus RNA 
In-house PCR  
No kit details 

given 

Roche Flow  
8616420 

exp 
30.04.26 

Cepheid 
GeneXpert 
1001468835 

exp 
07.06.26 

Delta n/a Ct Ct Ct Ct 

5984D Negative Negative 
Positive 
 (30.87) 

Negative 
G1 positive 

(26.00) 
G1 positive 

(28.3) 

Detection 
Limit  

2.4E+07 (GI) and 
1.6E+07 (GII) NoV 

Particle Numbers per 
Gram of Faecal Sample 

Average = 3.25ng/mL (GI) 
0.625ng/mL (GII) 

≥ 50 RNA copies per 
reaction 

Not stated 45 Not stated 

 
Table 1: Norovirus pre-distribution test results for specimen 5984D 

(Please note that all the assays used were in date at the time of testing) 

 

Two rapid tests and one PCR assay (as shown in light blue) assigned this specimen as 
negative for norovirus antigen and nucleic acid. 

A total of 157 participants submitted results for norovirus detection. Of these, 80.9% (n=127) 
reported the specimen as positive, while 19.1% (n=30) reported it as negative.  

When stratified by methodology, 98.3% (n=115) of participants reporting norovirus nucleic 
acid results classified the specimen as ‘detected’. In contrast, among the 45 participants 
performing norovirus antigen testing, only 22.2% (n=10) reported a positive result. 

In view of the discordance between pre-distribution characterisation results and participant 
findings, and in accordance with requirements for assigned value reliability under ISO/IEC 
17043, this analyte has not been scored. 
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Specimen  5984D – Adenovirus negative  

 

For adenovirus, pre-distribution testing assigned the specimen as negative. Participant 
results were largely concordant, with 91.8% reporting a negative outcome.  

Among those performing adenovirus nucleic acid testing, 83.7% (n=41) reported ‘not 
detected’, while 16.3% (n=8) reported ‘detected’, predominantly using the Gerbion assay. It 
is unclear whether this assay targets all adenovirus types or is restricted to enteric 
adenovirus types 40 and 41. 

It should be noted that only adenovirus types 40 and 41 are associated with viral 
gastroenteritis, and specimens included in this scheme are intended to assess detection of 
these specific types. 

 

Investigating incorrect results and non -return of results  

 

Participants who did not obtain the intended results for scored specimens are requested to 
investigate and report the plausible root cause by completing an incident review form (IRF) 
online within 30 days of this report being published. IRFs are taken into considerations when 
poor performance analysis is carried out.  

Non-return of results is considered as poor performance.  

Participants who did not return their results should also complete an IRF. IRFs are available 
on the following link: https://ukneqasmicro.org.uk/incident-review-form/ 

If you have any questions or queries, please feel free to contact us by email:  
organiser@ukneqasmicro.org.uk 
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Please use the following links for information on  

 

Report format explained:      

https://ukneqasmicro.org.uk/participant-info/report-format-explained/ 

 

How to interpret your performance (cumulative score and performance rating)  

https://ukneqasmicro.org.uk/interpretation-of-performance-2/ 

 

Scoring  

https://ukneqasmicro.org.uk/participant-info/information-on-scoring/ 

 

Homogeneity  

https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity/ 

 

Stability  

 https://ukneqasmicro.org.uk/?r3d=information-on-stability/ 

 

For further information about the Service including confidentiality, please refer to the 
Directory and Participants Manual  

https://ukneqasmicro.org.uk/participant-info/directory-participants-manual 

 

 

 
End of report  
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