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 Your Report  Your Score Intended Result

 Specimen 6073A  H. pylori antigen positive  H. pylori antigen positive  2

 Specimen 6073B  H. pylori antigen positive  H. pylori antigen positive  2

 Specimen 6073C  H. pylori antigen positive  H. pylori antigen positive  2

 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for Helicobacter pylori over the last 1 distributions is 3 
  Specimen numbers 6073A 6073B 6073C have been analysed and scored. 
  
  Number of reports returned and scored 3 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 6 out of a possible total of 6 
  
  The mean score calculated from the reports returned by UK laboratories was 5.61 with a standard error of 1.55. 
  
  Performance rating 
  Your performance rating for UK NEQAS for Helicobacter pylori (i.e. the number of standard errors by which your cumulative score lies above or below the mean
 for UK laboratories) is 0.25.
 A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. 
  Performance ratings may change if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
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  Turn around time: The time taken to report your results was 0 days. This information is provided for your own use and does not form part of your performance
 assessment. 
  
  Comments 
 This scheme is not ISO/IEC 17043:2023 accredited; however, all principles and practises of the standard are followed in the delivery of this scheme. 
  
 A total of 79 sets of specimens were distributed for testing, with 75 participants returning results within the specified period. 
  
  Specimen 6073A: This specimen was positive for Helicobacter pylori antigen. A very good performance with 98.6% (73/74) of participants reporting the correct
 result. 
  
  Specimen 6073B: This specimen was positive for Helicobacter pylori antigen. A good performance with 91.9% (68/74) of participants reporting the correct result. 
  
  Specimen 6073C: This specimen was positive for Helicobacter pylori antigen. A very good performance with 95.9% (71/74) of participants reporting the correct
 result. 
  
  Results tables on page 3: Participants may return results for more than one method; results for all methods returned for this distribution are displayed in the
 histograms on page 3. A maximum of 12 method related results are displayed in the histograms: this includes the most commonly used methods and the method(s)
 used in your laboratory indicated by an arrow. The figures in the histograms and those in the overall results tables may differ (1) due to exclusion of kits displayed in
 the histograms resulting in apparently lower numbers of data sets in the histograms or (2) due to participants using more than one kit resulting in higher numbers of
 data sets in the histograms. 
  
  Acknowledgements 
  We thank our colleagues at the Gastrointestinal Bacteria Reference Unit (GBRU), UK Health Security Agency (UKHSA), Colindale for the supply of H. pylori. 
  
  Enquiries 
  For repeat specimens, please request using the web form (https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens) stating your laboratory identification
 number, the distribution name and number, specimen number(s), and reason for request. Any technical enquiries related to this distribution, please contact 
 organiser@ukneqasmicro.org.uk stating your laboratory identification number above. 
  
  Please use the following links for information on: 
 1. Report format explained https://ukneqasmicro.org.uk/participant-info/report-format-explained/
 2. How to interpret your performance (cumulative score and performance rating) https://ukneqasmicro.org.uk/interpretation-of-performance-2/
 3. Scoring https://ukneqasmicro.org.uk/participant-info/information-on-scoring/
 4. Bacteriology and mycology specific scoring https://ukneqasmicro.org.uk/participant-info/bacteriology-and-mycology-specific-scoring/
 5. Homogeneity https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity
 6. Stability https://ukneqasmicro.org.uk/?r3d=information-on-stability
 For further information about the Service including confidentiality, please refer to the Directory & Participants Manual
 https://ukneqasmicro.org.uk/participant-info/directory-participants-manual/
 
  The UK NEQAS Microbiology & Parasitology Annual Scientific Meeting, 'Tackling Superbugs- The AMR Challenge!', will be taking place 27 Nov 2026, Central
 London. Register using link: https://shorturl.at/XpmEw. We hope to see you there! 
 
 Report authorised by: Elizabeth Fagan, Interim Scheme Organiser
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 Specimen: 6073A  Faeces. The presence of Helicobacter pylori antigen was queried. The specimen was positive for H. pylori antigen and contained 
 Helicobacter pylori, Enterococcus faecalis, and Klebsiella oxytoca. 
 

UK (%) All (%)

6 (19.4) 8 (12.3)CerTest H. pylori
8 (25.8) 8 (12.3)Meridian: Prem Plat HpSA PLUS
0 (0.0) 1 (1.5)RIDASCREEN Helicobacter
1 (3.2) 1 (1.5)Techlab: H. PYLORI CHEK
1 (3.2) 1 (1.5)Proflow H. pylori
0 (0.0) 1 (1.5)Meridian: curian HpSA
0 (0.0) 2 (3.1)IDK: H. pylori Ag
0 (0.0) 2 (3.1)Abbott: Bioline H.pylori Ag
1 (3.2) 7 (10.8)Meridian: ImmunoCard STAT! HpSA
4 (12.9) 7 (10.8)DiaSorin: LIAISON Meridian HpSA
1 (3.2) 9 (13.8)STANDARD F H. pylori Ag FIA
7 (22.6) 10 (15.4)Unspecified
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 Your Score : 2

 Specimen: 6073B  Faeces. The presence of Helicobacter pylori antigen was queried. The specimen was positive for H. pylori antigen and contained 
 Helicobacter pylori, Citrobacter freundii, and Escherichia coli. 
 

UK (%) All (%)

6 (19.4) 8 (12.5)CerTest H. pylori
8 (25.8) 8 (12.5)Meridian: Prem Plat HpSA PLUS
0 (0.0) 1 (1.6)RIDASCREEN Helicobacter
1 (3.2) 1 (1.6)Techlab: H. PYLORI CHEK
1 (3.2) 1 (1.6)Proflow H. pylori
0 (0.0) 1 (1.6)Meridian: curian HpSA
0 (0.0) 2 (3.1)IDK: H. pylori Ag
0 (0.0) 2 (3.1)Abbott: Bioline H.pylori Ag
1 (3.2) 7 (10.9)Meridian: ImmunoCard STAT! HpSA
4 (12.9) 7 (10.9)DiaSorin: LIAISON Meridian HpSA
1 (3.2) 9 (14.1)STANDARD F H. pylori Ag FIA
7 (22.6) 9 (14.1)Unspecified
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 Specimen: 6073C  Faeces. The presence of Helicobacter pylori antigen was queried. The specimen was positive for H. pylori antigen and contained 
 Helicobacter pylori, Hafnia alvei, and Klebsiella pneumoniae. 
 

UK (%) All (%)

6 (19.4) 8 (12.5)CerTest H. pylori
8 (25.8) 8 (12.5)Meridian: Prem Plat HpSA PLUS
0 (0.0) 1 (1.6)RIDASCREEN Helicobacter
1 (3.2) 1 (1.6)Techlab: H. PYLORI CHEK
1 (3.2) 1 (1.6)Proflow H. pylori
0 (0.0) 1 (1.6)Meridian: curian HpSA
0 (0.0) 2 (3.1)IDK: H. pylori Ag
0 (0.0) 2 (3.1)Abbott: Bioline H.pylori Ag
1 (3.2) 7 (10.9)Meridian: ImmunoCard STAT! HpSA
4 (12.9) 7 (10.9)DiaSorin: LIAISON Meridian HpSA
1 (3.2) 9 (14.1)STANDARD F H. pylori Ag FIA
7 (22.6) 9 (14.1)Unspecified

Number of Reports
0 2 4 6 8 10

 Positive  Negative

 Your Report : H. pylori antigen positive

Positive

74

3 -1
------------------------------------------------------------

------------------------------------------------------------
UK Score

95.9

Negative
71

Total

2

% Correct

AllOverall Results

2

94.7

36

38

 Your Score : 2
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