
Dispatch Date : 17-Nov-2025

Page 1

 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
 
 
 
 
 

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 17:08 on Wednesday 25 February 2026

 Your Score Intended Result  Your Report

 Specimen 5932A  Mycobacterium tuberculosis  Mycobacterium tuberculosis  2

 Specimen 5932B  Mycobacterium tuberculosis  Mycobacterium tuberculosis  2

 Specimen 5932C  Mycobacterium tuberculosis  Mycobacterium tuberculosis  2

 Specimen 5932D  Mycobacterium tuberculosis  Mycobacterium tuberculosis  2

 
  Turn around time: The time taken to report your results was 0 days. This information is provided for your own use and does not form part of your performance
 assessment. 
  
 REPORT FORMAT
 Participants results are analysed and presented by method. Data for each specimen is displayed in a series of histograms where the first one is a summary of the
 most popular methods reported by participants. Methods used by your laboratory are marked with an arrow. Participants are scored on their overall report for each
 specimen and this information is presented in a table adjacent to the first histogram in each series of results. Subsequent histograms in each series present
 information by method type. Participants are encouraged to record all their methods and be specific with method information in particular for solid culture media as
 we feel that the data could be combined further to reduce duplication. 
  
  COMMENT 
  [Key: MOTT = mycobacterium other than tuberculosis, MTBC = M. tuberculosis complex] 
  
  Specimen 5932A: This specimen contained Mycobacterium tuberculosis. A very good performance with 96.3% (212/220) of participants achieving a fully correct
 score.
  Specimen 5932B: This specimen contained Mycobacterium tuberculosis. A good performance with 94.1% (207/220) of participants achieving a fully correct score.
  Specimen 5932C: This specimen contained Mycobacterium tuberculosis. An excellent performance with 99.5% (219/220) of participants achieving a fully correct
 score.
  Specimen 5932D: This specimen contained Mycobacterium tuberculosis. An excellent performance with 99.1% (218/220) of participants achieving a fully correct
 score. 
  Acknowledgements: We thank colleagues from the National Mycobacterium Reference Service-South (NMRS-South), UK Health Security Agency (UKHSA) for
 their kind assistance with provision of mycobacterial isolates, pre-distribution characterisations and confirmatory testing. 
  
  Enquiries: For repeat specimens, please request using the web form, (https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens) stating your
 laboratory identification number, the distribution name and number, specimen number(s), and reason for request.
 Any technical enquiries related to this distribution, please contact organiser@ukneqasmicro.org.uk stating your laboratory identification number. 
  
  Please use the following links for information on: 
 1. Report format explained https://ukneqasmicro.org.uk/participant-info/report-format-explained/
 2. How to interpret your performance (cumulative score and performance rating) https://ukneqasmicro.org.uk/interpretation-of-performance-2/
 3. Scoring https://ukneqasmicro.org.uk/participant-info/information-on-scoring/
 4. Bacteriology and mycology specific scoring https://ukneqasmicro.org.uk/participant-info/bacteriology-and-mycology-specific-scoring/
 5. Homogeneity https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity
 6. Stability https://ukneqasmicro.org.uk/?r3d=information-on-stability
 For further information about the Service including confidentiality, please refer to the Directory & Participants Manual
 https://ukneqasmicro.org.uk/participant-info/directory-participants-manual/ 
  
  
 
 Report authorised by: Dr Jennifer Henderson, Scheme Organiser
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 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for Mycobacterium culture over the last 3 distributions is 12 
  For these distributions specimen numbers 5808B 5808C 5808D 5884A 5884B 5884C 5884D 5932A 5932B 5932C 5932D have been analysed and scored. 
  
  Number of reports returned and scored 11 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 22 out of a possible total of 22 
  The mean score calculated from the reports returned by UK laboratories was 21.05 with a standard error of 1.81 
  
  Performance rating 
  Your performance rating for UK NEQAS for Mycobacterium culture (i.e. the number of standard errors by which your cumulative score lies above or below the
 mean for UK laboratories) is 0.52 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. 
  
  
  Your performance rating may change if other participants' results are amended. 
  
 No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
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 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
 

Negative result 

Number of Reports

 AAFB / Mycobacterium sp.
 M. tuberculosis

0 40 80 120 160 200

 UK(%)  All(%)  Score

47

220

216

(3.6)
(68.1) (26.8)
(8.7)

153

69

8
2

____
(69.5)

06
59

____
(23.2)

 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
  Neutralisation method used

UK (%) All (%)

9 (14.1) 16 (7.8)NaOH
0 (0.0) 1 (0.5)SLS
1 (1.6) 1 (0.5)Water
0 (0.0) 1 (0.5)Becton Dickinson
3 (4.7) 3 (1.5)NAOH+PBS
0 (0.0) 6 (2.9)NALC
2 (3.1) 6 (2.9)Acid media
1 (1.6) 7 (3.4)Unspecified
1 (1.6) 68 (33.0)NaOH+NALC

47 (73.4) 97 (47.1)Phosphate buffer

Number of Reports
0 20 40 60 80 100

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
  Solid culture media

UK (%) All (%)

4 (6.3) 8 (3.5)Neutral LJ
12 (18.8) 22 (9.6)LJ + glycerol

0 (0.0) 2 (0.9)Blood Agar
0 (0.0) 3 (1.3)Coletsos
0 (0.0) 3 (1.3)Middlebrook
2 (3.1) 4 (1.7)Neutral LJ G + P
6 (9.4) 6 (2.6)Neutral LJ+pyruvate
0 (0.0) 7 (3.0)Mid-brook agar 7H11
2 (3.1) 8 (3.5)Unspecified
0 (0.0) 9 (3.9)LJ + other

26 (40.6) 32 (13.9)LJ + pyruvate
10 (15.6) 119 (51.7)LJ

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
  Liquid culture media

UK (%) All (%)

2 (15.4) 2 (4.9)Unspecified
4 (30.8) 4 (9.8)Kirschner
3 (23.1) 11 (26.8)Middlebrook
4 (30.8) 24 (58.5)MGIT

Number of Reports
0 6 12 18 24 30

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
  Liquid culture media - automated

UK (%) All (%)

0 (0.0) 1 (0.7)Bactec unspecified
0 (0.0) 1 (0.7)BacT/ALERT 3D
0 (0.0) 3 (2.0)Middlebrook
1 (2.3) 3 (2.0)Unspecified
0 (0.0) 17 (11.3)Bactec MGIT

12 (27.3) 20 (13.3)BacT/ALERT MP
31 (70.5) 105 (70.0)MGIT

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932A  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus mitis. 
  Automated/Semi-automated method

UK (%) All (%)

0 (0.0) 1 (0.5)VersaTREK
0 (0.0) 1 (0.5)Hain
0 (0.0) 1 (0.5)PCR
0 (0.0) 1 (0.5)Unspecified
1 (1.6) 2 (1.0)Bactec 9000
1 (1.6) 2 (1.0)Becton Dickinson
0 (0.0) 3 (1.5)MGIT
4 (6.5) 7 (3.6)BacT/ALERT- unspec
9 (14.5) 20 (10.3)BacT/ALERT 3D

47 (75.8) 157 (80.5)Bactec MGIT

Number of Reports
0 40 80 120 160 200

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
 

Negative result 

Number of Reports

 AAFB / Mycobacterium sp.
 M. tuberculosis

0 30 60 90 120 150

 UK(%)  All(%)  Score

(21.7)
____

59
9

(67.3)

0

____

2

69

13(13.0)

148
(65.2)

(5.9)
(26.8)

15 2

220

45

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
  Neutralisation method used

UK (%) All (%)

9 (14.1) 16 (7.8)NaOH
0 (0.0) 1 (0.5)SLS
1 (1.6) 1 (0.5)Water
0 (0.0) 1 (0.5)Becton Dickinson
3 (4.7) 3 (1.5)NAOH+PBS
0 (0.0) 6 (2.9)NALC
2 (3.1) 6 (2.9)Acid media
1 (1.6) 7 (3.4)Unspecified
1 (1.6) 67 (32.7)NaOH+NALC

47 (73.4) 97 (47.3)Phosphate buffer

Number of Reports
0 20 40 60 80 100

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
  Solid culture media

UK (%) All (%)

4 (6.3) 8 (3.5)Neutral LJ
12 (18.8) 22 (9.6)LJ + glycerol

0 (0.0) 2 (0.9)Blood Agar
0 (0.0) 3 (1.3)Coletsos
0 (0.0) 3 (1.3)Middlebrook
2 (3.1) 4 (1.7)Neutral LJ G + P
6 (9.4) 6 (2.6)Neutral LJ+pyruvate
0 (0.0) 7 (3.1)Mid-brook agar 7H11
2 (3.1) 8 (3.5)Unspecified
0 (0.0) 9 (3.9)LJ + other

26 (40.6) 32 (14.0)LJ + pyruvate
10 (15.6) 118 (51.5)LJ

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
  Liquid culture media

UK (%) All (%)

2 (15.4) 2 (4.9)Unspecified
4 (30.8) 4 (9.8)Kirschner
3 (23.1) 11 (26.8)Middlebrook
4 (30.8) 24 (58.5)MGIT

Number of Reports
0 6 12 18 24 30

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
  Liquid culture media - automated

UK (%) All (%)

0 (0.0) 1 (0.7)Bactec unspecified
0 (0.0) 1 (0.7)BacT/ALERT 3D
0 (0.0) 3 (2.0)Middlebrook
1 (2.3) 3 (2.0)Unspecified
0 (0.0) 17 (11.3)Bactec MGIT

12 (27.3) 20 (13.3)BacT/ALERT MP
31 (70.5) 105 (70.0)MGIT

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932B  Specimen contained Mycobacterium tuberculosis, Staphylococcus epidermidis, and Streptococcus oralis. 
  Automated/Semi-automated method

UK (%) All (%)

0 (0.0) 1 (0.5)VersaTREK
0 (0.0) 1 (0.5)Hain
0 (0.0) 1 (0.5)PCR
0 (0.0) 1 (0.5)Unspecified
1 (1.6) 2 (1.0)Bactec 9000
1 (1.6) 2 (1.0)Becton Dickinson
0 (0.0) 3 (1.5)MGIT
4 (6.5) 7 (3.6)BacT/ALERT- unspec
9 (14.5) 20 (10.3)BacT/ALERT 3D

47 (75.8) 156 (80.4)Bactec MGIT

Number of Reports
0 40 80 120 160 200

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
 

Negative result 

Number of Reports

 AAFB / Mycobacterium sp.
 M. tuberculosis

0 40 80 120 160 200

 UK(%)  All(%)  Score

154

(0.0)

69

1
2

____

0

(70.0)

0
65

____
(23.2)

53

220

216

(0.5)
(76.8) (29.5)

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
  Neutralisation method used

UK (%) All (%)

9 (14.1) 16 (7.8)NaOH
0 (0.0) 1 (0.5)SLS
1 (1.6) 1 (0.5)Water
0 (0.0) 1 (0.5)Becton Dickinson
3 (4.7) 3 (1.5)NAOH+PBS
0 (0.0) 6 (2.9)NALC
2 (3.1) 6 (2.9)Acid media
1 (1.6) 7 (3.4)Unspecified
1 (1.6) 68 (33.0)NaOH+NALC

47 (73.4) 97 (47.1)Phosphate buffer

Number of Reports
0 20 40 60 80 100

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
  Solid culture media

UK (%) All (%)

4 (6.3) 8 (3.5)Neutral LJ
12 (18.8) 22 (9.6)LJ + glycerol

0 (0.0) 2 (0.9)Blood Agar
0 (0.0) 3 (1.3)Coletsos
0 (0.0) 3 (1.3)Middlebrook
2 (3.1) 4 (1.7)Neutral LJ G + P
6 (9.4) 6 (2.6)Neutral LJ+pyruvate
0 (0.0) 7 (3.0)Mid-brook agar 7H11
2 (3.1) 8 (3.5)Unspecified
0 (0.0) 9 (3.9)LJ + other

26 (40.6) 32 (13.9)LJ + pyruvate
10 (15.6) 119 (51.7)LJ

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
  Liquid culture media

UK (%) All (%)

2 (15.4) 2 (4.9)Unspecified
4 (30.8) 4 (9.8)Kirschner
3 (23.1) 11 (26.8)Middlebrook
4 (30.8) 24 (58.5)MGIT

Number of Reports
0 6 12 18 24 30

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
  Liquid culture media - automated

UK (%) All (%)

0 (0.0) 1 (0.7)Bactec unspecified
0 (0.0) 1 (0.7)BacT/ALERT 3D
0 (0.0) 3 (2.0)Middlebrook
1 (2.3) 3 (2.0)Unspecified
0 (0.0) 17 (11.3)Bactec MGIT

12 (27.3) 20 (13.3)BacT/ALERT MP
31 (70.5) 105 (70.0)MGIT

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932C  Specimen contained Mycobacterium tuberculosis, Streptococcus oralis, and Streptococcus salivarius. 
  Automated/Semi-automated method

UK (%) All (%)

0 (0.0) 1 (0.5)VersaTREK
0 (0.0) 1 (0.5)Hain
0 (0.0) 1 (0.5)PCR
0 (0.0) 1 (0.5)Unspecified
1 (1.6) 2 (1.0)Bactec 9000
1 (1.6) 2 (1.0)Becton Dickinson
0 (0.0) 3 (1.5)MGIT
4 (6.5) 7 (3.6)BacT/ALERT- unspec
9 (14.5) 20 (10.3)BacT/ALERT 3D

47 (75.8) 157 (80.5)Bactec MGIT

Number of Reports
0 40 80 120 160 200

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
 

Negative result 

Number of Reports

 AAFB / Mycobacterium sp.
 M. tuberculosis

0 40 80 120 160 200

 UK(%)  All(%)  Score

2

____
153

(1.4)

69

2

____
(23.2)

0

(69.5)

1
65

220

2
52
16

(29.5)
(0.9)

(75.4)

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
  Neutralisation method used

UK (%) All (%)

9 (14.1) 16 (7.8)NaOH
0 (0.0) 1 (0.5)SLS
1 (1.6) 1 (0.5)Water
0 (0.0) 1 (0.5)Becton Dickinson
3 (4.7) 3 (1.5)NAOH+PBS
0 (0.0) 6 (2.9)NALC
2 (3.1) 6 (2.9)Acid media
1 (1.6) 7 (3.4)Unspecified
1 (1.6) 68 (33.0)NaOH+NALC

47 (73.4) 97 (47.1)Phosphate buffer

Number of Reports
0 20 40 60 80 100

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
  Solid culture media

UK (%) All (%)

4 (6.3) 8 (3.5)Neutral LJ
12 (18.8) 22 (9.6)LJ + glycerol

0 (0.0) 2 (0.9)Blood Agar
0 (0.0) 3 (1.3)Coletsos
0 (0.0) 3 (1.3)Middlebrook
2 (3.1) 4 (1.7)Neutral LJ G + P
6 (9.4) 6 (2.6)Neutral LJ+pyruvate
0 (0.0) 7 (3.0)Mid-brook agar 7H11
2 (3.1) 8 (3.5)Unspecified
0 (0.0) 9 (3.9)LJ + other

26 (40.6) 32 (13.9)LJ + pyruvate
10 (15.6) 119 (51.7)LJ

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
  Liquid culture media

UK (%) All (%)

2 (15.4) 2 (4.9)Unspecified
4 (30.8) 4 (9.8)Kirschner
3 (23.1) 11 (26.8)Middlebrook
4 (30.8) 24 (58.5)MGIT

Number of Reports
0 6 12 18 24 30

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Mycobacterium culture

 Distribution : 5932

 Laboratory :

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
  Liquid culture media - automated

UK (%) All (%)

0 (0.0) 1 (0.7)Bactec unspecified
0 (0.0) 1 (0.7)BacT/ALERT 3D
0 (0.0) 3 (2.0)Middlebrook
1 (2.3) 3 (2.0)Unspecified
0 (0.0) 17 (11.3)Bactec MGIT

12 (27.3) 20 (13.3)BacT/ALERT MP
31 (70.5) 105 (70.0)MGIT

Number of Reports
0 30 60 90 120 150

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Specimen: 5932D  Specimen contained Mycobacterium tuberculosis, Streptococcus mitis, and Streptococcus salivarius. 
  Automated/Semi-automated method

UK (%) All (%)

0 (0.0) 1 (0.5)VersaTREK
0 (0.0) 1 (0.5)Hain
0 (0.0) 1 (0.5)PCR
0 (0.0) 1 (0.5)Unspecified
1 (1.6) 2 (1.0)Bactec 9000
1 (1.6) 2 (1.0)Becton Dickinson
0 (0.0) 3 (1.5)MGIT
4 (6.5) 7 (3.6)BacT/ALERT- unspec
9 (14.5) 20 (10.3)BacT/ALERT 3D

47 (75.8) 157 (80.5)Bactec MGIT

Number of Reports
0 40 80 120 160 200

 Unexpected pathogen  Negative result  AAFB / Mycobacterium sp.  M. tuberculosis  Incorrect Mycobacterium  MTBC

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Days to positive  mean

 Cumulative % of positive results at time shown (all participants)
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