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Dispatch Date : 05-May-2025

Intended Result Your Report Your Score
Specimen 5820A Measles IgG negative Measles 1gG negative 2

Mumps IgG positive Mumps IgG positive 2
Specimen 5820B Measles IgG positive Measles I1gG positive 2

Mumps IgG positive Mumps IgG positive 2
Specimen 5820C Measles IgG positive Measles 1gG positive 2

Mumps IgG positive Mumps IgG positive 2
Specimen 5820D Measles IgG positive Measles 1gG positive 2

Mumps IgG negative Mumps IgG negative 2

Cumulative score information

Total number of specimens sent to you for UK NEQAS Measles & Mumps IgG serology over the last 2 distributions is 8

For these distributions specimen numbers 8785 8786 8787 8788 5820A 5820B 5820C 5820D have been sent.

Number of specimens reported too late for analysis (not scored) 0

Your cumulative score for the specimen/test combinations that you reported was 30 out of a possible 30

The mean score calculated from the reports returned by UK laboratories testing the specimen/test combinations you examined was 29.48 with a standard error of
1.66.

Performance rating

Your performance rating for UK NEQAS Measles & Mumps IgG serology (i.e. the number of standard errors by which your cumulative score lies above or below
the mean for UK laboratories) is 0.32.

A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. Your performance rating may change if other
participants' results are amended.

No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.
The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round_only.

Your performance rating over the past 12 distributions
Your current performance rating is 0.32

Total score you achieved for each of the last 12 distributions
Your total score for this distribution is 16
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Comments:

Performance was excellent with 99.0% of participants reporting the intended results for Measles IgG and 99.3% of participants reporting the intended results for
Mumps IgG.

Please refer to the comments pages 6-7 for further information.

Quantitative results for Measles 1gG (expressed in mlU/mL) will no longer be included in the report as not enough participants report results in mlU/mL for a
representative data set. As no International Standard is available, quantitative values reported for Mumps IgG are not collated.

Turn around time: The time taken to report your results was 0-day(s). This information is provided for your own use and does not form part of your performance
assessment.

Enquiries: Pre-distribution test results are available should you experience a technical failure and wish to discuss the results. Written enquiries about this distribution
should be addressed to Dr Sanjiv Rughooputh at organiser@ukneqasmicro.org.uk. For repeat specimens in case of an EQA failure, please request using the web
form at https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens/.

Acknowledgements: We thank colleagues from UKHSA Bristol, St George's Hospital and Gloucestershire Hospitals for assistance with pre-distribution testing.

Report authorised by: Dr Sanjiv Rughooputh, Scheme Organiser.
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Four specimens were dispatched with a request to test for Measles IgG and Mumps IgG. Specimens 5820A,5820C and 5820D were derived from neat donations.
Specimen 5820B was pools of two donations. Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen: 5820A Measles IgG negative

Your Report : Measles IgG negative

UK () Al (%)
Your Score : 2
Virion Serion 4 6 (6.2 9 (6.2)
bioMerieux: Vidas ¢+ 32 (33.0) 36 (24.7)  Overall Results UK All Score
IDS 0 (0.0 1 (0.7)
Luminex xMAP 0 (0.0 1 (0.7)  Measles IgG positive 0 2 -1
Diesse : Chorus 1 (1.0 1 (0.7)  Measles IgG equivocal 1 1 1
DiaSorin 1 (1.0 2 (14)  Measles IgG negative 87 139 2
Euroimmun 0 (0.0 3 (21)
Other 2 (21) 3 (21) Total 88 142
Vircell 1 (1.0 5 (34) 9 Correct 98.9 97.9
NovaTec 7 (7.2 7 (4.8)
DiaSorin : Liaison 47 (48.5) 78 (53.4)
T T T T T ]
0 16 32 48 64 80
Number of Reports
I:, Positive D Equivocal . Negative
Specimen: 5820A Mumps IgG positive
UK (%) Al (%) Your Report : Mumps IgG positive
Your Score : 2
Virion Serion ¢ 2 (3.6) 4 (4.0)
bioMerieux : Vidas | ¢ 19 (34.5) 22 (21.8)  Overall Results UK Al Score
IDS 0 (0.0) 1 (1.0
Luminex xMAP 0 (0.0 1 (1.0)  Mumps IgG positive 49 98 2
Diesse : Chorus 1 (18) 1 (1.0)  Mumps IgG equivocal 0 0 1
_Other 1 (18) 1 (1.0)  Mumps IgG negative 1 1 -1
Euroimmun 0 (0.0 2 (2.0
NovaTec 3 (5.5) 3 (30) Total 50 99
Unspecified 2 (3.6) 3 (3.0) 9 Correct 98.0 99.0
Vircell 1 (18) 5 (5.0)
DiaSorin : Liaison | 26 (47.3) 58 (57.4)
M T T T T ]
0 12 24 36 48 60
Number of Reports
D Positive D Equivocal - Negative
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Dispatch Date : 05-May-2025

Four specimens were dispatched with a request to test for Measles IgG and Mumps IgG. Specimens 5820A,5820C and 5820D were derived from neat donations.
Specimen 5820B was pools of two donations. Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen: 5820B Measles IgG positive

Your Report : Measles IgG positive

UK (%) Al (%)
Your Score : 2
Virion Serion &+ 6 (6.2 9 (6.2
bioMerieux: Vidas | & 32 (33.0) 36 (24.7)  Overall Results UK Al Score
IDS 0 (0.0 1 (0.7)
Luminex xMAP 0 (0.0 1 (0.7)  Measles IgG positive 88 142 2
Diesse : Chorus 1 (1.0 1 (0.7)  Measles IgG equivocal 0 0 1
DiaSorin 1 (1.0 2 (14)  Measles IgG negative 0 0 -1
Euroimmun 0 (0.0 3 (2.1)
Other 2 (21) 3 21  Total 88 142
Vircell 1 (1.0) 5 (34) o Correct 100 100
NovaTec 7 (7.2) 7 (4.8)
DiaSorin : Liaison | 47 (485) 78 (53.4)
I T T T T 1
0 16 32 48 64 80
Number of Reports
I:, Positive D Equivocal . Negative
Specimen: 5820B mumps IgG positive
UK (%) Al (%) Your Report : Mumps IgG positive
Your Score : 2
Virion Serion ¢+ 2 (3.6) 4 (4.0
bioMerieux : Vidas | ¢ 19 (345) 22 (21.8)  OQverall Results UK All Score
IDS 0 (0.0 1 (1.0
Luminex xMAP 0 (0.0 1 (1.0)  Mumps IgG positive 50 99 2
Diesse : Chorus 1 (18) 1 (1.0)  Mumps IgG equivocal 0 0 1
_Other 1 (18) 1 (1.0)  Mumps IgG negative 0 0 -1
Euroimmun 0 (0.0 2 (2.0
NovaTec 3 (5.5) 3 (3.0) Total 50 99
Unspecified 2 (3.6 3 (30) 9 Correct 100 100
Vircell 1 (1.8) 5 (5.0
DiaSorin : Liaison | 26 (47.3) 58 (57.4)
I 1 1 1 1 1
0 12 24 36 48 60
Number of Reports
D Positive D Equivocal - Negative
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Dispatch Date : 05-May-2025

Four specimens were dispatched with a request to test for Measles IgG and Mumps IgG. Specimens 5820A,5820C and 5820D were derived from neat donations.
Specimen 5820B was pools of two donations. Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen: 5820C Measles IgG positive

Your Report : Measles IgG positive

UK (%) Al (%)
Your Score : 2
Virion Serion &+ 6 (6.2 9 (6.2
bioMerieux: Vidas | & 32 (33.0) 36 (24.7)  Overall Results UK Al Score
IDS 0 (0.0 1 (0.7)
Luminex xMAP 0 (0.0 1 (0.7)  Measles IgG positive 88 142 2
Diesse : Chorus 1 (1.0 1 (0.7)  Measles IgG equivocal 0 0 1
DiaSorin 1 (1.0 2 (14)  Measles IgG negative 0 0 -1
Euroimmun 0 (0.0 3 (2.1)
Other 2 (21) 3 21  Total 88 142
Vircell 1 (1.0) 5 (34) o Correct 100 100
NovaTec 7 (7.2) 7 (4.8)
DiaSorin : Liaison | 47 (485) 78 (53.4)
I T T T T 1
0 16 32 48 64 80
Number of Reports
I:, Positive D Equivocal . Negative
Specimen: 5820C mumps IgG positive
UK (%) Al (%) Your Report : Mumps IgG positive
Your Score : 2
Virion Serion ¢+ 2 (3.6) 4 (4.0
bioMerieux : Vidas | ¢ 19 (345) 22 (21.8)  OQverall Results UK All Score
IDS 0 (0.0 1 (1.0
Luminex xMAP 0 (0.0 1 (1.0)  Mumps IgG positive 50 99 2
Diesse : Chorus 1 (18) 1 (1.0)  Mumps IgG equivocal 0 0 1
_Other 1 (18) 1 (1.0)  Mumps IgG negative 0 0 -1
Euroimmun 0 (0.0 2 (2.0
NovaTec 3 (5.5) 3 (3.0) Total 50 99
Unspecified 2 (3.6 3 (30) 9 Correct 100 100
Vircell 1 (1.8) 5 (5.0
DiaSorin : Liaison | 26 (47.3) 58 (57.4)
I 1 1 1 1 1
0 12 24 36 48 60
Number of Reports
D Positive D Equivocal - Negative
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Four specimens were dispatched with a request to test for Measles IgG and Mumps IgG. Specimens 5820A,5820C and 5820D were derived from neat donations.
Specimen 5820B was pools of two donations. Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen: 5820D Measles IgG positive

Your Report : Measles IgG positive

UK (%) Al (%)
Your Score : 2
Virion Serion &+ 6 (6.2 9 (6.2
bioMerieux: Vidas | & 32 (33.0) 36 (24.7)  Overall Results UK Al Score
IDS 0 (0.0 1 (0.7)
Luminex xMAP 0 (0.0 1 (0.7)  Measles IgG positive 88 139 2
Diesse : Chorus 1 (1.0 1 (0.7)  Measles IgG equivocal 0 1 1
DiaSorin 1 (1.0 2 (14)  Measles IgG negative 0 2 -1
Euroimmun 0 (0.0) 3 (21
Other 2 (21) 3 21  Total 88 142
Vircell 1 (1.0 5 (34) 9 correct 100 97.9
NovaTec 7 (7.2) 7 (4.8
DiaSorin : Liaison [ | 47 485) 78 (53.4)
I T T T T 1
0 16 32 48 64 80
Number of Reports
I:, Positive D Equivocal . Negative
Specimen: 5820D Mumps IgG negative
UK (%) Al (%) Your Report : Mumps 1gG negative
Your Score : 2
Virion Serion 4 2 (3.6) 4 (4.0
bioMerieux : Vidas ¢+ 19 (34.5) 22 (21.8)  Overall Results UK Al Score
IDS 0 (0.0) 1 (1.0)
Luminex xMAP 0 (0.0 1 (1.0)  Mumps IgG positive 1 2 -1
Diesse : Chorus 1 (18) 1 (1.0)  Mumps IgG equivocal 0 0 1
_Other 1 (18) 1 (1.0)  Mumps IgG negative 49 97 2
Euroimmun 0 (0.0 2 (2.0
NovaTec 3 (5.5) 3 (30) Total 50 99
Unspecified 2 (3.6 3 (30) 9 Correct 98.0 98.0
Vircell 1 (1.8) 5 (5.0
DiaSorin : Liaison 26 (47.3) 58 (57.4)
I 1 1 1 1 1
0 12 24 36 48 60
Number of Reports
D Positive D Equivocal - Negative
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Comments on distribution 5820

The overall performance in this distribution was excellent, with 99.1% of participants reporting
the intended results for scored specimens. This is an improvement of 0.9% on distribution
5687, where the overall performance was 98.2%.

The return rate was very good, with 93.1% of participants returning their results within the
prescribed time. This is a decline of 1.3% over the previous distribution where the return rate
was 94.4%.

Participants are requested to provide more details on the methods they use to have
better platform groupings. This information is very helpful for troubleshooting in case
of kit/ platform issues.

Investigating incorrect results and non-return of results

Participants who did not obtain the intended results are requested to investigate and report
the plausible root cause by completing an incident review form (IRF) online within 30 days of
this report being published. IRFs are taken into considerations when poor performance
analysis is carried out for the National Quality Assurance Advisory Panel (NQAAP).

Non-return of results is considered as poor performance.

Participants who did not return their results should also complete an IRF. IRFs are available
on the following link: https://uknegasmicro.org.uk/incident-review-form/

Operated by UK Health Security Agency ) © Copyright. The data in UK NEQAS reports are confidential. Participants must
61 Colindale Avenue consult the scheme organiser before quoting data from the scheme.
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Please use the following links for information on

Report format explained:

https://uknegasmicro.org.uk/participant-info/report-format-explained/

How to interpret your performance (cumulative score and performance rating):

https://uknegasmicro.org.uk/interpretation-of-performance-2/

Scoring:

https://uknegasmicro.org.uk/participant-info/information-on-scoring/

Homogeneity:

https://uknegasmicro.org.uk/?r3d=information-of-homogeneity/

Stability:

https://uknegasmicro.org.uk/?r3d=information-on-stability/

For further information about the Service including confidentiality, please refer to the
Directory and Participants Manual:

https://uknegasmicro.org.uk/participant-info/directory-participants-manual

End of report
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