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 Your Score Your Report Intended Result

 Specimen 5876A  C. trachomatis negative  C. trachomatis negative  2
 N. gonorrhoeae negative  N. gonorrhoeae negative  2
 T. vaginalis positive  T. vaginalis positive  2
 HSV negative  HSV negative  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium negative  M. genitalium negative  2

 Specimen 5876B  C. trachomatis negative  C. trachomatis negative  2
 N. gonorrhoeae positive  N. gonorrhoeae positive  2
 T. vaginalis negative  T. vaginalis negative  2
 HSV negative  HSV negative  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium negative  M. genitalium negative  2

 Specimen 5876C  C. trachomatis negative  C. trachomatis negative  2
 N. gonorrhoeae negative  N. gonorrhoeae negative  2
 T. vaginalis negative  T. vaginalis negative  2
 HSV negative  HSV negative  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium negative  M. genitalium negative  2

 Specimen 5876D  C. trachomatis negative  C. trachomatis negative  2
 N. gonorrhoeae negative  N. gonorrhoeae negative  2
 T. vaginalis negative  T. vaginalis negative  2
 HSV negative  HSV negative  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium positive  M. genitalium positive  2

 Specimen 5876E  C. trachomatis negative  C. trachomatis negative  2
 N. gonorrhoeae negative  N. gonorrhoeae negative  2
 T. vaginalis negative  T. vaginalis negative  2
 HSV-2 positive  HSV-2 positive  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium negative  M. genitalium negative  2

 Specimen 5876F  C. trachomatis positive  C. trachomatis positive  2
 N. gonorrhoeae positive  N. gonorrhoeae positive  2
 T. vaginalis negative  T. vaginalis negative  2
 HSV negative  HSV negative  2
 U. urealyticum negative  U. urealyticum negative  2
 M. genitalium negative  M. genitalium negative  2

  Comments: 
  This scheme is not ISO/IEC 17043:2023 accredited at this moment. All principles and practices of the ISO 17043:2023 standard are followed in the
 delivery of this scheme. 

  Please see pages 15 to 17 for comments 

 In the histograms on page 3 and subsequent pages a maximum of 12 kit results are displayed: these include the most commonly used methods and the method
 used in your laboratory indicated by an arrow. The figures in the histograms and those in the overall results tables may differ due to exclusion of kits displayed in the
 histograms resulting in apparently lower numbers of data sets in the histograms.

  Turn around time: The time taken to report your results was -days. This information is provided for your own use and does not form part of your performance
 assessment. 

  Enquiries: Pre-distribution test results are available should you experience a technical failure and wish to discuss the results. Written enquiries about this distribution
 should be addressed to Dr Sanjiv Rughooputh at organiser@ukneqasmicro.org.uk. For repeat specimens please request using the web form at 
 https://ukneqasmicro.org.uk/participant-info/order-repeat-specimens/. 

  Acknowledgements: We thank colleagues from UKHSA Manchester, University Hospital Southampton, UKHSA Bristol and Gloucestershire Hospitals for their
 assistance with pre-distribution testing. We thank colleagues from Royal London Hospital and UK Health Security Agency STI Reference Laboratory for provision of
 clinical isolates.

  Report authorised by: Dr Sanjiv Rughooputh, Scheme Organiser.
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 Cumulative score information 
  Total number of specimens sent to you for UK NEQAS for STI multiplex over the last 1 distributions is 6 
  For these distributions specimen numbers 5876A 5876B 5876C 5876D 5876E 5876F have been analysed and scored. 
  
  Number of reports analysed 1 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 72 out of a possible total of 72 
  
  The mean score calculated from the reports returned by UK laboratories was 71.48 (with a standard error of 1.31)
  
  Performance rating 
  Your performance rating for UK NEQAS for STI multiplex (i.e. the number of standard errors by which your cumulative score lies above or below the mean) for UK 
 laboratories is 0.40. 
  A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.
 Please note your performance rating may alter if other participants' results are amended. 
  No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance. 
  The box plot displayed at the right of the Performance Rating graph represents data for the latest EQA distribution round only. 
 

P
er

fo
rm

an
ce

 R
at

in
g

Distribution

Your performance rating over 1 distribution
Your current performance rating is 0.40

MICPERF2

5876
-4
-3
-2
-1
0
1
2
3
4

A
ll

U
K

T
ot

al
 s

co
re

Distribution

Total score you achieved for the last 1 distribution
Your total score for this distribution is 72

MICPERF2X

5876
0
9

18
27
36
45
54
63
72

of 17



Dispatch Date : 28-Jul-2025

Page 3

 STI multiplex

 Distribution : 5876

 Laboratory :

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876A  Specimen type: urine 
  Intended result: C. trachomatis negative

UK (%) All (%)

5 (31.3) 5 (16.1)Roche: cobas CT/NG
0 (0.0) 1 (3.2)Anatolia Geneworks
0 (0.0) 1 (3.2)Master Diag: Flow Chip
0 (0.0) 1 (3.2)PANA RealTyper STD
0 (0.0) 1 (3.2)Seegene: Anyplex II STI7e
1 (6.3) 1 (3.2)In house
0 (0.0) 1 (3.2)BD: MAX
1 (6.3) 1 (3.2)Other
1 (6.3) 2 (6.5)ELITech: ELITe MGB
3 (18.8) 4 (12.9)Hologic: Aptima Combo
4 (25.0) 5 (16.1)Abbott: Alinity m STI
1 (6.3) 8 (25.8)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis negative

% Correct

0

100

2

34

Overall Results All

------------------------------------------------------------

-1

0

Score

0
34

------------------------------------------------------------
0

0

18Total

18

100

Invalid result

UK

 C. trachomatis positive
 C. trachomatis negative

 Your Score : 2

 Specimen: 5876A  Specimen type: urine 
  Intended result: N. gonorrhoeae negative

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 1 (3.3)Other
1 (6.7) 2 (6.7)ELITech: ELITe MGB
3 (20.0) 4 (13.3)Hologic: Aptima Combo
3 (20.0) 4 (13.3)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae negative

AllOverall Results

34

0
------------------------------------------------------------

-1

0
2

100% Correct

Invalid result

100

UK

0

18Total

0
18

0
------------------------------------------------------------

34

Score

 N. gonorrhoeae negative
 N. gonorrhoeae positive

 Your Score : 2

 Specimen: 5876A  Specimen type: urine 
  Intended result: T. vaginalis positive

UK (%) All (%)

4 (33.3) 4 (14.8)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)Hologic: Aptima TV
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis positive

14

14

0

Total

0

100

Invalid result

UK Score

30
0

------------------------------------------------------------

0

100

-1

30

AllOverall Results

------------------------------------------------------------

2

0

% Correct

 Your Score : 2

 T. vaginalis positive
 T. vaginalis negative

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 10:39 on Monday 22 September 2025
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876A  Specimen type: urine 
  Intended result: HSV negative

UK (%) All (%)

3 (30.0) 3 (15.8)Roche: cobas HSV 1&2
1 (10.0) 1 (5.3)Eurobio Scientific
0 (0.0) 1 (5.3)Anatolia Geneworks
0 (0.0) 1 (5.3)Master Diag: Flow Chip
0 (0.0) 1 (5.3)PANA RealTyper STD
1 (10.0) 1 (5.3)Hologic: Aptima HSV 1&2
1 (10.0) 1 (5.3)In house
0 (0.0) 1 (5.3)BD: MAX
1 (10.0) 1 (5.3)Other
0 (0.0) 2 (10.5)Allplex Genital ulcer
2 (20.0) 2 (10.5)Abbott: Alinity m STI
1 (10.0) 4 (21.1)ELITech: ELITe MGB

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV negative

-1

Invalid result
2

All

0

20

HSV positive

UK

100

-10

0
0

0
20

------------------------------------------------------------
0

HSV-2 positive

------------------------------------------------------------

0

Overall Results

% Correct

-1
11

HSV-1 positive

HSV negative

Total 11

0

0

100

Score

 Your Score : 2

 Specimen: 5876A  Specimen type: urine 
  Intended result: U. urealyticum negative

UK (%) All (%)

2 (50.0) 2 (12.5)Other
0 (0.0) 1 (6.3)Anatolia Geneworks
0 (0.0) 1 (6.3)Master Diag: Flow Chip
0 (0.0) 1 (6.3)PANA RealTyper STD
0 (0.0) 1 (6.3)Seegene: Anyplex II STI7e
1 (25.0) 1 (6.3)In house
0 (0.0) 1 (6.3)BD: MAX
1 (25.0) 8 (50.0)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

4Total

0

0
4

Invalid result

100

UK Score

0
------------------------------------------------------------

17
0

2

100

Overall Results All

17

0
------------------------------------------------------------

-1

% Correct

 Your Score : 2

 U. urealyticum positive
 U. urealyticum negative

 Specimen: 5876A  Specimen type: urine 
  Intended result: M. genitalium negative

UK (%) All (%)

5 (41.7) 5 (18.5)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Hologic: Aptima MG
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium negative

------------------------------------------------------------

-1

0

30

Overall Results All

100

2
0

% Correct

UK

100

Invalid result
14
0

14

0

Total

30

------------------------------------------------------------
0

Score

 M. genitalium negative
 M. genitalium positive

 Your Score : 2

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 10:39 on Monday 22 September 2025
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876B  Specimen type: urine 
  Intended result: C. trachomatis negative

UK (%) All (%)

5 (31.3) 5 (16.1)Roche: cobas CT/NG
0 (0.0) 1 (3.2)Anatolia Geneworks
0 (0.0) 1 (3.2)Master Diag: Flow Chip
0 (0.0) 1 (3.2)PANA RealTyper STD
0 (0.0) 1 (3.2)Seegene: Anyplex II STI7e
1 (6.3) 1 (3.2)In house
0 (0.0) 1 (3.2)BD: MAX
1 (6.3) 1 (3.2)Other
1 (6.3) 2 (6.5)ELITech: ELITe MGB
3 (18.8) 4 (12.9)Hologic: Aptima Combo
4 (25.0) 5 (16.1)Abbott: Alinity m STI
1 (6.3) 8 (25.8)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis negative

18
0

18Total

0

UK

Invalid result

100

Score
------------------------------------------------------------

34
0

2

100

0 0
------------------------------------------------------------

-1

AllOverall Results

34
% Correct

 Your Score : 2

 C. trachomatis positive
 C. trachomatis negative

 Specimen: 5876B  Specimen type: urine 
  Intended result: N. gonorrhoeae positive

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 1 (3.3)Other
1 (6.7) 2 (6.7)ELITech: ELITe MGB
3 (20.0) 4 (13.3)Hologic: Aptima Combo
3 (20.0) 4 (13.3)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae positive

Total 18

0

18
0

Invalid result

100

UK Score

34
------------------------------------------------------------

0
0

-1

100

Overall Results All

34

0
------------------------------------------------------------

2

% Correct

 Your Score : 2

 N. gonorrhoeae positive
 N. gonorrhoeae negative

 Specimen: 5876B  Specimen type: urine 
  Intended result: T. vaginalis negative

UK (%) All (%)

4 (33.3) 4 (14.8)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)Hologic: Aptima TV
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis negative

UK

100

Invalid result
14
0

14Total

0
30

------------------------------------------------------------
0

Score

------------------------------------------------------------

-1

0

30

AllOverall Results

100

2
0

% Correct

 Your Score : 2

 T. vaginalis negative
 T. vaginalis positive
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876B  Specimen type: urine 
  Intended result: HSV negative

UK (%) All (%)

3 (30.0) 3 (15.0)Roche: cobas HSV 1&2
1 (10.0) 1 (5.0)Eurobio Scientific
0 (0.0) 1 (5.0)Anatolia Geneworks
0 (0.0) 1 (5.0)Master Diag: Flow Chip
0 (0.0) 1 (5.0)PANA RealTyper STD
1 (10.0) 1 (5.0)Hologic: Aptima HSV 1&2
1 (10.0) 1 (5.0)In house
0 (0.0) 1 (5.0)BD: MAX
1 (10.0) 1 (5.0)Other
2 (20.0) 2 (10.0)Abbott: Alinity m STI
0 (0.0) 3 (15.0)Allplex Genital ulcer
1 (10.0) 4 (20.0)ELITech: ELITe MGB

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV negative

0

Score

100

HSV negative

11

0

Total

Overall Results

0

------------------------------------------------------------

HSV-2 positive
HSV-1 positive

11
-1

% Correct

0
------------------------------------------------------------

0

100

-1

UK

0
21

0
0

HSV positive

All

2

-1

Invalid result

21

0

 Your Score : 2

 Specimen: 5876B  Specimen type: urine 
  Intended result: U. urealyticum negative

UK (%) All (%)

2 (50.0) 2 (12.5)Other
0 (0.0) 1 (6.3)Anatolia Geneworks
0 (0.0) 1 (6.3)Master Diag: Flow Chip
0 (0.0) 1 (6.3)PANA RealTyper STD
0 (0.0) 1 (6.3)Seegene: Anyplex II STI7e
1 (25.0) 1 (6.3)In house
0 (0.0) 1 (6.3)BD: MAX
1 (25.0) 8 (50.0)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

% Correct

2

94.1

0 0
------------------------------------------------------------

-1

Overall Results All

17

Score
------------------------------------------------------------

16
1

4

4Total

0

0

UK

Invalid result

100

 U. urealyticum positive
 U. urealyticum negative

 Your Score : 2

 Specimen: 5876B  Specimen type: urine 
  Intended result: M. genitalium negative

UK (%) All (%)

5 (41.7) 5 (18.5)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Hologic: Aptima MG
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium negative

14
0

14Total

0

UK

100

Invalid result

Score

30

------------------------------------------------------------
0

100

2
0

-1

------------------------------------------------------------
0

30

AllOverall Results

% Correct

 Your Score : 2

 M. genitalium positive
 M. genitalium negative

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: C. trachomatis negative

UK (%) All (%)

5 (31.3) 5 (16.1)Roche: cobas CT/NG
0 (0.0) 1 (3.2)Anatolia Geneworks
0 (0.0) 1 (3.2)Master Diag: Flow Chip
0 (0.0) 1 (3.2)PANA RealTyper STD
0 (0.0) 1 (3.2)Seegene: Anyplex II STI7e
1 (6.3) 1 (3.2)In house
0 (0.0) 1 (3.2)BD: MAX
1 (6.3) 1 (3.2)Other
1 (6.3) 2 (6.5)ELITech: ELITe MGB
3 (18.8) 4 (12.9)Hologic: Aptima Combo
4 (25.0) 5 (16.1)Abbott: Alinity m STI
1 (6.3) 8 (25.8)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis negative

% Correct

------------------------------------------------------------

-1

0

34

Overall Results All

100

2
0

34

------------------------------------------------------------
0

ScoreUK

100

Invalid result
18
0

18Total

0
 C. trachomatis negative
 C. trachomatis positive

 Your Score : 2

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: N. gonorrhoeae negative

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 1 (3.3)Other
1 (6.7) 2 (6.7)ELITech: ELITe MGB
3 (20.0) 4 (13.3)Hologic: Aptima Combo
3 (20.0) 4 (13.3)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae negative

------------------------------------------------------------

-1

0

34

Overall Results All

100

2
0

% Correct

UK

100

Invalid result
18
0

0

18Total

34

------------------------------------------------------------
0

Score

 N. gonorrhoeae negative
 N. gonorrhoeae positive

 Your Score : 2

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: T. vaginalis negative

UK (%) All (%)

4 (33.3) 4 (14.8)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)Hologic: Aptima TV
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis negative

Score
------------------------------------------------------------

29
1

14
0

14Total

0

UK

Invalid result

100% Correct

2

96.7

0 0
------------------------------------------------------------

-1

Overall Results All

30

 Your Score : 2

 T. vaginalis positive
 T. vaginalis negative
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: HSV negative

UK (%) All (%)

4 (33.3) 4 (17.4)Roche: cobas HSV 1&2
1 (8.3) 1 (4.3)Eurobio Scientific
0 (0.0) 1 (4.3)Anatolia Geneworks
0 (0.0) 1 (4.3)Master Diag: Flow Chip
0 (0.0) 1 (4.3)PANA RealTyper STD
1 (8.3) 1 (4.3)In house
0 (0.0) 1 (4.3)BD: MAX
1 (8.3) 1 (4.3)Other
2 (16.7) 2 (8.7)Hologic: Aptima HSV 1&2
2 (16.7) 2 (8.7)Abbott: Alinity m STI
1 (8.3) 4 (17.4)ELITech: ELITe MGB
0 (0.0) 4 (17.4)Allplex Genital ulcer

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV negative

13

0

Total

HSV negative

100

Score

0 -1

% Correct

HSV-1 positive

13
HSV-2 positive

------------------------------------------------------------

Overall Results

0

0

0
24

0

-1

100

UK

0

------------------------------------------------------------
0

0

24

2
Invalid result

-1

All

HSV positive

 Your Score : 2

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: U. urealyticum negative

UK (%) All (%)

2 (50.0) 2 (12.5)Other
0 (0.0) 1 (6.3)Anatolia Geneworks
0 (0.0) 1 (6.3)Master Diag: Flow Chip
0 (0.0) 1 (6.3)PANA RealTyper STD
0 (0.0) 1 (6.3)Seegene: Anyplex II STI7e
1 (25.0) 1 (6.3)In house
0 (0.0) 1 (6.3)BD: MAX
1 (25.0) 8 (50.0)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

% Correct

2

100

0 0
------------------------------------------------------------

-1

Overall Results All

17

Score
------------------------------------------------------------

17
0

4

Total 4

0

0

UK

Invalid result

100

 U. urealyticum positive
 U. urealyticum negative

 Your Score : 2

 Specimen: 5876C  Specimen type: vaginal swab 
  Intended result: M. genitalium negative

UK (%) All (%)

5 (41.7) 5 (18.5)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Hologic: Aptima MG
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium negative

% Correct

0

-1

------------------------------------------------------------

AllOverall Results

30

2

100

0

------------------------------------------------------------

30
0

ScoreUK

Invalid result

100

14

14

0

Total

0
 M. genitalium negative
 M. genitalium positive

 Your Score : 2
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: C. trachomatis negative

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 2 (6.7)ELITech: ELITe MGB
3 (20.0) 4 (13.3)Hologic: Aptima Combo
4 (26.7) 5 (16.7)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis negative

% Correct
33

Overall Results All

------------------------------------------------------------

-1

00

100

2
0
33

------------------------------------------------------------
Score

100

Invalid result

UK

0

0

17Total

17 C. trachomatis negative
 C. trachomatis positive

 Your Score : 2

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: N. gonorrhoeae negative

UK (%) All (%)

5 (35.7) 5 (17.2)Roche: cobas CT/NG
0 (0.0) 1 (3.4)Anatolia Geneworks
0 (0.0) 1 (3.4)Master Diag: Flow Chip
0 (0.0) 1 (3.4)PANA RealTyper STD
0 (0.0) 1 (3.4)Seegene: Anyplex II STI7e
1 (7.1) 1 (3.4)In house
0 (0.0) 1 (3.4)BD: MAX
1 (7.1) 2 (6.9)ELITech: ELITe MGB
3 (21.4) 4 (13.8)Hologic: Aptima Combo
3 (21.4) 4 (13.8)Abbott: Alinity m STI
1 (7.1) 8 (27.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae negative

0
------------------------------------------------------------

-1

Overall Results All

33

2

100

0

% Correct

UK

Invalid result

100

17
0

17Total

0
------------------------------------------------------------

33
0

Score

 N. gonorrhoeae negative
 N. gonorrhoeae positive

 Your Score : 2

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: T. vaginalis negative

UK (%) All (%)

4 (36.4) 4 (15.4)Roche: cobas TV/MG
0 (0.0) 1 (3.8)Anatolia Geneworks
0 (0.0) 1 (3.8)Master Diag: Flow Chip
0 (0.0) 1 (3.8)PANA RealTyper STD
0 (0.0) 1 (3.8)Seegene: Anyplex II STI7e
1 (9.1) 1 (3.8)In house
0 (0.0) 1 (3.8)BD: MAX
1 (9.1) 2 (7.7)Hologic: Aptima TV
1 (9.1) 2 (7.7)ELITech: ELITe MGB
3 (27.3) 4 (15.4)Abbott: Alinity m STI
1 (9.1) 8 (30.8)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis negative

29

------------------------------------------------------------
0

ScoreUK

100

Invalid result
13
0

13

0

Total
% Correct

-1

------------------------------------------------------------
0

29

Overall Results All

100

2
0

 Your Score : 2

 T. vaginalis negative
 T. vaginalis positive
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: HSV negative

UK (%) All (%)

4 (36.4) 4 (19.0)Roche: cobas HSV 1&2
1 (9.1) 1 (4.8)Eurobio Scientific
0 (0.0) 1 (4.8)Anatolia Geneworks
0 (0.0) 1 (4.8)Master Diag: Flow Chip
0 (0.0) 1 (4.8)PANA RealTyper STD
1 (9.1) 1 (4.8)In house
0 (0.0) 1 (4.8)BD: MAX
2 (18.2) 2 (9.5)Hologic: Aptima HSV 1&2
2 (18.2) 2 (9.5)Abbott: Alinity m STI
0 (0.0) 3 (14.3)Allplex Genital ulcer
1 (9.1) 4 (19.0)ELITech: ELITe MGB

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV negative

Total 12

0
HSV negative

100

Score

0

% Correct

-1
12

HSV-1 positive
HSV-2 positive

------------------------------------------------------------

0

Overall Results

0
0

0
22

UK

100

-10

------------------------------------------------------------
0

22

0
Invalid result

-1

2

All

HSV positive

 Your Score : 2

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: U. urealyticum negative

UK (%) All (%)

1 (33.3) 1 (6.7)Other
0 (0.0) 1 (6.7)Anatolia Geneworks
0 (0.0) 1 (6.7)Master Diag: Flow Chip
0 (0.0) 1 (6.7)PANA RealTyper STD
0 (0.0) 1 (6.7)Seegene: Anyplex II STI7e
1 (33.3) 1 (6.7)In house
0 (0.0) 1 (6.7)BD: MAX
1 (33.3) 8 (53.3)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

0

100

2

16

AllOverall Results

------------------------------------------------------------

-1

0

% Correct

0

Total 3

0
3

100

Invalid result

UK Score

0
16

------------------------------------------------------------
 U. urealyticum positive
 U. urealyticum negative

 Your Score : 2

 Specimen: 5876D  Specimen type: vaginal swab 
  Intended result: M. genitalium positive

UK (%) All (%)

5 (45.5) 5 (19.2)Roche: cobas TV/MG
0 (0.0) 1 (3.8)Anatolia Geneworks
0 (0.0) 1 (3.8)Master Diag: Flow Chip
0 (0.0) 1 (3.8)PANA RealTyper STD
0 (0.0) 1 (3.8)Hologic: Aptima MG
0 (0.0) 1 (3.8)Seegene: Anyplex II STI7e
1 (9.1) 1 (3.8)In house
0 (0.0) 1 (3.8)BD: MAX
1 (9.1) 2 (7.7)ELITech: ELITe MGB
3 (27.3) 4 (15.4)Abbott: Alinity m STI
1 (9.1) 8 (30.8)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium positive

Overall Results All

29

0

2

------------------------------------------------------------
0

-1

96.6% Correct

Invalid result

92.3

UK

13

0

Total

12
1

28
------------------------------------------------------------

1

Score

 M. genitalium negative
 M. genitalium positive

 Your Score : 2
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: C. trachomatis negative

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 1 (3.3)Other
1 (6.7) 2 (6.7)ELITech: ELITe MGB
2 (13.3) 3 (10.0)Hologic: Aptima Combo
4 (26.7) 5 (16.7)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis negative

UK

Invalid result

100

17
1

17Total

0
------------------------------------------------------------

32
0

Score

0

-1

------------------------------------------------------------

AllOverall Results

33

2

97.0

0

% Correct

 Your Score : 2

 C. trachomatis negative
 C. trachomatis positive

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: N. gonorrhoeae negative

UK (%) All (%)

5 (35.7) 5 (17.2)Roche: cobas CT/NG
0 (0.0) 1 (3.4)Anatolia Geneworks
0 (0.0) 1 (3.4)Master Diag: Flow Chip
0 (0.0) 1 (3.4)PANA RealTyper STD
0 (0.0) 1 (3.4)Seegene: Anyplex II STI7e
1 (7.1) 1 (3.4)In house
0 (0.0) 1 (3.4)BD: MAX
1 (7.1) 1 (3.4)Other
1 (7.1) 2 (6.9)ELITech: ELITe MGB
2 (14.3) 3 (10.3)Hologic: Aptima Combo
3 (21.4) 4 (13.8)Abbott: Alinity m STI
1 (7.1) 8 (27.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae negative

100

Invalid result

UK

0

1

17Total

17
0
32

------------------------------------------------------------
Score

33

Overall Results All

------------------------------------------------------------

-1

00

97.0

2

% Correct

 Your Score : 2

 N. gonorrhoeae negative
 N. gonorrhoeae positive

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: T. vaginalis negative

UK (%) All (%)

4 (33.3) 4 (14.8)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)Hologic: Aptima TV
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis negative

14
0

Total 14

1

UK

100

Invalid result

Score

28

------------------------------------------------------------
1

93.3

2
0

-1

------------------------------------------------------------
0

30

AllOverall Results

% Correct

 Your Score : 2

 T. vaginalis positive
 T. vaginalis negative
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: HSV-2 positive

UK (%) All (%)

4 (33.3) 4 (17.4)Roche: cobas HSV 1&2
1 (8.3) 1 (4.3)Eurobio Scientific
0 (0.0) 1 (4.3)Anatolia Geneworks
0 (0.0) 1 (4.3)Master Diag: Flow Chip
0 (0.0) 1 (4.3)PANA RealTyper STD
1 (8.3) 1 (4.3)In house
0 (0.0) 1 (4.3)BD: MAX
1 (8.3) 1 (4.3)Other
2 (16.7) 2 (8.7)Hologic: Aptima HSV 1&2
2 (16.7) 2 (8.7)Abbott: Alinity m STI
1 (8.3) 4 (17.4)ELITech: ELITe MGB
0 (0.0) 4 (17.4)Allplex Genital ulcer

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV-2 positive

0

13Total

HSV negative

Score

100

24 2

% Correct

HSV-1 positive

0

------------------------------------------------------------

HSV-2 positive

Overall Results

0

13

0
0

0

100

2

UK

0

------------------------------------------------------------
0

24

0

-1

1

Invalid result

All

HSV positive

 Your Score : 2

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: U. urealyticum negative

UK (%) All (%)

2 (50.0) 2 (12.5)Other
0 (0.0) 1 (6.3)Anatolia Geneworks
0 (0.0) 1 (6.3)Master Diag: Flow Chip
0 (0.0) 1 (6.3)PANA RealTyper STD
0 (0.0) 1 (6.3)Seegene: Anyplex II STI7e
1 (25.0) 1 (6.3)In house
0 (0.0) 1 (6.3)BD: MAX
1 (25.0) 8 (50.0)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

% Correct

0
2

94.1

AllOverall Results

17

0
------------------------------------------------------------

-1

Score

0
------------------------------------------------------------

16

4

1

Total

0
4

Invalid result

100

UK

 U. urealyticum positive
 U. urealyticum negative

 Your Score : 2

 Specimen: 5876E  Specimen type: ulcer swab 
  Intended result: M. genitalium negative

UK (%) All (%)

5 (41.7) 5 (18.5)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Hologic: Aptima MG
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium negative

0
29

------------------------------------------------------------
Score

100

Invalid result

UK

0

14

1

Total

14

% Correct
30

AllOverall Results

------------------------------------------------------------

-1

00

96.7

2

 Your Score : 2

 M. genitalium negative
 M. genitalium positive
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 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: C. trachomatis positive

UK (%) All (%)

5 (31.3) 5 (16.1)Roche: cobas CT/NG
0 (0.0) 1 (3.2)Anatolia Geneworks
0 (0.0) 1 (3.2)Master Diag: Flow Chip
0 (0.0) 1 (3.2)PANA RealTyper STD
0 (0.0) 1 (3.2)Seegene: Anyplex II STI7e
1 (6.3) 1 (3.2)In house
0 (0.0) 1 (3.2)BD: MAX
1 (6.3) 1 (3.2)Other
1 (6.3) 2 (6.5)ELITech: ELITe MGB
3 (18.8) 4 (12.9)Hologic: Aptima Combo
4 (25.0) 5 (16.1)Abbott: Alinity m STI
1 (6.3) 8 (25.8)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : C. trachomatis positive

18

18

0

Total

0

100

Invalid result

UK Score

34
0

------------------------------------------------------------

0

100

-1

34

Overall Results All

------------------------------------------------------------

2

0

% Correct

 Your Score : 2

 C. trachomatis positive
 C. trachomatis negative

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: N. gonorrhoeae positive

UK (%) All (%)

5 (33.3) 5 (16.7)Roche: cobas CT/NG
0 (0.0) 1 (3.3)Anatolia Geneworks
0 (0.0) 1 (3.3)Master Diag: Flow Chip
0 (0.0) 1 (3.3)PANA RealTyper STD
0 (0.0) 1 (3.3)Seegene: Anyplex II STI7e
1 (6.7) 1 (3.3)In house
0 (0.0) 1 (3.3)BD: MAX
1 (6.7) 1 (3.3)Other
1 (6.7) 2 (6.7)ELITech: ELITe MGB
3 (20.0) 4 (13.3)Hologic: Aptima Combo
3 (20.0) 4 (13.3)Abbott: Alinity m STI
1 (6.7) 8 (26.7)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : N. gonorrhoeae positive

-1

100

0 0
------------------------------------------------------------

2

Overall Results All

34
% Correct

0

18

0

Total

18

UK

Invalid result

100

Score
------------------------------------------------------------

0
34 N. gonorrhoeae positive

 N. gonorrhoeae negative

 Your Score : 2

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: T. vaginalis negative

UK (%) All (%)

4 (33.3) 4 (14.8)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)Hologic: Aptima TV
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Allplex CT/NG/MG/TV

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : T. vaginalis negative

0

14

0

Total

14

100

Invalid result

UK Score

0
30

------------------------------------------------------------

0

100

2

30

Overall Results All

------------------------------------------------------------

-1

0

% Correct

 Your Score : 2

 T. vaginalis positive
 T. vaginalis negative

 Operated by UK Health Security Agency 
  61 Colindale Avenue 
  Colindale 
  London NW9 5EQ

 © Copyright. The data in UK NEQAS reports are confidential. Participants must
 consult the scheme organiser before quoting data from the scheme. 
  UK NEQAS for Microbiology 
  PO Box 63003 
  London NW9 1GH  Published at 10:39 on Monday 22 September 2025

of 17



Dispatch Date : 28-Jul-2025

Page 14

 STI multiplex

 Distribution : 5876

 Laboratory :

 Two simulated urine, three simulated vaginal swab and one simulated ulcer swab specimens were dispatched with a request to report on the presence of C.
 trachomatis, N. gonorrhoeae, T. vaginalis, HSV, U. urealyticum and M. genitalium. Specimen 5876A was prepared from cultured T. vaginalis originating from a
 clinical sample. Specimen 5876B was prepared from cultured N. gonorrhoeae originating from a clinical sample. Specimen 5876C was a negative specimen and
 only contained HEp-2 cells. Specimen 5876D was prepared from a clinical urine sample positive for M. genitalium. Specimen 5876E was prepared from cultured
 HSV-2. Specimen 5876F was prepared from cultured N. gonorrhoeae originating from a clinical sample and a clinical urine sample positive for C. trachomatis.

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: HSV negative

UK (%) All (%)

4 (33.3) 4 (18.2)Roche: cobas HSV 1&2
1 (8.3) 1 (4.5)Eurobio Scientific
0 (0.0) 1 (4.5)Anatolia Geneworks
0 (0.0) 1 (4.5)Master Diag: Flow Chip
0 (0.0) 1 (4.5)PANA RealTyper STD
1 (8.3) 1 (4.5)In house
0 (0.0) 1 (4.5)BD: MAX
1 (8.3) 1 (4.5)Other
2 (16.7) 2 (9.1)Hologic: Aptima HSV 1&2
2 (16.7) 2 (9.1)Abbott: Alinity m STI
0 (0.0) 3 (13.6)Allplex Genital ulcer
1 (8.3) 4 (18.2)ELITech: ELITe MGB

Number of Reports
0 1 2 3 4 5

 HSV-1 positive  HSV-2 positive  Negative  Invalid result  HSV positive

 Your Report : HSV negative

HSV negative

Total 13

0

0

Score

100

HSV-2 positive

------------------------------------------------------------

0

Overall Results

% Correct

-1
13

HSV-1 positive

UK

-1

100

0

0
0

23
0

------------------------------------------------------------
0

Invalid result

-1

2

All

0

23

HSV positive

 Your Score : 2

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: U. urealyticum negative

UK (%) All (%)

2 (50.0) 2 (12.5)Other
0 (0.0) 1 (6.3)Anatolia Geneworks
0 (0.0) 1 (6.3)Master Diag: Flow Chip
0 (0.0) 1 (6.3)PANA RealTyper STD
0 (0.0) 1 (6.3)Seegene: Anyplex II STI7e
1 (25.0) 1 (6.3)In house
0 (0.0) 1 (6.3)BD: MAX
1 (25.0) 8 (50.0)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : U. urealyticum negative

100

Invalid result

UK

0

Total 4

0
4

0
17

------------------------------------------------------------
Score

17

AllOverall Results

------------------------------------------------------------

-1

00

100

2

% Correct

 Your Score : 2

 U. urealyticum negative
 U. urealyticum positive

 Specimen: 5876F  Specimen type: vaginal swab 
  Intended result: M. genitalium negative

UK (%) All (%)

5 (41.7) 5 (18.5)Roche: cobas TV/MG
0 (0.0) 1 (3.7)Anatolia Geneworks
0 (0.0) 1 (3.7)Master Diag: Flow Chip
0 (0.0) 1 (3.7)PANA RealTyper STD
0 (0.0) 1 (3.7)Hologic: Aptima MG
0 (0.0) 1 (3.7)Seegene: Anyplex II STI7e
1 (8.3) 1 (3.7)In house
0 (0.0) 1 (3.7)BD: MAX
1 (8.3) 1 (3.7)Other
1 (8.3) 2 (7.4)ELITech: ELITe MGB
3 (25.0) 4 (14.8)Abbott: Alinity m STI
1 (8.3) 8 (29.6)Seegene: Allplex STI Ess

Number of Reports
0 2 4 6 8 10

 Positive  Negative  Invalid result

 Your Report : M. genitalium negative

------------------------------------------------------------

30
0

ScoreUK

Invalid result

100

14

14Total

0

0

% Correct

0
------------------------------------------------------------

-1

Overall Results All

30

2

100

0

 Your Score : 2

 M. genitalium negative
 M. genitalium positive
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Comments on distribution 5876 

 

This is the first distribution of the UK NEQAS STI multiplex EQA. 

Scoring and Performance monitoring is applicable for all participants in this distribution.  

 

Distribution 5876 consisted of 6 specimens containing sexually transmitted agents 

[Chlamydia trachomatis, Neisseria gonorrhoeae, Trichomonas vaginalis, Herpes simplex 

viruses (HSV), Ureaplasma urealyticum and Mycoplasma genitalium] where applicable. 

Hep2 cells were added as endogenous control in the specimens where required. 

 

Overall, performance was excellent in this distribution with 99.2% of participants scoring the 

intended results across the 6 specimens:  

• 99.5% of participants scored the intended results for Chlamydia trachomatis (CT) 

• 100% for Neisseria gonorrhoeae (NG) 

• 98.9% for Trichomonas vaginalis (TV) 

• 100% for Herpes simplex viruses (HSV) 

• 98.0% for Ureaplasma urealyticum (UU) 

• 98.9% for Mycoplasma genitalium (MG) 

 

The return rate of results was very good with 94.4% of participants returning results within the 

deadline.  

All specimens in this distribution have been scored. 

 

Specimen 5876A: Trichomonas vaginalis positive 

100% of participants reported the intended results for all the 6 pathogens, with all of them 

scoring a maximum score of 2. 

 

Specimen 5876B: Neisseria gonorrhoeae positive 

All participants (100%) achieved the expected results for NG, CT, TV, HSV, and MG, while 

94.1% reported the expected results for UU, with all participants attaining the maximum 

score of 2 
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Specimen 5876C: Negative 

100% of participants reported this specimen as negative, with all of them scoring a maximum 

score of 2. 

 

Specimen 5876D: Mycoplasma genitalium positive 

Participants reported the expected results for MG in 96.6% of cases, while 100% correctly 

reported the intended results for CT, NG, TV, HSV, and UU. All participants achieved the 

maximum score of 2 

 

Specimen 5876E: Herpes simplex virus 2 (HSV2) positive 

All participants (100%) correctly identified this specimen as HSV2. The intended results were 

reported by 97% of participants for CT, 100% for NG, 93.3% for TV, 94.1% for UU, and 

96.7% for MG, with all participants achieving the maximum score of 2 

 

Specimen 5876F: Chlamydia trachomatis and Neisseria gonorrhoeae positive  

All participants (100%) correctly identified this specimen as a dual infection of CT and NG. 

For the remaining four pathogens, 100% of participants reported the intended results, with all 

achieving the maximum score of 2. 

 

Investigating incorrect results and non-return of results 

Participants who did not obtain the intended results for scored specimens are requested to 

investigate and report the plausible root cause by completing an incident review form (IRF) 

online within 30 days of this report being published. IRFs are taken into considerations when 

poor performance analysis is carried out for the National Quality Assurance Advisory Panel 

(NQAAP). Non-return of results is considered as poor performance.  

Participants who did not return their results should also complete an IRF. IRFs are available 

on the following link: https://ukneqasmicro.org.uk/incident-review-form/ 
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Please use the following links for information on 

 

Report format explained:      

https://ukneqasmicro.org.uk/participant-info/report-format-explained/ 

 

How to interpret your performance (cumulative score and performance rating)  

https://ukneqasmicro.org.uk/interpretation-of-performance-2/ 

 

Scoring  

https://ukneqasmicro.org.uk/participant-info/information-on-scoring/ 

 

Homogeneity  

https://ukneqasmicro.org.uk/?r3d=information-of-homogeneity/ 

 

Stability 

 https://ukneqasmicro.org.uk/?r3d=information-on-stability/ 
 

For further information about the Service including confidentiality, please refer to the 
Directory and Participants Manual  

https://ukneqasmicro.org.uk/participant-info/directory-participants-manual 

 

 

 

 

End of report  
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