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Dispatch Date : 20-Oct-2025

Intended Result Your Report Your Score
Specimen 5914A Toxoplasma IgG antibodies positive Toxoplasma IgG antibodies positive 2
Toxoplasma IgG Avidity: high Toxoplasma IgG Avidity: high Not scored
Toxoplasma IgM negative Toxoplasma IgM negative 2
Specimen 5914B  Toxoplasma IgG antibodies negative Toxoplasma IgG antibodies negative 2
Toxoplasma IgG Avidity: not applicable Toxoplasma IgG Avidity: not applicable Not scored
Toxoplasma IgM negative Toxoplasma IgM negative 2
Specimen 5914C  Toxoplasma IgG antibodies positive Toxoplasma IgG antibodies positive 2
Toxoplasma IgG Avidity: high Toxoplasma IgG Avidity: high Not scored
Toxoplasma IgM equivocal to negative Toxoplasma IgM negative Not scored

Cumulative score information

Total number of specimens sent to you for UK NEQAS for Toxoplasma serology over the last 4 distributions is 12

For these distributions specimen numbers 8953 8954 8955 5809A 5809B 5809C 5857A 5857B 5857C 5914A 5914B 5914C have been sent.

Number of specimens reported too late for analysis (not scored) 0

Your cumulative score for these specimens was 42 out of a possible total of 42

The mean score calculated from the reports returned by UK laboratories testing the specimen/test combinations you examined was 41.64 with a standard error of
1.48.

Performance rating

Your performance rating for UK NEQAS for Toxoplasma serology (i.e. the number of standard errors by which your cumulative score lies above or below the mean
for UK laboratories) is 0.24.

A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. Your performance rating may change if other
participants' results are amended.

No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.

Your performance rating over the past 12 distributions Total score you achieved for each of the last 12 distributions
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Turn around time: The time taken to report your results was 19 day(s). This information is provided for your own use and does not form part of your performance
assessment.

Comments

Participants' results for IgG and IgM analyses were in excellent agreement with the intended results obtained by the Toxoplasma Reference Laboratories.

The IgM results were not scored for sample 5857C due to the presence of very low levels of IgM, detectable only by ultra-sensitive methods. Such
methods are unlikely to be helpful for testing immunocompetent individuals as IgM can persist at low levels for many months post-infection.

The figures in the histograms and those in the overall results tables may differ (1) due to exclusion of kits displayed in the histograms resulting in apparently lower
numbers of data sets in the histograms or (2) due to participants using more than one kit resulting in higher numbers of data sets in the histograms.

It was noted that many participants did not specify their kit details. Participants are advised to indicate which kit they use so that reports display accurate information.
If the kit you use is not specified in the kit list displayed on the web reply form, please email organiser@uknegasmicro.org.uk to ensure that your kit details are
included.

Information on the kits used can help identify problems with particular assays and in the long run, support quality improvement. Therefore, to ensure that
we are analysing up-to-date information, we ask all participants to help us by updating their kit details on the web reply form and confirming that they
have done so in an email to organiser@ukneqgasmicro.org.uk. We thank you for your assistance in this matter.

At present, the IgG Avidity results are not scored whilst we collect data from different kits.

Pre-distribution test results are available should you experience a technical failure and wish to discuss the results.

Repeat specimens

For repeat specimens please order using the web form or e-mail organiser@uknegasmicro.org.uk stating your laboratory identification number, the distribution
name and number, and specimen numbers. Participants are asked to request these as soon as the intended results are displayed on the web or on receipt of their
report.

Enquiries: Telephone and written enquiries can be made to Mrs Agatha Christie Saez: +44(0)20 39081371 E-mail address: organiser@uknegasmicro.org.uk
Participants are reminded to quote their Laboratory ID number in all correspondence.
This report was authorised by Professor P L Chiodini, Parasitology Scheme Organiser and Dr Jaya Shrivastava, Parasitology Scheme Manager.

Acknowledgements: We thank colleagues from the Toxoplasma Reference Laboratories and the Department of Medical Microbiology, St George's Hospital,
London for the provision of serum samples, for pre- and post-distribution testing and for their expert advice: Dr Stephen Hadfield (Public Health Wales), Dr Sally
Mavin(Raigmore Hospital, Inverness), and Jokotade Alli-Balogun (St. George's Hospital, London).
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Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended
results.

Specimen: 5914A Live kidney donor.

Your Report : Toxoplasma IgG antibodies
UK (%) Al (%) positive
Mast ¢ 5 (5.4) 5 (25)  Your Score : 2
Abbott : Architect 4 5 (5.4) 23 (11.6)
Siemens:Atellica IM 1 (1) 4 (2.0)  oOverall Results UK Al Score
Sabin:Feldman Dye Test 2 (2.2) 4 (2.0
Euroimmun 3 (3.2 4 (2.0) Ppositive 98 223 2
bioMerieux : Tox IgG 2 (22) 4 (2.0)  Equivocal 0 0 1
Roche 2 (22) 5 (25)  Negative 0 1 -1
DiaSorin 0 (0.0 5 (2.5
Roche: Cobas Monitor 5 (5.4) 8 (4.0) Total 98 224
Abbott: Alinity 5 (54) 16 (81) o Correct 100 99.6
DiaSorin : LIA 13 (14.0) 30 (15.2)
bioMerieux : Vidas 38 (40.9) 55 (27.8)
[ T T T T 1
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Number of Reports
. Toxoplasma IgG antibodies positive - Toxoplasma IgG antibodies equivocal I:’ Toxoplasma IgG antibodies negative

Specimen: 5914A Toxoplasma IgG avidity: High

UK (%) Al (%) Your Report : Toxoplasma IgG Avidity: high
Your Score : Not scored

Abbott Architect ol 1 (33.3) 1 (2.5
EUROIMMUN Toxoplasma IgG Avidity 1(33.3) 1 (25)  oOverall Results UK Al Score
Beckman : Access 0 (0.0 1 (2.5
LIAISON XL Toxo IgG Avidity 1 (33.3) 1 (25)  High 4 55 NS
DiaSorin 0 (0.0 1 (25) Borderline 0 1 NS
Abbott : Architect 0 (0.0 1 (25) Low 0 0 NS
BioRad 0 (0.0) 2 (5.0
TGS TA Technogenetics 0 (0.0) 4 (10.0)  Total 4 56
bioMerieux : Vidas 0 (0.0 5 (12.5) o Correct 100 98.2
DiaSorin : LIA 0 (0.0) 9 (22.5)
bioMerieux-Avidity 0 (0.0) 14 (35.0)
f T T T T 1
0 4 8 12 16 20
Number of Reports
- Toxoplasma IgG Avidity: high . Borderline D Toxoplasma IgG Avidity: low
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Dispatch Date : 20-Oct-2025

Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended
results.

Specimen: 5914A Toxoplasma IgM antibodies negative

UK (%) Al (%) Your Report : Toxoplasma IgM negative
Your Score : 2

Abbott : Architect | ¢ 4 (10.3) 21 (15.4)
Roche: Cobas Monitor 2 (5.1) 3 (22)  oOverall Results UK Al Score
Roche 1 (2.6) 3 (2.2
Beckman : Access 0 (0.0 3 (22) positive 0 0 -1
bioMerieux : ISAGA 0 (0.0 3 (22)  Equivocal 0 0 1
Siemens:Atellica IM 1 (2.6) 4 (2.9)  Negative 53 181 2
Roche : Elecsys 2 (5.1 4 (2.9
bioMerieux : Tox IgM 1 (2.6) 4 (29 Total 53 181
DiaSorin 0 (0.0 5 (37 9% Correct 100 100
Abbott: Alinity 2 (5.1 13 (9.6)
DiaSorin : LIA 7 (17.9) 23 (16.9)
bioMerieux : Vidas | 10 (25.6) 28 (20.6)
f T T T T 1
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Number of Reports
. Toxoplasma IgM positive - Toxoplasma IgM equivocal I:, Toxoplasma IgM negative
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Dispatch Date : 20-Oct-2025

Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended

results.

Specimen: 5914B 21 weeks Pregnant. Small baby on scan.

Your Report : Toxoplasma IgG antibodies

UK (%) Al (%) negative
Mast ¢+ 5 (5.4 5 (26)  Your Score: 2
Abbott : Architect | ¢ 5 (5.4) 23 (11.7)
bioMerieux : Tox 19G 2 (22 3 (15  oOverall Results UK Al Score
Siemens:Atellica IM 1 (11 4 (2.0
Sabin:Feldman Dye Test 2 (22 4 (2.0) positive 1 1 1
Euroimmun 3 (3.2 4 (2.0)  Equivocal 0 0 1
Roche 2 (22 5 (2.6) Negative 97 223 2
DiaSorin 0 (0.0 5 (2.6)
Roche: Cobas Monitor 5 (5.4) 8 (41) Total 98 224
Abbott: Alinity 5 (54) 16 (8.2) o Correct 99.0 99.6
DiaSorin : LIA 13 (14.0) 30 (15.3)
bioMerieux : Vidas i 38 (40.9) 54 (27.6)
[ T T T T |
0 12 24 36 48 60
Number of Reports
. Toxoplasma IgG antibodies positive - Toxoplasma IgG antibodies equivocal I:, Toxoplasma IgG antibodies negative
Specimen: 5914B Toxoplasma IgG avidity: Not Applicable
UK (%) Al (%) Your Report : Not returned
Your Score : Not scored
EUROIMMUN Toxoplasma IgG Avidity 1 (100) 1 (33.3)
TGS TA Technogenetics 0 (0.0 1(33.3)  Overall Results UK Al Score
DiaSorin : LIA 0 (0.0 1 (33.3)
| | | | | | High 0 0 NS
0 1 2 3 4 5 Eorderline 8 8 mg
Number of Reports ow
. Toxoplasma IgG Avidity: high - Borderline I:, Toxoplasma IgG Avidity: low Total 0 0
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Toxoplasma serology Laboratory :

UK NEQAS
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Parasitology
Dispatch Date : 20-Oct-2025

Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended
results.

Specimen: 5914B Toxoplasma IgM antibodies negative

UK (%) Al (%) Your Report : Toxoplasma IgM negative
Your Score : 2

Abbott : Architect | ¢ 4 (10.3) 21 (15.3)
Roche: Cobas Monitor 2 (5.1) 3 (22)  oOverall Results UK Al Score
Beckman : Access 0 (0.0) 3 (2.2
bioMerieux : ISAGA 0 (0.0 3 (22) positive 0 0 -1
Siemens:Atellica IM 1 (2.6) 4 (2.9)  Equivocal 0 0 1
Roche : Elecsys 2 (5.1 4 (2.9)  Negative 53 181 2
Roche 1 (2.6) 4 (2.9
bioMerieux : Tox IgM 1 (2.6) 4 (29 Total 53 181
DiaSorin 0 (0.0 5 (3.6) 9% Correct 100 100
Abbott: Alinity 2 (5.1 13 (9.5)
DiaSorin : LIA 7 (17.9) 23 (16.8)
bioMerieux : Vidas | 10 (25.6) 28 (20.4)
[ T T T T 1
0 6 12 18 24 30
Number of Reports
. Toxoplasma IgM positive - Toxoplasma IgM equivocal I:, Toxoplasma IgM negative
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UK NEQAS
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Parasitology
Dispatch Date : 20-Oct-2025

Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended
results.

Specimen: 5914C |ymphadenopathy in an immunocompetent patient.

Your Report : Toxoplasma IgG antibodies
UK (%) Al (%) positive
Mast 5 (5.4) 5 (2.6)  Your Score : 2
Abbott : Architect 5 (54) 23(117)
LIAISON Toxo IgG II 3 (3.3 3 (1.5)  Overall Results UK All Score
Siemens:Atellica IM 1 (11 4 (2.0)
Euroimmun 3 (3.3) 4 (2.0) Ppositive 97 223 2
bioMerieux : Tox IgG 2 (22) 4 (2.0)  Equivocal 0 0 1
Roche 2 (22) 5 (2.6) Negative 0 0 -1
DiaSorin 0 (0.0 5 (2.6)
Roche: Cobas Monitor 5 (5.4) 8 (41) Total 97 223
Abbott: Alinity 5 (54) 16 (8.2) o Correct 100 100

DiaSorin : LIA
bioMerieux : Vidas

13 (14.1) 30 (15.3)
38 (41.3) 55 (28.1)

o

12 24 36 48 60
Number of Reports
. Toxoplasma IgG antibodies positive - Toxoplasma IgG antibodies equivocal I:’ Toxoplasma IgG antibodies negative

Specimen: 5914C Toxoplasma IgG avidity: High

UK (%) Al (%) Your Report : Toxoplasma IgG Avidity: high
Your Score : Not scored

Abbott Architect ol 1 (33.3) 1 (2.5
EUROIMMUN Toxoplasma IgG Avidity 1(33.3) 1 (25)  oOverall Results UK Al Score
Beckman : Access 0 (0.0 1 (2.5
LIAISON XL Toxo IgG Avidity 1 (33.3) 1 (25)  High 4 56 NS
DiaSorin 0 (0.0 1 (25) Borderline 0 1 NS
Abbott : Architect 0 (0.0 1 (25) Low 0 0 NS
BioRad 0 (0.0) 2 (5.0
TGS TA Technogenetics 0 (0.0) 4 (10.0)  Total 4 57
bioMerieux : Vidas 0 (0.0 5 (12.5) o Correct 100 98.2
DiaSorin : LIA 0 (0.0) 9 (22.5)
bioMerieux-Avidity 0 (0.0) 14 (35.0)
f T T T T 1
0 4 8 12 16 20
Number of Reports
- Toxoplasma IgG Avidity: high . Borderline D Toxoplasma IgG Avidity: low
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Parasitology
Dispatch Date : 20-Oct-2025

Three serum specimens were dispatched for the detection of Toxoplasma IgG/total antibodies, IgM antibodies and 1gG Avidity. Serum positive for IgG and IgM were
commercially sourced single donations and used undiluted for this distribution. Serum negative for IgG and IgM were serum from NHSBT.

Specimens returned to the UK NEQAS Parasitology team from 4 randomly selected labs were analysed by a Toxoplasma Referee Lab and gave the intended
results.

Specimen: 5914C Toxoplasma IgM antibodies negative

UK (%) Al (%) Your Report : Toxoplasma IgM negative
Your Score : Not scored

Abbott : Architect | ¢ 4 (10.3) 21 (15.3)
Roche: Cobas Monitor 2 (5.1) 3 (22)  oOverall Results UK Al Score
Beckman : Access 0 (0.0) 3 (2.2
bioMerieux : ISAGA 0 (0.0 3 (22) positive 2 5 NS
Siemens:Atellica IM 1 (2.6) 4 (2.9)  Equivocal 2 3 NS
Roche : Elecsys 2 (5.1) 4 (29)  Negative 49 173 NS
Roche 1 (2.6) 4 (2.9
bioMerieux : Tox IgM 1 (2.6) 4 (29 Total 53 181
DiaSorin 0 (0.0 5 (3.6) 9% Correct 96.2 97.2
Abbott: Alinity 2 (5.1 13 (9.5)
DiaSorin : LIA 7 (17.9) 23 (16.8)
bioMerieux : Vidas | 10 (25.6) 28 (20.4)
[ T T T T 1
0 6 12 18 24 30
Number of Reports
. Toxoplasma IgM positive - Toxoplasma IgM equivocal I:, Toxoplasma IgM negative
Operated by UK Health Security Agency ch © Copyright. The data in UK NEQAS reports are confidential. Participants must
National Infection Service @ consult the scheme organiser before quoting data from the scheme.
61 Colindale Avenue UK NEQAS for Parasitology
Colindale e The Halo Building, 1 Mabledon Place

London NW9 5EQ London WC1H 9AZ Published at 22:44 on Sunday 22 February 2026



