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Intended Result Your Report Your Score
Specimen 8640 Rubella IgG negative Rubella IgG negative 2
Specimen 8641 Rubella IgG positive Rubella IgG positive 2
Specimen 8642 Rubella IgG negative Rubella IgG negative 2
Specimen 8643 Rubella IgG negative Rubella IgG negative 2
Specimen 8644 Rubella IgG positive Rubella IgG positive 2
Specimen 8645 Rubella IgG positive Rubella IgG positive 2

Cumulative score information

Total number of specimens sent to you for UK NEQAS for Rubella IgG serology over the last 2 distributions is 12

For these distributions specimen numbers 8262 8263 8264 8640 8641 8642 8643 8644 8645 have been analysed and scored.
Number of reports scored 9

Number of specimens reported as not examined (not scored) 0

Number of specimens received too late for analysis (not scored) 0

Number of specimens for which no report was received (not scored) 0

Your cumulative score for these specimens was 18 out of a possible total of 18

The mean score calculated from the reports returned by UK laboratories was 17.92 with a standard error of 0.98.

Performance rating

Your performance rating for UK NEQAS for Rubella IgG serology (i.e. the number of standard errors by which your cumulative score lies above or below the mean)
for UK laboratories is 0.08.

A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance.

Your performance rating may change if other participants' results are amended.

No score penalty is incurred for non return of reports. However non return of results may be used as a measure of poor performance.
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Comments: Overall performance was outstanding with 99.6% of participants reporting the intended results.

Please note that the 10 IU/mL cut-off is no longer used to differentiate between positive and negative results. Participants are required to interpret results
according to the specifications of their assay(s).

Specimen 8640: 149 participants (98.7%) reported this specimen as Rubella IgG negative, with an overall method median of 0.0 IU/mL. Two participants reported
this specimen as Rubella IgG positive.

Specimen 8641: 151 participants (100%) reported this specimen as Rubella IgG positive, with an overall method median of 28.0 IU/mL.

Specimen 8642: 152 participants (100%) reported this specimen as Rubella IgG negative, with an overall method median of 0.0 1U/mL.

Specimen 8643: 148 participants (99.3%) reported this specimen as Rubella IgG negative, with an overall method median of 0.0 IU/mL. One participant reported a
Rubella IgG equivocal result for this specimen.

Specimen 8644: 151 participants (100%) reported this specimen as Rubella IgG positive, with an overall method median of 38.0 IU/mL.

Specimen 8645: 150 participants (99.3%) reported this specimen as Rubella IgG positive, with an overall method median of 84.0 IU/mL. One participant reported
this specimen as Rubella IgG negative.

Refer to the comments pages 4 for additional information.

Turn around time: The time taken to report your results was 0-days. This information is provided for your own use and does not form part of your performance
assessment.

Acknowledgements: We thank colleagues at UKHSA Manchester, UKHSA Birmingham, UKHSA Virus Reference Division in Colindale and NIBSC for their
assistance with pre-distribution testing.

Enquiries: Pre-distribution test results are available should you experience a technical failure and wish to discuss the results. Written enquiries about this distribution
should be addressed to Dr Sanjiv Rughooputh at organiser@uknegasmicro.org.uk. For repeat specimens in case of an EQA failure investigation, please request
using the web form at https://uknegasmicro.org.uk/participant-info/order-repeat-specimens.

Report authorised by: Dr Sanjiv Rughooputh, Scheme Organiser.
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Six specimens were dispatched with a request for screening of Rubella IgG. The specimens were derived from thrombinised human plasma (serum) donations.
Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen : 8640 Rubella IgG negative

n (UK) range median 5%-95% o
Number of reports for Quantitative report :
All methods 124 (60) 0-59 0 0-1 non-numeric or off-scale results Your result : 0.81 1U/mL
Your method median : 0.8 IlU/mL
Abbott : Architect 24 (15) 0-0 0 0-0 Rubella
Abbott: Alinity 30 (5) 0-59 0 0-0 1gG Your All Qualitative report :
Beckman : Access 4 (4) 1-1 1 1-1 IU/mL method  methods Your Report :
bioMerieux : Vidas 15 (11) 0-0 0 0-0 Rubella IgG negative
DiaSorin : Liaison 10 (2) 0-0 0 0-0 <5 0 36 Your Score : 2
Roche 16 (10) 0-0 0 0-0 <10 0 4 Overall Results UK All Score
Roche : Cobas analyser 2(2) 0-0
Roche : Elecsys 5(3) 0-42 0 0-34 Rubella IgG positive 0 2 -1
Siemens:ADVIA Centaur 1(1) 1-1 Rubella IgG equivocal 0 0 1
Siemens:Atellica IM 5(2) 1-4 2 1-4 Rubella IgG negative 65 149 2
Vircell 2 0-3
Virion Serion 1(1) 1-1 Total 65 151
% Correct 100 98.7
Specimen : 8641 RubellalgG positive
n (UK) range median 5%-95% O  All methods Quantitative report :
B  Virion Serion Your result : 23.46 1U/mL
All methods 164 (81) 3-266 28 22-241 120 Your method median : 23.5 IU/mL
Abbott : A_rc_hitect 24 (15) 22-26 24 22-26 100 — v Qualitative report :
Abbott: Alinity 30 (5) 20-24 23 2124 § Your Report :
Beckman : Access 4 (4) 28-36 34 28-36 5 go- Rubella IgG positive
bioMerieux : Vidas 15 (11) 30-41 36 31-40 g Your Score : 2
DiaSorin : Liaison 25(7) 26-34 28 26-33 & 60 Overall Results UK Al Score
Roche 25(16)  28-266 214 175-261 f
Roche : Cobas analyser 3(2) 20123 232 204236 S 407 Rubella IgG positive 65 151 2
Roche : Elecsys 8 (5) 185-255 232 197-250 ¢ 20 — Rubella IgG equivocal0 0 1
S!emens:ADV_IA Centaur 4 (4) 26-111 59 29-105 Rubella IgG negative 0 0 1
Siemens:Atellica IM 7(3) 22-65 38 22-64 0 T L o e e |
Vircell 3 3-49 34 6-48 0 60 120 180 240 Total 65 151
Virion Serion 1(1) 23-23 1U/mL 9% Correct 100 100
Specimen : 8642 RubellalgG negative
n (UK) range median 5%-95% L
Number of reports for Quantitative report :
All methods 124 (60) 0-4 0 0-1 non-numeric or off-scale results Your result : 0.80 1U/mL
Your method median : 0.8 IlU/mL
Abbott : Architect 24 (15) 0-0 0 0-0 Rubella
Abbott: Alinity 30 (5) 0-0 0 0-0 IgG Your All Qualitative report :
Beckman : Access 5 (5) 1-1 1 1-1 1U/mL method  methods Your Report :
bioMerieux : Vidas 15 (11) 0-1 0 0-0 Rubella IgG negative
DiaSorin : Liaison 9(1) 0-0 0 0-0 <5 0 37 Your Score : 2
Roche 16 (10) 0-0 0 0-0 <10 0 4 Overall Results UK Al Score
Roche : Cobas analyser 2(2) 0-0
Roche : Elecsys 4 (2) 0-0 0 0-0 Rubella IgG positive 0 0 -1
Siemens:ADVIA Centaur 2(2) 1-1 Rubella IgG equivocal0 0 1
Siemens:Atellica IM 5(2) 1-4 2 1-4 Rubella IgG negative 66 152 2
Vircell 2 0-3
Virion Serion 1(1) 1-1 Total 66 152
% Correct 100 100
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Six specimens were dispatched with a request for screening of Rubella IgG. The specimens were derived from thrombinised human plasma (serum) donations.
Bronidox at a final concentration of 0.05% was added as a preservative.

Specimen : 8643 Rubella IgG negative

n (UK) range median 5%-95%

Number of reports for Quantitative report :
All methods 118 (58) 0-7 0 0-1 non-numeric or off-scale results Your result : 0.82 1U/mL
Your method median : 0.8 IlU/mL
Abbott : Architect 24 (15) 0-1 0 0-0 Rubella
Abbott: Alinity 29 (4) 0-0 0 0-0 1gG Your All Qualitative report :
Beckman : Access 4 (4) 1-1 1 1-1 IU/mL method  methods Your Report :
bioMerieux : Vidas 15 (11) 0-1 0 0- Rubella IgG negative
DiaSorin : Liaison 6 (1) 0-0 0 0-0 <5 0 41 Your Score : 2
Roche 16 (10) 0-0 0 0-0 <10 0 3 Overall Results UK All Score
Roche : Cobas analyser 2(2) 0-0
Roche : Elecsys 4 (2) 0-0 0 0-0 Rubella IgG positive 0 0 -1
Siemens:ADVIA Centaur 1(1) 1-1 Rubella IgG equivocal 0 1 1
Siemens:Atellica IM 5(3) 0-7 3 0-6 Rubella IgG negative 64 148 2
Vircell 2 0-3
Virion Serion 1(1) 1-1 Total 64 149
% Correct 100 99.3
Specimen : 8644 Rubella IgG positive
n (UK) range median 5%-95% O  All methods Quantitative report :
E  Virion Serion Your result : 50.61 1U/mL
All methods 164 (81) 4-171 38 19-116 60 Your method median : 50.6 IU/mL
Abbott : A_rc_hitect 24 (15) 18-22 20 18-22 50 - _ Qualitative report :
Abbott: Alinity 29 (4) 17-23 19 17-21 3 Your Report :
Beckman : Access 5(5) 100-171 116 102160 5 40 - Rubella IgG positive
bioMerieux : Vidas 15 (11) 40-57 45 40-54 g Your Score : 2
DiaSorin : Liaison 25(7) 51-76 57 52-67 g 30 Overall Results UK Al Score
Roche 25 (16) 25-59 35 27-41 20 - o
Roche : Cobas analyser 3(2) 29-37 36 30-37 g Rubella IgG positive 65 151 2
R_oche : Elecsys 8 (5) 29-42 38 31-41 ¢ 10 4 Rubella IgG equivocal0 0 1
S!emens:ADV_IA Centaur 4 (4) 61-154 114 64-153 Rubella IgG negative 0 0 1
Siemens:Atellica IM 7(3) 51-119 63 52-118 0 —= T i
Vircell 3 4-73 39 8-70 0 24 48 72 96 Total 65 151
Virion Serion 1(1) 51-51 IU/mL % Correct 100 100
Specimen - 8645 RubellalgG positive
n (UK) range median 5%-95% O  All methods Quantitative report :
E  Virion Serion Your result : 65.27 1U/mL
All methods 164 (81) 0-473 84 53-411 80 Your method median : 65.3 IU/mL
Abbott : Arqhitect 24 (15) 52-64 56 52-62 v a2 Qualitative report :
Abbott: Alinity 30 (5) 0-63 56 50-61 o 60 Your Report :
Beckman : Access 4(4) 110-169 135 113-165 § Rubella IgG positive
bioMerieux : Vidas 15 (11) 79-112 94 85-107 g Your Score : 2
DiaSorin : Liaison 25(7) 64-110 81 72-100 R 40 Overall Results UK Al Score
Roche 25(16)  88-473 382 329456
Roche : Cobas analyser 3(2) 383-428 384  383-424 Z 20 - Rubella IgG positive 65 150 2
Rpche : Elecsys 8 (5) 355-447 380 359435 ¢ Rubella IgG equivoca|0 0 1
S!emens:ADV.IA Centaur 4(4) 74-392 258 84-389 | —T ] Rubella IgG negative 0 1 A
Siemens:Atellica IM 7(3) 64-266 116 66-265 0 I R e —
Vircell 3 6-132 128 18-132 0 120 240 360 480 Total 65 151
Virion Serion 1(1) 65-65 IU/mL % Correct 100 993
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