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 Your Score Intended Result  Your Report

 Specimen 5827A  Microfilariae of Brugia malayi  Microfilariae of Brugia malayi  2

 Specimen 5827B  Plasmodium malariae  Plasmodium malariae  2

 Cumulative score information 
  
  Total number of specimens sent to you for Electronic Blood Parasitology over the last 2 distributions is 4. 
  For these distributions specimen numbers 9069 9070 5827A 5827B have been analysed and scored. 
  
  Number of reports analysed 4 
  Number of specimens reported as not examined (not scored) 0 
  Number of specimens received too late for analysis (not scored) 0 
  Number of specimens for which no report was received (not scored) 0 
  Your cumulative score for these specimens was 4 out of a possible total of 4 
  
  The mean score calculated from the reports returned by ALL laboratories was 3.53 with a standard error of 1.35.
 No score penalty is incurred for non-return of reports. However non- return of results may be used as a measure of poor performance.
  
  Performance rating 
  
 Your performance rating for Electronic Blood Parasitology (i.e. the number of standard errors by which your cumulative score lies above or below the mean for 
 ALL laboratories) is 0.35.
 
 A performance rating of more than 1.96 standard errors below the mean indicates possible poor performance. 
  Your performance rating may change if other participants' results are amended. 
  
 No score penalty is incurred for non-return of reports. However non- return of results may be used as a measure of poor performance. 
  
 

 
  Turn around time: The time taken to report your results was day(s). This information is provided for your own use and does not form part of your performance
 assessment. 
  
  Comments 
  
  This specimen contained microfilariae of Brugia malayi. The sheathed microfilariae of Brugia malayi measure between 175 and 230 um long in stained blood films.
 The sheath stains dark pink with Giemsa and have 2 distinct nuclei at the tip of the tail. The other sheathed microfilariae, those of Wuchereria bancrofti, have a tail tip
 that is free of nuclei and a sheath that stains pink when using Giemsa; whereas the sheath of Loa loa stains pale blue with Delafield's hematoxylin and has nuclei
 that extend to the tip of the tail. The microfilarial sheath of Loa loa does not take up Giemsa stain. The unsheathed microfilariae i.e. those of Mansonella spp. and 
 Onchocerca volvulus, are smaller than the sheathed microfilariae. 
  
  The performance for specimen 5827B was very good, with 100% of participants reporting the correct result for this blood film containing all stages of Plasmodium
 malariae. 
  
  The Plasmodium malariae present in this specimen showed typical morphology, i.e. the trophozoites present were compact, with haemozoin pigment clearly visible.
 There were also characteristic band forms present. The schizonts present displayed characteristic "rosette" or “daisy head” pattern and contained 8 merozoites. All
 stages of the parasite showed haemozoin pigment. 
  
  Those participants who reported an incorrect microfilarial species are advised to review their specimen. 
  
  Associated digital images of the intended results are available on our secure website; click on the DIST button to access intended results and images, usually
 available on the day following the closing date 
  
  Enquiries 
  Telephone and written enquiries can be made to Mrs Agatha Christie Saez : +44(0)20 39081371 
  E-mail address: organiser@ukneqasmicro.org.uk 
  
  This report was authorized by Professor P L Chiodini, Parasitology Scheme Organizer and Dr Jaya Shrivastava, Parasitology Scheme Manager. 
  Participants are reminded to quote their Laboratory ID number in all correspondence. 
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 Specimen: 5827A  Giemsa stained thick blood film. Persistent lower leg swelling in a farmer from South India. Microfilariae of Brugia malayi

 Incorrect microfilaria
 species reported with or
 without the microfilariae of 
 Wuchereria bancrofti 3 
  Loa loa 1
 
 

Number of Reports

 Microfilariae of Brugia malayi
 Microfilariae of Loa loa

 Microfilariae of Wuchereria bancrofti
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 Specimen: 5827B  Giemsa stained thin blood film. Asymptomatic blood donor thought to be the source of transfusion-transmitted malaria. All stages of 
 Plasmodium malariae

Number of Reports

 Plasmodium malariae

0 4 8 12 16 20

 UK(%)  All(%)  Score

4 17(100)
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17
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